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Abstract 
Tibial bearings of ultra-high molecular weight polyethylene (UHMWPE) were 
characterized to identify differences in morphology, surface texture (roughness and 
skewness), and micro-scale mechanical behavior. These orthopaedic implant components 
were fabricated by direct molding or by machin ing after isostatic compression molding. 
Sterilization was by gamma irradiation (3.3 Mrad) in  air, followed by shelf aging for 2 years. 
Comparisons were made between unsterile and sterile bearings to identify differences in  
structure and properties related to wear debris. 
Characterization methods included confocal optical microscopy, nanoindentation ,  
small angle X-ray scattering (SAXS), wide-angle X-ray diffraction (WAXD), Fourier transform 
infrared spectroscopy (FTIR) , differential scanning calorimetry (DSC), and polarized l ight 
microscopy. Morphology was compared between bulk and surface (top and bottom) 
specimens of the bearings. Cryo-microtomy was used to prepare thin specimens transverse to 
the top surface for polarized microscopy. Nanoindentation was performed on the top bearing 
surfaces, near areas examined by confocal microscopy. 
Processing methods affected both small- and large-scale morphology of UHMWPE. 
Direct molding produced thinner lamellae, thicker long periods, and sl ightly lower crystall inity 
than isostatic compression molding. Both bearing types contained a thick interface between 
the crystalline and amorphous phases. Interfacial free energy varied with interface thickness. 
Resin particles were consolidated better in direct molded bearings than in machined bearings. 
Segregated amorphous regions were observed in the machined bearings. 
Sterilization and shelf aging affected nanometer-scale morphology. Chain scission 
sign ificantly decreased the interface thickness, causing an increase in lamellar thickness and a 
small increase in crystall in ity. Only a small decrease in the amorphous thickness resulted. 
Heterogeneous oxidation increased these changes in interface thickness and lamellar 
vi i 
thickness at the surfaces. Thin lamellae were created in the direct molded bearing, uniformly 
through its thickness, following chain scission and crystallization at low temperature. 
Both surface roughness and morphology affected micromechanical behavior by 
nanoindentation. I ndents must extend deeper than the peak-to-valley height (2 - 1 1  J.Jm) of 
surface features, near the scale of wear debris. Hardness and elastic modulus correlated with 
lamellar thickness. Machined bearings were harder and stiffer than direct molded bearings. 
Sterilization increased lamellar thickness, so properties of the sterile, molded bearing 
approached those of the unsterile, machined bearing. 
viii 
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1 .  INTRODUCTION 
Wear from ultra high molecular weight polyethylene (UHMWPE) bearing components 
is a significant technical issue for extending the long-term performance of orthopaedic total 
joint replacements (T JR's). The significance of UHMWPE wear is primarily due to the release 
of microscopic wear debris particles from the bearing surface into the surrounding biological 
tissue, and resulting biological reactions to these particles, rather than due to the bulk failure or 
wear-through of the UHMWPE component. Materials engineering can make a significant 
contribution by characterizing the structure and properties of the UHMWPE components at the 
scale on which this debris is formed. This will contribute to understanding how the UHMWPE 
wear debris is generated and released at the microscopic level .  Many engineering studies 
have focused on wear as a macroscopic process, and have ignored the fact that wear debris is 
released on a microscopic scale (as particles are often submicron in size). 
Polyethylene wear debris particles are closely associated with biological tissue 
changes (i.e. osteolysis, or bone resorption) that l imit the performance l ifetimes of medical 
implants. The size and shape of debris particles can affect how cells engulf these particles, 
contributing to changes in biological tissue. Osteolysis causes the surrounding bone to 
deteriorate, so that it no longer mechanically supports the implant. This leads to loosening of 
the implant, with associated pain and instability near the joint. Thus the total joint replacement 
no longer performs satisfactorily for the patient, and is considered to have "failed. "  This is a 
medical, or clinical ,  definition of failure, which is quite different from the typical engineering 
definition of failure. The components with in the medical device may still be intact, not having 
either broken or worn through after years of use within the patient. 
Wear of UHMWPE bearings has been the focus of much research in the field of ortho­
paedics, yet is still poorly understood. Clinical studies have characterized the wear debris 
released in-vivo (in the human body), and carefully measured its physical dimensions and 
shape using electron m icroscopy techniques. Engineering wear studies have focused on the 
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gross wear behavior of UHMWPE, measuring wear as either weight loss or volume change 
over mil lions of wear cycles. Wear has been measured both in-vitro (in laboratory tests) and 
in-vivo (in the human body), and results are now compared to show that in-vitro test results 
(wear rates, form of surface damage, and debris particles) are similar to clinical performance. 
As the understanding of wear mechanisms has improved, laboratory wear studies have had to 
demonstrate that the resulting surface damage and wear debris are similar to that observed in 
clinical studies (i.e. in-vivo). Thus research is moving toward an emphasis on how mechanical 
loading interacts with materials structure to generate wear, or the loss of material .  Many 
previous wear studies did not provide information about the structure, chemistry, or processing 
of the UHMWPE materials that were tested, and this is now considered critical information to 
evaluate the wear test results. 
Clinical wear studies have now found differences in wear rates that are linked to proc­
essing variables (i.e. resin, fabrication method, sterilization method) for the UHMWPE compo­
nent. Earlier studies treated all UHMWPE components as identical, ignoring potential 
materials issues. Differences in wear behavior in-vivo have now been related to fabrication 
differences in the UHMWPE components. In particular, components direct molded from resin 
powder had less wear than components machined from extruded rod or compression molded 
sheet. This difference in wear performance has not been explained, but is of great techn ical 
interest. Understanding the differences between the direct molded and the machined 
components could contribute to significant im provements in UHMWPE component 
performance. 
Wear is a phenomenon that occurs at surfaces. Wear is the progressive loss of 
material (debris) from load-bearing surfaces that slide or roll while in contact with other 
component surfaces. Debris from UHMWPE components is released as microscopic (often 
submicron) particles, particularly under abrasive or adhesive wear mechanisms, indicating that 
materials structures and properties need to be evaluated at the microscopic scale. 
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Surface texture can have a significant effect on wear. Most engineering analyses of 
loading assume an idealized contact zone in which both surfaces are perfectly smooth and 
thus touch at all points. However, the true contact areas between bearing surfaces occur at 
microscopic surface irregularities that are pressed together. Thus the true contact areas are 
smaller than the ideal ized contact areas, resu lting in the true localized stresses being higher 
than those from engineering calculations. Variations in  surface topography of the UHMWPE 
wi ll affect the true contact areas and also the micromechanical surface interactions with the 
opposing bearing surface. Previous studies of implants have not attempted to quantify the 3-
dimensional texture of UHMWPE bearing surfaces and to relate this to micromechanical 
behavior. 
Machining and direct molding of UHMWPE implant components are quite different 
manufacturing processes, and will affect the structure and properties of the resulting compo­
nents. The surface texture produced by machining can vary over a wide range, depending on 
a number of machining variables. In contrast, the surface texture produced by direct molding 
of resin should depend primarily on the surface texture of the mold, if the temperature and 
pressure cycle is well controlled to consolidate the resin . The thermal cycle for producing a 
direct molded component may be quite different from that for producing a commodity ram 
extruded rod or compression molded sheet. Uniform consolidation should be easier to achieve 
in a small part than in an extremely large rod or sheet. The difference in thermal history can 
produce significant differences in polymer morphology, and thus in mechanical properties of 
the polyethylene. These differences can be localized, as at the surfaces of UHMWPE 
components, or occur throughout the bulk. Machining will also induce heating, thus modifying 
the polymer morphology near the machined surface. 
The proposed research focuses on identifying d ifferences between the microscopic 
surface texture, large-scale polymer morphology, crystallinity, and micromechanical behavior 
of direct molded versus machined UHMWPE bearing components. Several clin ical studies 
have quantified differences in wear between UHMWPE acetabular cups in total hip 
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replacements manufactured by these methods. (Wear is much easier to measure 
quantitatively in hip components than in knee components.) However, the components were 
not evaluated to determine what differences in materials variables were also present. The 
clinical studies involved components from different implant manufacturers, which thus may 
have been fabricated from different UHMWPE resins. This may the first study to carefully 
evaluate differences in properties between carefu lly controlled implant components fabricated 
from the same UHMWPE resin . 
Differences in surface texture, large-scale polymer morphology, and crystallin ity are 
expected to relate to differences in m icromechanical behavior. Surface texture will be 
measured quantitatively in three dimensions using confocal m icroscopy and image analysis 
techniques. Polymer morphology will be examined using polarized light microscopy and 
electron m icroscopy techniques. Crystall inity will be measured with differential scanning 
calorimetry. Micromechanical behavior will be studied using nanoindentation to record load­
displacement curves, and then hardness and elastic modulus will be determined from the 
results. 
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2. SIGNIFICANCE OF THE RESEARCH TO ORTHOPAEDICS 
2.1  APPLICATION OF U HtMWPE BEARI NGS I N  BIOMEDICAL IMPLANTS 
2.1 .1 Importance to clin ical medicine and surgery 
Ultrahigh molecular weight polyethylene (UHMWPE) is a polymer that is used as a 
bearing component in many surgical implants, primarily artificial joints. The most common 
applications are in orthopaedic total joint replacement implants for hips and knees. Both the 
acetabular cup component in total hip implants and the tibial plateau component in total knee 
implants are commonly fabricated from UHMWPE, frequently with a metal backing which is 
attached to bone. 
Total joint replacements are used to treat patients with severe pain or disability 
resulting from osteoarthritis, rheumatoid arthritis, fractures, or other bone disorders. 1 Before 
surgery, the patient either has severe pain and difficulty in walking, or may be bedridden. 
Surgical replacement of the joint with an implant relieves pain and suffering, provides 
increased mobility, and returns the patient to a more normal lifestyle in most cases. Thus 
significant benefits are obtained through the use of artificial joints fabricated from engineering 
materials. 
2. 1 .2 Frequency of total joint replacements 
Artificial joints are being used extensively both in the United States and internationally. 
Between 1 985 and 1 988, an average of 531 ,000 joint repair surgeries (arthroplasties) were 
performed annually in the United States in short-term general hospitals. H ip surgeries (38.4%) 
and knee surgeries (35.8%) were the most frequent arthroplasty procedures during this period. 
Total h ip replacements averaged 1 23,000 per year (23.2%), total knee replacements averaged 
95,000 per year ( 1 7.9%), and femoral head replacements (hip) averaged 58,000 per year 
(1 0.9%). 1'2 Thus surgeries to replace h ip and knee joints through the use of artificial implant 
components made up 52.0% of all arthroplasty surgeries during this period. 
5 
The number of joint replacement surgeries increases each year as the success of 
these procedures continues to be demonstrated. This has a significant impact on national 
healthcare costs, as Medicare covers approximately 70% of patients having major joint 
replacement surgeries. The number of total hip replacements covered by Medicare increased 
from 50,799 in 1 985 to 62,91 8 in 1 989, increasing at a compounded annual rate of 5.5%. 
Even more significant, the number of total knee replacements increased from 45, 368 in 1 985 
to 80,647 in 1 989, increasing at a compounded annual rate of 1 5.5%. 1'3 
By 1 988, 1 ,295,000 people in the United States reported having one or more artificial 
joint replacements. Of this number, 79,000 were over 85 years old, 725,000 were between 65 
and 84 years old , and 491 ,000 were younger than 65 years. 1•4 The increasing numbers of 
younger patients receiving artificial joint replacements place higher technical demands on the 
engineered im plant components and materia ls. Younger patients require a longer 
performance lifetime from an implant before revision surgery is necessary. This was not a 
significant issue when most patients were over 85 years of age, and was less of an issue when 
all patients were over 65 years of age. Younger patients also tend to be more mobile and 
physically active, placing h igher and more frequent stresses on the implant components. This 
results in more rapid wear and/or mechanical deterioration of the load bearing materials. 
2.1.3 Load bearing applications in orthopaedic devices 
The two major applications of UHMWPE in total joint replacements are the acetabular 
cup of the hip and the tibial plateau of the knee. Both components are major load bearing, 
articulating surfaces within the total joint replacement, and articu late against a metal 
counterface. The opposing, articulating metal bearing components are typical ly fabricated 
from titanium, titanium alloy, or cobalt-chromium alloy, although stain less steel was sometimes 
used in the past. The UHMWPE bearing component is frequently attached to a metal backing 
component, which is then attached to the bone by some combination of methylmethacrylate 
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bone cement, screw fixation, or bone ingrowth into a porous metal coating. Some UHMWPE 
acetabular cups are cemented directly to the bone of the acetabulum , without a metal backing. 
The load distribution and range of motion of the hip and knee implants are quite 
different. Loading in the hip occurs between two conforming surfaces with spherical geometry, 
so that the compressive stress distribution remains fairly uniform during the walking cycle. 
Because of the spherical contact geometry, the articulation of the joint components primarily 
occurs as sliding. Loading in the knee occurs between the tibial plateau and the two condyles 
of the distal femur, where the surface contact areas are much smaller and the surface 
geometries are often nonconforming. Thus the resulting stresses are higher, and fatigue 
occurs as the contact area moves back and forth across the bearing components. The 
articulation of the joint occurs as a combination of rolling and sliding motion in 
flexion/extension , with rotation of the tibia relative to the femur as well .  
Revision surgery to replace the primary (initial) total joint components can result from 
many factors, including both implant-related failures and biological causes. Failure of the 
orthopaedic implant usually occurs in the UHMWPE component first, before significant 
damage is observed on the metal components. Fai lure of UHMWPE is most often due to wear 
at the articulating surface, with an additional contribution from creep. These mechanisms lead 
to th inn ing of the UHMWPE bearing, release of wear debris from the articulating surface, and 
changes in contact geometry which affect the stress distribution within the UHMWPE. In 
extreme cases, local ized wear-through of the UHMWPE bearing results in metal-on-metal 
contact between the metal bearing component and the metal backing for the UHMWPE. 
2.1.4 Wear of UHMWPE bearing surfaces 
Wear phenomena in UHMWPE articulating surfaces are sign ificantly different between 
total hip and total knee implants, due to the differences in loading and motion described above. 
Both types of implants also experience less extensive wear on the UHMWPE non-articulating 
surfaces that contact the metal backings. 
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Wear inside the acetabular cup of the hip is primarily observed as scratching and 
burnishing of the articulating surface, with some localized pitting, combined with a directional 
reduction in the UHMWPE thickness along the loading direction. This results from abrasion 
and adhesion mechanisms between the articulating surfaces due to sliding wear, and from 
creep of the viscoelastic UHMWPE due to compression along the loading axis. 
Wear in the tibial plateau of the knee includes scratching and burnishing, but more 
pitting and often delamination is observed as well .  Delamination occurs when large sheets of 
material separate from the bearing surface (parallel to the surface) and results from fatigue­
type loading. Subsurface cracks initiate and grow below the load-bearing surface, and the 
cracks propagate faster as the number of loading cycles increases. Finally the crack deviates 
toward the bearing surface, and the entire sheet of material splits away and is ground apart 
between the articulating bearings. This releases a large volume of wear debris. 
2.2 SIGNIFICANCE OF UHMWP1E WEAR DEBRIS 
2.2.1 Lin kage between wear debris, osteolysis & loosening 
The release of wear debris can lead to revision surgery and replacement of the 
primary artificial joint even when major failure (wear-through or fracture) of its components has 
not occurred. Wear debris will eventually induce osteolysis (bone resorption) around the 
implant, which is one of the main biological processes leading to aseptic loosening. Loosening 
of the implant results in the patient experiencing pain and instabil ity, which require that the 
artificial joint components be replaced. 
Aseptic loosening (i.e. loosening in the absence of bacterial or other microbiological 
infections) is the primary cause of late revisions (after 9-1 5 years) in total hip replacements. 
Particulate wear debris is transported biologically from the articulating surfaces into the tissue 
of the joint capsule, where it is stored in mononuclear histiocytes or multinucleated giant cells 
until it can be transported away via the lymph system. When the rate of accumulation of debris 
exceeds the rate of transport and excretion, the tissue membranes have to store the debris, 
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and osteolysis results.5'6'7 All implant materials, including UHMWPE, bu lk metals, metal 
coatings, and bone cement, either experience wear or release particles by other mechanisms 
and contribute to the problem of osteolysis, but UHMWPE is considered to be the major 
contributor. 
Studies are sti l l underway to examine the effect of particulate wear debris 
characteristics on ost�olysis, with emphasis on debris type {UHMWPE, bone cement, metal), 
morphology, size, surface area, shape, etc.8'9'10' 1 1'1 2' 13 Polyethylene debris has been found in a 
wide range of sizes from 0.2 to 300 J.Ul'l, but the mean size is consistently in the range of 0.5 to 
0.6 J.Ul1.5 The largest particles are ingested or surrounded by giant cells, while the smaller 
particles are ingested by h istiocytes. The smaller, submicron particles are considered to have 
the worst effect in contributing to osteolysis, so UHMWPE wear debris is of great concern. 
2.2.2 Effect on performance lifetime of i mplants 
Typical l inear wear rates for UHMWPE acetabular cups have been measured cl inically 
{using radiographic techniques) as 0.05-0.20 mm/year. A typical cup design has a thickness 
of 7-1 0  mm, so this seems to translate into a performance l ifetime {limited by wear) of 35-200 
years before wear-through. This estimated lifetime is much h igher than the typical values of 
1 0-1 5 years obtained from clinical practice. Aseptic loosening frequently occurs after 9-1 5 
years,6 leading to revision surgery and replacement of the primary implant components. Bone 
resorption makes fixation of the second implant more difficult, and its performance lifetime 
may be even shorter. Deterioration of the bone quality may limit a patient to three implants 
{two revision surgeries) within a single joint. This becomes a significant problem for the 
youngest patients, who may have a primary joint replacement performed when they are in their 
20's or 30's. 
The importance of UHMWPE wear to the l ifetime of orthopaedic implants results not 
from the linear wear rate, but rather from the number of released particles contributing to 
osteolysis. As an example, consider the release of particu late debris from the acetabular 
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component of the h ip under optimal conditions. Wear volume is calculated from the linear 
wear rate based on a cylindrical geometry oriented parallel to the loading axis. For a 
moderate-sized acetabular cup (28 mm diameter) with a very low wear rate (0.05 mm/year), 
the wear volume is calculated as 30.8 mm3/year. An average spherical wear particle with a 
diameter of 0.60 IJ.ITl occupies a volume of 0. 1 1 3  IJ.IT13. Thus the rate of wear debris generation 
equals 2.7 x 1 01 1  particles/year, or 7.5 x 1 08 particles/day. This is a huge particulate load for 
the body to transport and process. The absolute numbers of particles released will vary 
depending on individual implant parameters, but the magnitude of wear debris generated over 
the l ife of the implant remains large. 
Thus implant performance and l ifetime are critically dependent upon the wear 
characteristics of each device. Many factors affect wear, including component design , 
biomechanics of motion, lubrication mechanisms, and material properties. Each of these 
factors includes many variables that contribute to wear. This proposed research project will 
focus on specific materials variables (i.e. microstructure and micromechanical properties) 
which can affect the release of particulate debris from implant surfaces, both articulating and 
non-articulating load-bearing surfaces. 
2.3 IMPORTANCE OF UHMWPE SURFACE PROPERTIES 
2.3.1 Importance of surface condition to wear performance 
Wear is a phenomenon of materials degradation that occurs at surfaces. It is affected 
by stress distributions and conditions below the surface, but the release of material (particulate 
debris) occurs from the surface. How the term "surface" is defined, in terms of physical dimen­
sions, will vary depending on the many factors affecting wear. But it is obvious that the 
condition and properties of the material at the surface should have a significant effect on the 
wear behavior, i .e. the release rate of wear debris, the size and shape of wear debris, etc. 
Consider the scenario described above for the wear of the UHMWPE acetabular 
component of the total hip implant. If the linear wear rate is 0 . 1  0 mm/year, this equals 
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0.27 JliTl/day. Assuming an average spherical diameter of 0.60 JliTl, a monolayer of particulate 
wear debris would be removed from the articulating surfaces about every two days. Reducing 
this l inear wear rate by a factor of three might seem like a small change, but it would increase 
time for removal of a monolayer of wear debris to almost a week. This change might be very 
significant to biological mechanisms related to osteolysis. Allowing a longer time for 
encapsulation and transport of particulate wear debris within the body could significantly delay 
or reduce the development of osteolysis. This would lead to a distinct increase in the 
successful clinical performance and lifetime of the total joint replacement. 
The microstructure and micromechanical properties of the material at the surface will 
have a significant impact on the release of wear debris. The tribology of the wear process 
must also be evaluated, involving the roughness of both articulating surfaces, the properties of 
the lubricant, the load transmitted between the surfaces, and the large-scale and small-scale 
contact geometries. The interactions between all these variables must be carefully considered 
to understand wear phenomena. The tribological conditions will determine the stresses 
applied to the articulating surface, but the surface's microstructure and micromechanical 
properties will control the mechanisms by which debris is released. Improvements in the 
surface properties of UHMWPE could significantly reduce the release rate for wear debris. 
2.3.2 Clinical differences: machined vs. molded implants 
Clinical studies of UHMWPE wear rate take several different forms. Clinical 
examination of implanted orthopaedic devices uses radiography to examine the condition of 
the surrounding bone and to record the position of the implant within the joint. Detailed 
measurements on the resulting radiographic fi lms have been used to quantify the wear rates of 
acetabular cups based on the time since initial surgery. After revision surgery, dimensional 
(l inear or volume) measurements on the retrieved implants have also been used to determ ine 
wear rates. If many sim ilar retrieved components are measured after different implantation 
times, variations in wear rates with service life can be obtained. However the wear rates can 
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vary significantly between patients with identical implants, so that a wide range of wear rates is 
frequently reported within each study. 
Wear rates of UHMWPE acetabular cups, determined by these techniques, have been 
correlated to many different clinical factors. These include design of the implant system, 
patient variables, and materials variables. Two observations from these clinical studies are of 
particular sign ificance to this proposed research project. First, machined UHMWPE 
components experience a "wearing-in" period immediately following surgery when the 
machining marks are removed from contacting surfaces14' 15 and the wear rate may be h igher 
than the steady-state wear rate that follows (for components with good fixation). 16' 17 Second, 
and perhaps of more importance, UHMWPE components fabricated by direct molding of the 
resin to the final shape (and surface finish) have lower wear rates than components fabricated 
by machining of bulk rod or sheet stock. 18•19•20•21 
Clinical studies also evaluate implant designs based on performance issues related to 
long-term survival rates as well as the patients' pain and function during follow-up 
examinations. The use of a direct molded tibial component in one total knee implant design 
[Anatomic Graduated Component (AGC), Biomet, I nc.] has resulted in good patient function 
and an extremely h igh survival rate (98% for both tibial and femoral components) after 1 0  
years follow-up, despite its flat-on-flat articulating surfaces.22 Other designs with similar flat­
on-flat geometry have shown h igh failure rates associated with polyethylene wear.23 The 
excellent performance of the AGC knee implant was attributed to the quality achieved by direct 
molding of the UHMWPE tibial component. 
In contrast, poor cl inical performance has been documented for another total knee 
implant design [Porous Coated Anatomic (PCA-1), Howmedica] in which the surface of the 
UHMWPE tibial component was intentionally modified.24 The failure rate after 4 to 7 years was 
6% for revisions required due to severe wear of the surface-modified tibial and patellar compo­
nents. 25 The PCA-1 knee implant had a flat-on-flat articulating geometry, similar to that of the 
AGC implant. However the PCA-1 tibial component was treated by heat pressing the 
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machined, articulating surface of the UHMWPE. This produced a modified microstructure 
down to a depth of about 1 mm, with a distinct boundary between the heat-treated zone and 
the bulk.26 Failures were associated with severe wear of the UHMWPE, delamination of the 
articulating surface along the boundary of the heat-treated zone, and cracking and 
fragmentation of the bulk.25'27 Delamination sometimes occurred from both the top and bottom 
surfaces of the component, releasing additional debris directly to the metal backing. Thus the 
surface properties and structure of this UHMWPE implant component had a significant effect 
on its clinical performance. 
2.3.3 Fabrication differences : machined vs. molded surfaces 
Most UHMWPE components are fabricated by machining from commodity rod or 
sheet stock. Consolidation of UHMWPE resin to form a solid product form is difficult due to 
the high pressures required to sinter the resin, even above its melting temperature.28 Molten 
UHMWPE has an extremely high viscositl9 and does not flow except under high pressure. 
Only two commercial polymer converters process UHMWPE resin (using ram extrusion or 
unidirectional compression molding) within the United States to produce commodity rod or 
sheet stock for implants.30 One implant manufacturer processes UHMWPE resin using 
isostatic compression molding to produce bar stock that is then machined.31 Relatively few 
implant manufacturers have invested in the technology and equipment required to process 
UHMWPE resin into direct-molded components32 since machining is much simpler and 
cheaper. 
Machining is a fabrication process used to cut bulk material stock (rod, bar or sheet) 
into the final component shape, including both geometry and surface finish. The surface finish 
of machined components is known to contain machining marks or ridges, whereas surfaces on 
direct-molded components are smooth 15 and often glossy.32 In addition to these topographical 
differences that may affect surface integrity, microstructural and chemical differences may 
result at the surfaces due to plastic deformation and heating that occurs during machining.33 
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In direct-molded components, the UHMWPE resin is melted and then molded to the 
final shape and surface finish . Solidification and crystall ization of the polymer will be in itiated 
at the mold surfaces, so that the morphology at the component surface may be different from 
that in the center. In  particular, the crystall ite size at the surface is expected to be smaller. 
In machined components, the final surface of the component will be machined from 
the interior of the bulk stock. Uniformity of the morphology of bulk UHMWPE stock has not 
been reported. Machining will induce plastic deformation , frictional heating, and possibly 
chemical changes (mechanoradicals and oxidation) in the outer surface layer. The effects of 
machining on the morphology and chemical state of the outer surface layer have not been 
reported. 
Differences in the surfaces of machined and molded UHMWPE components may be 
significant to the survival l ifetime of total joint replacements. Changes in the surface layer 
relative to the bulk will affect the wear behavior of the UHMWPE implant component, 
particularly during the "wearing-in" period. This would affect the release of wear debris during 
the initial period following implantation of the artificial joint, and could contribute to the 
development of osteolysis. 
2.3.4 Gamma steri l ization as a significant factor in wear 
Clinical and engineering studies have examined the wear performance of UHMWPE in 
orthopaedic implants. Recent studies have begun to focus on materials rather than design 
issues. Materials variables of concern include resin type, method of consolidation, and 
sterilization technique. 
Sterilization has become a major concern since it was learned that gamma irradiation 
(the most frequently used sterilization method) forms free radicals within polyethylene, leading 
to crosslinking, chain scission, and subsurface oxidation. Subsurface oxidation is of significant 
concern to knee implants, since the region of damage correlates closely with clinically 
observed delamination and subsurface cracking. Oxidation is expected to significantly change 
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the mechanical properties in the damaged region, resulting in embrittlement. Chain scission 
can produce an increase in crystall inity. Crosslinking is considered to be generally beneficial, 
since it might decrease the rate of wear debris release. This is expected to have the most 
benefit to hip implants, due to the compressive load distribution within the acetabular cup. 
Crosslinking may also benefit knee implants, but local variations in mechanical properties 
could contribute further to fatigue problems. 
Gamma irradiation has advantages over other sterilization methods, such as the ability 
to prepackage implants prior to steri lization. This is of significant value to the implant 
manufacturers, so this sterilization method is being carefully evaluated before a different 
method is implemented. Thus this method was selected for this proposed research project 
because of its extensive use in industry and its known effects on the subsurface morphology 
and chemistry of UHMWPE. 
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3. REVIEW OF RELATED LITERATURE 
3.1  PRINCIPLES OF WEAR AND LUBRICATION 
Wear has been defined as "the progressive loss of substance from the operating 
surface of a body occurring as a result of relative motion at the surface. "34 Wear between solid 
surfaces can result from four separate mechanisms, which often interact, including: ( 1 )  
abrasion, (2) adhesion, (3) surface fatigue, and (4) tribo-chemical interactions. Relative 
motions between the solid bearing surfaces may occur as: (1 ) sliding, (2) roll ing, (3) impact, 
and (4) oscillation. When a liquid lubricant is added to the bearing system, flow of the liquid 
and/or entrained particles also occurs. 34 
In UHMWPE implant components, the mechanisms of abrasion, adhesion, and 
surface fatigue predominate in the wear process. In the total hip replacement, relative motion 
occurs primarily as sliding and oscillation , which primarily results in abrasive and adhesive 
wear mechanisms acting through surface asperities as the microstructural level. In the total 
knee replacement, relative motion occurs with rolling in addition to sliding and oscillation. The 
decreased contact area (as compared to the total hip) between bearing surfaces results in 
significant surface fatigue affecting macro scale regions in addition to abrasive and adhesive 
wear mechanisms. 
Each wear mechanism produces distinct wear patterns on the solid bearing surfaces, 
which have been observed on retrieved UHMWPE implant components. Abrasion results in 
scratches, grooves, and embedded debris (from 3rd-body particles) in the UHMWPE surface. 
Abrasion can result from the surface roughness of the metal bearing surface or from 3rd-body 
particles such as metal wear debris, PMMA bone cement debris, metal coating debris, calcium 
phosphate coating debris, or bone particles. Adhesion results in the transfer of material from 
the UHMWPE to the metal bearing surface (and possibly back again), leaving flakes, lumps, 
smears, and shallow pits in the UHMWPE surface. Surface fatigue results in subsurface 
cracking that leads to deep pitting or delamination of sheets from the UHMWPE surface. 
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Fatigue cracks can be identified from the concentric rings formed as the crack progressively 
grows from its initiation site. Most retrieved implants show a combination of these wear 
patterns after implantation for several years. 
Human joints are lubricated by synovial fluid, and this lubrication is gradually 
reestablished in total joint replacements as well . Thus lubrication modes must be considered 
in evaluating the wear behavior of implants. The Stribeck curve is used to describe the 
frictional behavior of lubricated, moving surfaces as a function of the lubricant viscosity (T}), the 
velocity (v), the applied normal load (FN), the combined surface roughness (R), and the 
separation of the bearing surfaces (h). The Stribeck curve is shown schematically in Figure 1 .  
Three lubrication modes are identified as: (I) hydrodynamic lubrication (and 
elastohydrodynamic, EHD, lubrication), (II) partial EHD or mixed lubrication, and ( I l l )  boundary 
lubrication. 
In hydrodynamic lubrication ,  a continuous lubricant film separates the two bearing 
surfaces so that no direct physical contact occurs. The separation of the surfaces, h, is much 
larger than their combined surface roughness, R. Friction results from the viscosity of the 
lubricant, and can be determined based on fluid mechanics. Friction increases linearly with 
viscosity and velocity, but decreases with increasing normal force. Wear can only occur by 
surface fatigue, cavitation, or fluid erosion. When the normal force (or pressure) becomes 
sufficiently high but the surfaces are nonconforming, elastic deformation of the surfaces and 
pressure dependence of the lubricant viscosity must be considered. This mode is referred to 
as elastohydrodynamic lubrication .34 These modes are not expected in conventional metal-on­
UHMWPE implant bearings, but would be beneficial due to the elimination of abrasive and 
adhesive wear. 
In mixed lubrication , the lubricant film is thinner so that some limited physical contact 
occurs between micro asperities on the two bearing surfaces. Relative to hydrodynamic 
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lubrication, the viscosity and/or the velocity decrease or the normal force increases to reduce 
the separation, h, of the surfaces until it is of the same magnitude as the combined roughness, 
R. Friction results from both the micro contacts between asperities on the bearing surfaces 
plus the viscosity of the lubricant. Thus wear can occur by all four of the mechanisms 
(between solid surfaces) described previously.34 Conventional metal-on-UHMWPE implant 
bearings are expected to function in the mixed lubrication mode, with a thin layer of synovial 
fluid separating the bearing surfaces but allowing micro contacts to occur due to combined 
roughness of the two surfaces. This mode has the advantage of including the lowest friction 
level from the Stribeck curve, but the friction will increase rapidly if the lubricant thickness 
decreases further. 
In boundary lubrication, the thickness of the lubricant film drops down to a few 
monolayers or less separating the bearing surfaces, so that the separation, h ,  is much less 
than the combined roughness, R, and approaches zero. Significant physical contact and 
deformation occur between micro asperities on these surfaces, carrying most of the normal 
load and raising the friction level to its maximum where it reaches a plateau.  The lubricant has 
little effect on friction and wear. Wear occurs primarily by the mechanism of tribo-chemical 
interactions between the solid bearing surfaces. 34 This lubrication mode normally does not 
occur in conventional metal-on-UHMWPE implant bearings, but it is desirable to keep the 
surface roughness of each component low so that this mode will be avoided even when the 
volume of synovial fluid is small (such as immediately after surgery). 
Thus the surface finish on implant bearing components becomes extremely important 
to wear performance because of its effect on lubrication. If the surface roughness is too high 
then the lubricant cannot separate the bearing surfaces, and boundary lubrication leads to high 
frictions levels and wear. At conventional surface roughness levels, the lubricant separates 
the bearing surfaces but allows contacts between micro asperities. Mixed lubrication leads to 
abrasion, adhesion , and surface fatigue. If the surface roughness can be reduced further, the 
lubricant may be able to completely separate the bearing surfaces so that hydrodynamic 
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lubrication occurs. This could potentially elim inate abrasive and adhesive wear mechanisms, 
although the friction level would increase slightly. Thus the smooth surface finishes found on 
directly molded implant components may contribute to their improved wear performance by 
affecting the lubrication mode in-vivo. 
3.2 CLINICAL WEAR OF UHMWPE 
3.2.1 Increased wear in machined vs. molded acetabular cups 
Many clinical studies have measured the linear wear and wear rate of UHMWPE 
acetabular components in-vivo based on quantitative analysis of diagnostic radiographs 
obtained during patient follow-up examinations. Standard anteroposterior pelvic radiographs 
are used for the measurements, which are calibrated relative to the known diameter of the 
femoral head.35 Measurements can be made on both all-polyethylene and metal-backed 
acetabular components. The technique reported by Livermore36 is normally followed to 
measure the orientation and depth of linear wear into the cup, which is then converted into a 
linear wear rate based on the time since implantation. 
Such clinical measurements of wear rate have been used to compare the performance 
of different total hip replacement designs and materials combinations. Studies have examined 
variables such as machining vs. direct molding of UHMWPE components, 18'37•38•39 all­
polyethylene vs. metal-backed acetabular components,37'38'40'41 different sizes of implants (i .e. 
diameter of the femoral head),36'37'39 cemented vs. uncemented acetabular/femoral 
components, 20•37'39'41 one-piece vs. modular femoral components, 39 and alloy 
composition38•41 •42 of the femoral head. Other variables which may affect the results but are 
often not reported include sterilization method, UHMWPE resin type and processing methods, 
and surface roughness or dimensional specifications for the femorar'3 and acetabular bearing 
surfaces. Obviously many clinical variables could also affect the wear rate, including patient 
activity level, weight, sex, age, and other medical conditions.39'41 '44 Thus interpretation of these 
wear rate measurements must be careful ly done, and the most defensible results are obtained 
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by matching large numbers of patients with similar clinical variables as well as similar 
implants. 18'38 
Typical l inear wear rates for UHMWPE acetabular cups have been measured as 0.05-
0.30 mm/year, covering a variety of design and materials combinations. Two major clinical 
studies have examined differences between machined and direct molded acetabular cups. 
One study compared cemented Charnley total hip arthroplasties that had been 
implanted for at least 1 5  years, within a single surgeon's practice. This Charnley design used 
a one-piece femoral component (22.25 mm head) fabricated from stainless steel .  The 
acetabular cups did not have a metal backing. Machined cups manufactured by Thackery 
were implanted from 1 970 to 1 972, and then direct molded cups manufactured by Zimmer 
were implanted from 1 976 to 1 978. Sterilization methods were not specified. No attempt was 
made to differentiate between patient-related clin ical variables, i .e. no patient matching was 
performed. Linear wear rates were reported after 5, 1 0, 1 5, and 20 years, as listed in Table 
1 .  39 Note that the wear rate of direct molded cups decreased slightly between 5 and 1 0 years 
follow-up, and was slightly lower than that of machined cups. However the differences in wear 
rate were not statistically significant when the standard deviations were considered. The wear 
rate of machined cups remained nearly constant even after 1 5  years. All of these wear rates 
would be considered moderate. 
The second study compared cemented total hip arthroplasties of two similar designs 
(Zimmer TR-28 and Johnson & Johnson Triad) that were implanted by two different surgeons. 
Both designs used a one-piece femoral component (28 mm head) with a cobalt-chromium 
head, although the Triad had a titanium stem that was permanently attached to the head. The 
acetabular cups did not have a metal backing. The TR-28 acetabular cup was direct molded 
(Himont resin) by Zimmer, and was implanted from 1 978 to 1 980. The Triad acetabular cup 
was machined from extruded bar stock (Hoechst Germany resin) from the Westlake 
Corporation, and was implanted from 1 982 to 1 984. Both component types were steril ized by 
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Table 1 .  Comparison of clin ical wear rates for mach ined vs. direct molded UHMWPE 
acetabular cups in Charnley tota·l hip arth roplasties.39 
I 
WEAR RATE OF WEAR RATE OF 
FOLLOW-UP PERIOD MACHINED CUPS MOLDED CUPS 
For 23 Devices For 61 Devices 
(Mean +/- Std. Dev.) (Mea1n +/- Std . Dev.}, 
5 Years 0. 1 2  +/- 0.07 mm/year 0. 1 1  +/- 0. 1 2  mm/year 
10  Years 0. 1 2  +/- 0.06 mm/year 0.08 +/- 0.06 mm/year 
1 5  Years I 0. 1 1  +/- 0.07 mm/year 0.09 +/- 0.06 mm/year 
20-22 Years 0. 10  +I- 0.07 mm/year ----------
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gamma irradiation (2.5-3.2 Mrad). Results were reported for all prostheses ( 162 TR-28 and 74 
Triad) as well as for a patient-matched group which compared 54 pairs of patients with 
consistent age, weight, follow-up time, and gender (26 female and 28 male pairs), as listed in 
Table 2. 18 Note that these wear rate measurements are averages covering a range of follow­
up periods (up to a limit of 1 7  years) and other patient variables. Only in the patient-matched 
groups are these averages directly comparable. The patient-matched group ( 108 patients) 
had an average age of 66 years old, an average weight of 161  pounds, and an average follow­
up period of 6.7 years. The wear rate of the molded TR-28 cups was sign ificantly lower than 
that of the machined Triad cups, for both methods of grouping the prostheses, even when the 
standard deviations were considered. The wear rate of the molded cups would be considered 
low, whi le that of the machined cups would be considered moderate. 
Comparison of results from these two studies shows consistency in the wear rates of 
the machined cups, but differences in the wear rates of the direct molded cups. Molded cups 
always had lower average wear rates than machined cups, but this difference was not always 
statistically significant. The standard deviations reported in the second study (0.06-
0.07 mm/year) were consistent with those reported from the first study, showing similar 
variability between patients. 
Machined cups had average wear rates of 0. 1 0-0. 1 2  mm/year, despite differences in 
implantation dates ( 1 970-72 vs. 1 982-84), follow-up periods, manufacturers, patient 
characteristics, and femoral ball material (stainless steel vs. cobalt-chromium). Direct molded 
cups implanted in 1 976-1 978 had average wear rates of 0.08-0. 1 1  mm/year, while those 
implanted in 1 978-80 had average wear rates of 0.05 mm/year. Zimmer manufactured all the 
direct molded cups, probably using similar fabrication techniques during these consecutive 
time periods (unless significant process improvements were implemented). None of the cup 
designs used a metal backing. The difference in femoral bal l materials (stainless steel vs. 
cobalt-chromium) might affect molded components differently than machined components, 
23 
' 
Table 2. Comparison of wear rates for machined vs. direct molded UHMWPE 
acetabular cups in patient matched groups. 18 
PROTHESES GROUPING WEAR RATE OF WEAR RATE OF 
MACHINED TRIAD CUPS MOLDED TR-28 CUPS 
(Mean +/- Std. Dev .) (Mean +/- Std . Dev .) 
All Prostheses (74 + 162) 0. 12  mm/year 0.05 mm/year 
Patient Grouped (54 + 54) 0. 1 1  +/- 0.07 mm/year 0.05 +/- 0.06 mm/year 
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due to differences in surface finish and micromechanical interactions. Differences in follow-up 
periods do not explain the difference in wear rates, as the relatively short average follow-up 
period (6. 7 years) from the patient-matched group of the second study would be expected to 
lead to a h igher wear rate instead of a lower one. Differences in sterilization methods and 
patient variables cannot be evaluated because they were not reported in the first study. 
One study of retrieved components from revision surgeries has also been used to 
compare the wear rates of machined vs. direct molded acetabular cups. James et al. 21 noted 
that the incidence of osteolysis with uncemented femoral components ranged from 28% to 
56% with machined, ram extruded UHMWPE acetabular cups down to only 7% with direct 
compression molded cups. In a retrieval study of 43 UHMWPE acetabular cups with Ti-6AI-4V 
metal shells, significantly lower wear rates (measured by oil displacement) were found in direct 
molded components than in machined components. Volumetric wear rates were measured as 
0.062 cm.3/year from 1 6  cups molded directly into metal shells (no exterior plasma spray 
coating), as 0.098 cm.3/year from 1 2  machined, extruded cups with metal shells (partial 
exterior plasma spray coating), and 0. 1 72 cm.3/year from 1 5  machined,  extruded cups with 
metal shells (complete exterior plasma spray coating). Corresponding linear wear rates for 
these 28 mm ID cups would be approximately 0. 1 0  mm/year, 0. 1 6  mm/year, and 
0.28 mm/year. The direct compression molded cups were observed to have better 
consolidation, i .e. fewer fusion defects, whereas the other cups seemed to have embrittled 
surfaces resulting from machining. All acetabular cups were paired with the same model of 
femoral stem (Taperloc by Biomet, cementless fixation with proximal porous coating) . The 
average implantation time for all 43 acetabular cups was 8.0 ± 2. 1 years, but no additional 
patient data was provided (no patient matching of results). 
3.2.2 Wearing-in period and wear rates vs. time 
Visual examinations of retrieved UHMWPE components have shown that contact 
regions can be located on machined components by observing where the machining marks 
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have worn away. 1 5•45•46 A combination of wear and creep contribute to the eventual removal of 
machining marks from load-bearing surfaces on the UHMWPE. This phenomenon is referred 
to as the wearing-in period, when the initial machined UHMWPE surface undergoes changes 
leading to a smoother surface finish with a higher true contact area against the metal bearing. 
The linear wear rate during this period may be different from the steady-state rate that occurs 
after the machining marks have been removed. Only a few studies have tried to measure 
variations in wear rate as a function of implantation time; most studies assume that wear 
(depth or volume) increases linearly with time (constant wear rate) and measure only an 
average wear rate over the total implantation time. Radiographic measurements are more 
appropriate than studies of retrieved components, since variations in wear rates can be studied 
for each individual component (instead of averaging wear rates over different components and 
implantation times). 
Walker examined retrieved hip and knee components fabricated of both machined and 
molded UHMWPE. 15  He observed that the articulating surfaces of machined components 
became worn and flattened over time, removing the in itial machining marks. He did not 
comment on the initial machined condition of the components, except to note that the absence 
of machining marks was a visible indication of the wear contact area with the metal bearing. In 
contrast, the initial surfaces of direct-molded components were very smooth. Both machined 
and molded components had similar wear behavior after reaching steady-state conditions: 
visually, the surface appeared smooth and pol ished,  but microscopically, grooves, cracks, and 
shredded filaments (fibrils) were present. 
Charnley and Halley measured the variations in wear rates vs. implantation time in an 
early study of the wear of Charnley acetabular cups after 9 to 1 0 years follow-up. Serial 
radiographs for each of 72 total hip replacements were analyzed for total wear (at each fol low­
up), relative to the initial postoperative radiograph. Then both total wear and wear rate were 
plotted versus follow-up time. Results were averaged over all 72 hips, over 49 h ips with below­
average total wear (1 .5 mm or less), and over 23 h ips with above-average total wear (above 
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1 .5 mm). For all three groups the highest wear rate occurred during the first year, then the 
wear rate gradually decreased or remained nearly constant through year 9. In the overall 
group and the above-average group, a distinct peak in wear rate was present during the first 
year. The overall group had a peak wear rate of about 0.35 mm/year, which then dropped 
below 0.25 mm/year in the following year and gradually decreased to about 0. 1 5  mm/year. 
The below-average wear group had a peak wear rate of about 0.20 mm/year, which gradually 
decreased to about 0. 1 0  mm/year. The above-average wear group had a peak wear rate of 
about 0.70 mm/year, which then dropped below 0.40 mm/year in the following year and 
gradually decreased to about 0.25 mm/year. 16 
Another radiographic study examined variations in wear rate for 10 Charnley 
acetabular cups selected (from retrieved components) due to severe long-term wear. Most of 
these cups experienced much higher wear rates than the average values reported for Charnley 
cups, which have been studied extensively. Typical average wear rates, measured 
radiographically, are from 0.07 to 0. 1 5  mm/year, 14•46 but rates up to 0.6 mm/year have been 
recorded from individual cases. 16 Serial radiographs for each of the 1 0  retrieved components 
were analyzed for total wear (at each follow-up), covering implantation times of 7 to 1 3  years. 
Wear depth vs. follow-up time was examined for each component, and showed a l inear 
relationship (without an initial peak) in all 1 0  cases. Wear rates varied from 0. 1 2  to 
0.52 mm/year. 14 A significant difference from the above study is that all of these components 
had been removed in revision surgeries, whereas Charnley and Halley were examining wear in 
components which were still performing successful ly. 
A third radiographic study examined variations in wear rate for Charnley acetabular 
cups at 5-year intervals, as described in the previous section. Comparisons in wear rate were 
made between machined and direct molded acetabular cups. Wear during the first year of 
follow-up was not measured, but slight decreases in wear rate over 5-year intervals were 
reported. The decrease in wear rate for molded components (from 0. 1 1  to 0.08 mm/year) 
occurred faster than that for machined components (from 0. 12  to 0. 1 0  mm/year) ,39 and 
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indicated that molded components also experience a wearing-in period. All the components in 
th is study were sti l l performing successful ly after 1 5-22 years. 
A fourth radiographic study examined variations in wear rate for Muller acetabular 
cups which were implanted with either cast CoCrMo (Protasul-2) or forged CoNiCrMo 
(Protasul-1 0, Cr plated) balls (Sulzer Brother, Switzerland) . Serial radiographs were analyzed 
for total wear after 6 months, 1 year, and continuing 1 -year intervals up to 1 08 months for 1 49 
hips with Protasul-2 balls and for 1 05 hips with Protasul-1 0 balls. Results were averaged over 
all hips of each type, and then both total wear and wear rate were plotted versus follow-up 
time. Wear rates were consistently h ighest (0.5 mm/year) during the first 6-month interval, 
then decreased to about 0.3 mm/year after the first year. Wear rates decreased to a stable 
level of about 0.2 mm/year after 3 to 4 years, then remained fairly constant for both bal l types. 
The Protasul-2 bal l consistently had slightly higher wear than the Protasul-1 0 ball ,  after the 
initial S-month interval.47 
3.2.3 Wear from non-articulating surfaces of bearing components 
By the early 1 990's a new source of wear debris from UHMWPE bearing components 
began to be studied: micromotion between the back surface of the bearing and either its metal 
backing48•49•50•51 or bone. 52 Although the total volume of debris released from the back surface 
is typical ly small relative to that from the articulating surface, this debris has been l inked to 
osteolysis beh ind the implant. 53•54•55•56 Wear debris released from the back side of 
components can be released through screw holes in the metal backing (if present) directly into 
subchondral bone. Damage has been observed on the back surfaces of both acetabular and 
tibial components,57•58 in the form of burnishing/fretting, surface deformation, and embedded 
metal debris.53•54 Creep of the polyethylene into screw holes is common,54'59'60 as is fretting or 
abrasion against screw heads.61 •62 
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3.3 ENGINEERING STUDIES OF UHMWPE LOADING AND WEAR 
3.3.1 Biomechanics and stress distribution 
Many studies have analyzed human gait to determine the force distribution, flexion­
extension angles, and rotation of the h ip and knee joints during normal activities 
(walking,63•64•65•66•67•68 carrying loads,69 and climbing stairs70) .  Some surgeons have even used 
instrumented h ip implants to measure the joint forces in-vivo.71 •72•73•74 Results of these studies 
have been used in elasticity calculations and finite element models to calculate the stress 
distributions in implant components. 
Several studies have modeled the contact stress and stress distribution in the 
UHMWPE acetabular cup as a function of its thickness, size (inner diameter), design 
(unbacked, metal-backed, etc.) , and radial clearance (i.e. tolerance) with the femoral head. 
Contact stress increases as the inner diameter of the cup decreases75•76 and also as the wall 
thickness decreases.77•78•79 Typical values of contact stress range from 8 to 25 MPa 
(compression). The maximum (tensile) and minimum (compressive) principal stresses are 
located at the inner bearing surface of the acetabular cup, with the minimum principal stress 
located at the center of the contact area with the femoral ball and the maximum principal 
stress located near the periphery of the contact area. The magnitude of the range of principal 
stresses (minimum to maximum) increases slightly as the inner diameter of the cup 
decreases, and occurs over a smaller radial distance on the cup surface as well .77 The 
maximum shear stress increases significantly as the inner diameter of the cup decreases. 
The maximum shear stress is located at the inner surface of the acetabular cup when the 
radial clearance with the femoral head is small (0.01 to 0. 1 mm), but moves below the surface 
for larger clearances. Increases in radial clearance cause significant increases in the contact 
stress,76•78 the maximum principal stress, and the maximum shear stress due to decreased 
contact area. Radial clearances of the magnitude expected due to machining tolerances may 
result in compressive stresses that exceed the compressive yield strength of UHMWPE.75 
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Additional studies have modeled the contact stress, contact area, and stress 
distribution in the UHMWPE tibial plateau (metal-backed) as a function of its thickness, 
conformity with the femoral condyles, and orientation in the gait cycle (flexion vs. extension). 
Peak stress levels are consistently higher in the knee than in hip components, and are higher 
in flexion than in extension because of decreased conformity (contact area) in this position . 
Contact st�ess is affected primarily by the orientation of the joint, with significant increases 
(around 1 00%) occurring when moving from extension to fu ll flexion.n Conformity has the 
next largest effect on contact stress,80 with significant increases occurring as the medial-lateral 
radius of the condyle contact zone decreases.81 Thickness of the UHMWPE component has 
little effect on contact stress for thicknesses above 6 to 8 mm, but increases the stress level in 
thinner components. Typical values of contact stress range from 1 2  to 30 MPa (compression) 
in extension81 and from 22 to 60 MPa (compression) in flexion.77'82 Other studies have made 
physical measurements of contact stress and area in total knee components to compare with 
results of analytical models. One such study found that contact stresses varied distinctively 
along the ridges and troughs corresponding to machining marks. 83 Another study found that 
contact areas increased non-linearly with increasing applied load and varied with flexion angle 
(affecting stress distributions) and that significant variations in contact area result from 
different implant designs.84 Six different implant designs were tested, and all six generated 
peak contact stresses above 1 0  MPa suggesting that fatigue damage may occur at the 
UHMWPE surface. 
The maximum (tensile) and minimum (compressive) principal stresses are located at 
the top tibial bearing surface, with the minimum principal stress located at the center of the 
contact area and the maximum principal stress located near the periphery of the contact area 
(within a distance of a few millimeters).77'82 The contact area is elliptical and changes its 
dimensions during flexion, so that its major radius is oriented in the anterior-posterior direction 
at extension but in the medial-lateral direction at full flexion. The magnitude of the range of 
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principal stresses (minimum to maximum) increases significantly (1 00% or more) when 
moving from extension to ful l  flexion,77 but is affected less by changes in conformity.82 
The maximum shear stress, maximum von Mises stress, and the maximum von Mises 
strain are located 1 to 2 mm below the center of contact on the tibial bearing surface.77•80•82 
The maximum shear stress increases significantly when moving from extension to flexion, with 
a slight further increase with higher loads. Incorporation of rolling and sliding actions in the 
finite element model (in addition to direct compressive loading) raised the shear stress levels 
at the bearing surface, and moved the position of the maximum shear stress closer to the 
surface.85 The maximum von Mises stress and strain vary with conformity of the bearing 
surfaces, but the strain decreases much more with increasing conformity. These stress and 
strain levels determine plastic deformation of the component, and have been associated with 
subsurface delamination80 and pitting.82 
One study used finite element modeling to evaluate residual stresses generated by 
density changes in gamma-irradiated UHMWPE tibial components. Density changes were 
assumed to occur without a change in total mass, so that volume changes were incorporated 
into the model. Density changes were modeled near the surfaces, and generated residual 
von Mises stress levels up to nearly 3.0 Mpa.86 
3.3.2 Resu lts of engineering wear studies 
A number of engineering wear studies have examined the effects of various 
sterilization methods on the wear rates of UHMWPE. Both joint simulator and bench-scale 
tests87•88 have been performed to compare wear rates between unsterilized, ethylene oxide 
(EtO) sterilized, and gamma irradiated specimens in different packaging atmospheres (air, 
n itrogen, argon, vacuum). Some wear tests have combined sterilization methods with other 
variables including resin type (i .e. molecular weight, calcium stearate) and processing methods 
(machining of ram extruded bar,89 machining of compression molded sheet, 1 14'168 machining of 
isostatically molded bar, 90 direct molding89). 
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Hip simulators are commonly used to measure the wear rates of acetabular 
components in total joint replacements. Although the wear rates measured in various studies 
are not directly comparable due to differences in simulator design and operation, consistent 
trends have been observed from recent studies. Acetabular cups sterilized by EtO consistently 
have h igher wear rates than those steril ized by gamma irradiation 168·90•91 (attributed to the 
beneficial effects of crosslinking). Packaging atmosphere affects the wear rate of cups 
sterilized by gamma irradiation, with air resulting in higher wear rates (attributed to oxidation 
degradation) than any of the oxygenless atmospheres. 168'198·89•92 Resin type and processing 
method affect wear rates also, as cups machined from GUR 1 020 sheet have lower wear rates 
than cups machined from either GUR 1 120 sheet1 14 or GUR 4150 rod168 after gamma 
irradiation under comparable conditions (vacuum or air, respectively). Resins GUR 1 1 20 and 
GUR 4 1 50 contain calcium stearate, whereas GUR 1 020 does not, and GUR 4150 has a 
higher molecular weight than the other two resins. 
One hip simulator study compared direct compression molding to machining of 
extruded bar stock (both from GUR 4150 resin), followed by oxygenless packaging and 
gamma irradiation . The wear rate of the direct compression molded cups was 12% lower than 
that for the machined cups after 5 mil lion cycles.89 The wear tests were performed at different 
laboratories, using similar procedures and equipment, and consistent wear rates were 
obtained for machined, extruded cups irradiated in air. 
Another hip simulator study examined the effects of third body wear on the roughening 
of the femoral head surface and the wear of unirradiated vs. gamma irradiated acetabular 
cups. The bovine serum used as a lubricant in this study was unfiltered, contained h igh levels 
of inorganic calcium and phosphorus, and was considered mildly abrasive. Profilometry 
measurements on the femoral heads showed increasing surface roughness with number of 
cycles. The wear rate of the unirradiated cups increased gradually with number of cycles, 
whereas the wear rate of the irradiated cups was initially h igher but decreased gradually with 
number of cycles. After 2.5 mil lion cycles the two wear volume curves crossed, and at longer 
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cycle times the wear volume and wear rate of the irradiated cups were lower than that of the 
unirradiated cups. 93 
3.4 UHMWPE STRUCTURE AND PROCESSING 
3.4. 1 Crystal l in ity and molecular structure 
Ultra-high molecular weight polyethylene (UHMWPE) is polymerized from ethylene 
using the Ziegler process28 and has the chemical formula C2H4• It is a linear form of 
polyethylene, with very few, short branches attached to the main carbon chain. This l inear 
molecular structure results in significant crystall ization of the molecules, and UHMWPE is 
considered a high-density form of polyethylene. Its crystal structure is orthorhombic, with unit 
cell dimensions of a =  0.74 nm, b = 0.493 nm, and c = 0 .254 nm.94 
Melt solidified UHMWPE crystall izes without the formation of spherul ites. 
Transmission electron microscopy has been used to examine the lamellar structure of thin 
sections stained with chlorosulfonic acid.32 The Kanig technique95 was used to stain and 
crosslink amorphous regions with chlorosulfonic acid , to differentiate the phases and stabil ize 
the specimen.96 Examination of extruded UHMWPE (GUR 41 5 and GUR 412  resins) using 
field emission scanning electron microscopy (FESEM) and transmission electron microscopy 
has revealed lamellar long periods of approximately 50 nm.97 Ruthenium oxide (Ru04) 
staining was used to highlight the crystalline lamellae. 
The significant d ifference between UHMWPE and other grades called h igh-density 
polyethylene (HOPE) is molecular weight. UHMWPE resins typically have molecular weights 
of 3-6 million grams/mole,28 while HOPE resins have molecular weights of 0.05-0.2 mill ion 
gramslmole.32 Thus the molecules of UHMWPE occur as much longer chains. This results in 
lower crystall inity and density but a great deal of toughness due to entanglement of the chains. 
Thus UHMWPE generally has higher toughness but lower tensile modulus and tensile 
yield strength than HOPE. 32 It also has better abrasion resistance and is not susceptible to 
stress cracking. Both grades have the good lubrication properties and chemical resistance of 
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polyethylene. 28 The excellent toughness is what makes UHMWPE most appropriate as a 
bearing material in orthopaedic implants. Under h igh loads it is able to deform rather than 
fracture. 
3.4.2 Resin types 
Two polymer manufacturers produce UHMWPE resins within the United States. 
Montell Polyolefins (formerly H imont U .S.A. , Inc. , Wilmington, Delaware) produces 4 resins, 
Hoechst Celanese (Houston, Texas) produces 5 resins, and Hoechst Germany produces 4 
resins that are marketed overseas. Sign ificant differences between the various grades include 
molecular weight and the presence of stearate additives (calcium stearate). Table 3 lists the 
characteristics of these resins. The American Society for Testing and Materials (ASTM) has 
approved a standard specification for the UHMWPE powder and fabricated form used for 
production of surgical implants.98 
By 1 996 Montell Polyolefins had stopped sale of resins to the medical device industry 
because of concerns over product liabil ity. 30 The loss of Montell's resins impacted only two 
orthopaedic device manufacturers (Biomet and Zimmer) who were molding some of their own 
UHMWPE products directly from resin. Most orthopaedic device manufacturers purchase 
UHMWPE in the form of rod or sheet stock from the two converters in the United States (Poly 
Hi Solidur in Fort Wayne, I ndiana, and Westlake Plastics in Lenni, Pennsylvania). Both 
converters have used resins from Hoechst Celanese since the late 1 980's, when they switched 
from use of the Himont resins. 
3.4.3 Ram extrusion vs. compression molding vs. isostatic molding 
The consolidation methods used for UHMWPE implant components are listed in Table 
4, with some of the process d ifferences. The conversion of UHMWPE resin into rod, bar or 
sheet stock is done by three processes: ram extrusion, unidirectional compression molding, 
and isostatic compression molding. The two commercial converters use the first two 
processes, and Biomet uses the third process to produce its ArCom® product. 31 
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Table 3. UHMWPE Manufacturers and Resin Types. 
RESIN MANUFACTURER STEARATE MOLECULAR 
ADDITIVE WEIGHT 
(Grams/Mole) 
4 1 50 HP Hoechst Celanese Yes I 5 Mil l ion I 
41 50 (41 5) I Hoechst Celanese Yes I 5 Mil l ion 
4050 (405) Hoechst Celanese No 5 Mi ll ion 
41 20 (41 2) Hoechst Celanese Yes 3.3 Mil l ion 
I 4020 (402) Hoechst Celanese No 3.3 Mil l ion 
1 1 50 Hoechst Germany Yes 5 Mil l ion 
I 
I 1 050 Hoechst Germany No 5 Mil l ion 
1 1 20 Hoechst Germany Yes 3.3 Mil l ion 
I 
1 020 Hoechst Germany No 3.3 Mil l ion 
I RCH 1 000 I Ruhrchemie 
I Hifax 1 900L Monte II No 3.2 Mil l ion 
Hifax 1 900 Mantell No 4 Mil l ion 
Hifax 1 900H Monte II No 5 Mil l ion 
I Hifax 1 900CM Monte I I  Yes I 4 Mil l ion 
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Table 4. Consolidation Methods for UHMWPE Resins. 
FABRICATION LOADING PRODUCT PROCESS 
METHOD AXIS FORM TYPE 
I 
Ram 
Extrusion Longitudinal Rod Stock Continuous 
I 
Uniaxial I 
Compression Molding Thickness Sheet Stock Batch 
Isostatic Isostatic, 
Compression Molding Primarily Radial Rod or Bar Stock Batch 
I Direct Final Component 
Compression Molding Thickness Geometry Batch 
I I 
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Ram extrusion is a more efficient process than the others because it can be operated 
continuously. Resin powder is continuously fed into the extruder, which uses an oscillating 
ram to force the resin through a heated die, forming a rod or bar. The resin initially melts at 
the surface of the die, then heat is conducted into the interior of the rod or bar. If the centerl ine 
reaches a sufficiently high temperature during the high pressure cycle, then good quality is 
obtained in the final product. Otherwise consolidation defects can result along the centerline of 
the final product. These defects would then appear in the final machined components for 
implant devices. 
Uniaxial compression molding is a batch process, but offers the advantage that 
pressure is applied along the shortest dimension of the resulting product. The pressure is 
applied continuously over the mold surface, and again the mold is heated externally. The 
pressure is held for sufficient time to allow the resin in the center of the mold to melt, and the 
pressure level can be varied during the melting and crystallization cycles of the resin. A 
temperature of 200°C must be maintained, with pressures of 6.9 Mpa or more, and these 
conditions may be maintained for several hours.28 Careful control of the temperature and 
pressure during these cycles has been predicted to improve the quality of the resulting 
product. Higher temperatures will degrade the UHMWPE due to oxidation .99 The uniformity of 
the resulting sheet can vary depending on the initial distribution of the resin powder loaded into 
the press. 
Isostatic compression molding is also a batch process, but uses a pressurized fluid 
{gas or l iquid) to uniformly compress the resin from all surfaces. The resin is initially 
compressed in a mold without heating to form the rod or bar shape. Then this form is 
"canned" by sealing it in a non-fluid-permeable container. The canned form is then placed in 
an isostatic pressure chamber to un iformly apply heat and pressure on all surfaces. Like 
un iaxial compression molding, the pressure level can be varied during the melting and 
crystallization cycles of the resin. Application of pressure in isostatic molding is more uniform 
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because it is not as dependent on uniform distribution of the resin within the mold. This is 
predicted to improve the uniformity of the resulting product. 
3.4.4 Direct compression molding of components to final shape 
Direct compression molding is a batch process that is quite sim ilar to uniaxial 
compression molding, except on a much smaller scale. The molded product is the final 
medical device component, which requires only a m inor amount of trimming prior to 
steri lization. The UHMWPE may be molded as a separate component, or may be molded 
directly onto the metal backing for the acetabular cup or the tibial bearing.31 
In direct compression molding, the mold is in the geometry of the final component. 
Careful quality control over the resin is possible by the device manufacturer, rather than 
depending on resin selection by the converter. Resin powder is loaded into the mold, which is 
then heated and pressurized uniaxially onto the final bearing surface. Tighter control over the 
temperature/pressure cycle is possible than in other consolidation methods because of the 
smaller volume of the mold. 
3.4.5 Machining vs. direct molding of implant components 
I ndustry normally uses machining to produce UHMWPE components (including non­
medical devices) with fine details. Machining of UHMWPE is easy provided that sharp tools 
and cooling are used. 28 Machining is performed by using a cutting tool to remove unwanted 
material ,  in the form of chips, from the bulk stock. 100 Machining operations include dril l ing, 
m ill ing, turning, sawing, planing, and screw cutting. 
Research on metals has contributed to understanding the m icrostructural mechanisms 
that affect machining. Cutting occurs through a mechanism of localized shear deformation in 
the material directly ahead of the cutting tool , which forms the chip. Radial compression from 
the cutting tool generates dislocations and shear bands in the outer layer of the material, which 
undergoes plastic deformation and spl its apart to form the chip. 100 This is comparable to an 
extreme but controlled form of wear. 
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Machining is known to affect the integrity of surfaces. In addition to creating surface 
roughness, machining of metals is known to result in plastic deformation; tears, laps, and 
crevice-like defects; changes in hardness; macroscopic and/or m icroscopic cracks; residual 
stresses; processing inclusions; and voids, pits, burrs, debris, or contaminant inclusions in the 
surface region . The combined effects from plastic deformation, frictional heating, and 
lubricants (where used) can also result in m icrostructural changes (phase transformations, 
grain size, twinning, localized melting) or chemical changes (intergranular corrosion or 
oxidation, dissolution, pitting, or embrittlement).33 
Thus it is not unexpected that significant differences have been observed between the 
surfaces of machined and direct molded UHMWPE components. Li and Burstein32 described 
direct molded components as often having a h ighly glossy surface, and noted the absence of 
machining lines. Walker15 noted the presence of machining marks on some retrieved h ip and 
knee components, and contrasted these to the very smooth surfaces present on other similar 
components which had been fabricated by direct molding. Bhambri compared the m icrostruc­
tures of two resin powders with fracture surfaces from machined vs. molded components. He 
found that submicron particles in the resins were retained in the final components, but that 
machined components retained these subm icron particles much more than molded 
components did. 101 Machined surfaces are expected to expose these submicron particles (for 
release during wear) more than molded surfaces, due to surface damage and larger surface 
area exposed by mach in ing. 
The American Society for Testing and Materials is preparing a specification for 
acetabular prostheses 102 that includes surface fin ish requirements for polymer or metal 
bearings. The draft specification requires a polymer surface finish obtaining a roughness 
average (Ra) of 2 IJ.I1l or better in accordance with ISO 103 or ANSI/ASME104 standards. This 
can be obtained directly from machining. In contrast, the metal surface finish must be 0. 1 25 
IJ.I1l or better. Grinding or honing can produce this surface fin ish on metals,33 but m ight result 
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in embedded abrasive debris on polymers. Surface finish requirements for ceramic bearings 
had not been added to this draft specification as of May, 1 997. 
3.4.6 Fusion defects and "grain" boundaries 
Internal fusion defects have been found in some, but not all, UHMWPE parts. 
Originally these defects were observed in retrieved tibial and acetabular 
components, 105'108'107'108 but later studies found them in rod and bar stock and never-implanted 
components as well . 32•109•1 1 0'1 1 1 '1 1 2' 1 13'1 1 4'1 1 5'1 16'1 1 7 The distribution of UHMWPE defects was 
generally uniform for both tibial and acetabular components. In tibial components, the defect 
density in loaded, condylar regions was similar to that in unloaded, bridge regions. 1 10 It was 
finally concluded that the defects were produced during the initial consolidation of the resin 
powder, rather than resulting from in-vivo deterioration due to stress distributions within the 
implant component. 
Fusion defects were detected by slicing or microtoming thick sections (1 00-200 �m 
thick) of UHMWPE, then examining the slices m icroscopically using transmitted light at low 
magnifications (1  0-60X). The defects appeared as dark particles, 25-200 �m in diameter, 
which were not well consolidated into the surrounding matrix. 32 Analysis of the dark particles 
did not identify any impurities in the UHMWPE. Microscopic examination with a heating stage 
demonstrated that the particles melted at 140-145°C and then were consolidated into the 
matrix. 32 The particles were simi lar in size and shape to the initial resin powder, so it was 
concluded that they were poorly fused particles of UHMWPE resin .  
Compression molded sheets fabricated from resins GUR 1 1 20 (with calcium stearate) 
and GUR 1 020 (without) were examined for fusion defects. 1 1 4  These resins have the same 
molecular weights, but differ based on the addition of calcium stearate. Fusion defects and 
grain boundaries were visible in the GUR 1 120 sheet, with calcium stearate, but were 
negligible in the GUR 1 020 sheet. Tensile properties and wear rates were also improved in 
the GUR 1 020 relative to the GUR 1 1 20 product. 
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Recent detailed analysis of fusion defects in retrieved acetabular components used 
infrared microscopy to identify calcium stearate in the boundary layer between fusion defects 
and the matrix. 1 1 8 The calcium stearate was detected at the boundary, but not within the non­
consolidated particle nor within the matrix. The resins used in these components were 
unknown. Specimens of bar stock fabricated of GUR 41 50 and 4050 resins and of sheet stock 
fabricated of Himont 1 900 resin were analyzed for comparison. Fusion defects were observed 
in the GUR 4 1 50 bar stock, and calcium stearate was detected in the boundary layer as it had 
been in retrieved components. Virtually no fusion defects were observed in the GUR 4050 bar 
stock and the Himont 1 900 sheet stock, and calcium stearate was not detected since it is not 
added to these resins. This study may have confirmed an important l ink between calcium 
stearate and the formation of fusion defects. 
In a separate study, fusion defects were observed in both ram extruded bar and 
uniaxially compression molded sheet stock fabricated of GUR 412  resin, and in ram extruded 
bars fabricated of Hifax 1 900 resin, but were not observed in ram extruded bars fabricated of 
GUR 41 5 resin. 1 1° Calcium stearate is added to GUR 412  and 41 5 resins, but is only added to 
one grade of Hifax resins (Hifax 1 900CM). No analysis was done to detect calcium stearate in 
this study. Fusion defects in bar and sheet stock were uniformly distributed, as they had been 
in implant components. A third study examined the variations in quality of GUR 4 150HP 
extruded bar stock, and found that the density of fusion defects varied by a factor of 20 across 
eight lots of bar stock. 1 16 Thus it appears that the quality of UHMWPE bar and sheet stock is 
poorly controlled by the converters. 
Fusion defects have been statistically l inked to cracking, delamination , and wear of 
tibial components in total knee replacements. 108•109•1 10• 1 1 9  Thus fusion defects are believed to 
contribute to fatigue failures of tibial components. It has been noted that retrieved tibial 
components without fusion defects had lower frequencies of fatigue damage. Fusion defects 
have not been statistical ly linked to damage modes in acetabular components of total hip 
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replacements, but the primary damage mechanisms there are abrasive and adhesive wear 
rather than fatigue. 
Direct compression molded components (both tibial and acetabular) have been found 
to contain fewer fusion defects than machined components. 108•1 10•1 1 7•120•121 The components 
were obtained from revision surgeries or from never-implanted devices. For older retrieved 
components, the fabrication details (including resin type and consolidation method) often 
remain unknown. The resins used for direct compression molding were identified as Himont 
1 900 and 1 900H (without calcium stearate) from two studies. Direct compression molding 
may offer significant improvements by reducing fusion defects and improving fatigue 
performance, particularly when resins without calcium stearate are used. 
3.5 STERILIZATION OF UHMWPE COMPONENTS 
3.5.1 Steri lization methods 
All surgical implant components must be steri lized and packaged after manufacturing. 
The two most common methods of sterilization for UHMWPE components are gamma 
irradiation and exposure to ethylene oxide (EtO) gas. Other methods include electron beam 
irradiation and gas plasma irradiation. Sterilization methods using dry heat or steam cannot be 
used on polyethylene because of its low melting temperature. 122 
Gamma irradiation is frequently used for sterilization because it offers the advantage 
that the implant components can be prepackaged and then steril ized while sealed within the 
final container. Thus the implant and its packaging materials are sterilized together, 
eliminating the risk of recontamination if the packaging was performed after sterilization. The 
packaged implant is exposed to radiation from a 60Co source that produces two photons with 
energies of 1 . 1 7  and 1 .33 MeV. 123' 124 A dose of 2 .5-4.5 Mrad is typically used, 125'126 although 
research is being conducted to evaluate the effectiveness of lower doses.1 27 
High-energy irradiation (either by gamma rays or electrons) of polyethylene causes 
structural changes in the polymer molecules. Both free radicals and ionic species are formed, 
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which undergo reactions leading to both cross-linking and chain scission. In the presence of 
oxygen, oxidation also occurs and enhances chain scission. 123 Cross-linking may improve the 
mechanical properties and wear performance of UHMWPE, but chain scission and oxidation 
have the opposite effect. Deterioration of some mechanical and morphological properties has 
been associated with UHMWPE components that were gamma irradiated. Thus the effect of 
gamma irradiation is being careful ly evaluated, and packaging in inert gas or vacuum is being 
implemented to elim inate oxygen during sterilization and storage. 128 Packaging in nitrogen has 
been shown to be effective above doses of 1 .0 Mrad, but at lower doses the benefit is lost 
because of dissolved oxygen in the bulk polymer. 129 
Ethylene oxide gas is highly toxic and sterilizes medical devices through a chemical 
reaction affecting the DNA in bacteria, viruses, and spores. Components to be steril ized are 
sealed in the sterilization chamber, preconditioned at elevated temperature and humidity, 
exposed to EtO gas at elevated temperature for several hours, and then aerated for a much 
longer time. 130 Sterilization occurs over a long time period as EtO gas diffuses into the 
UHMWPE component, then an even longer aeration period is required to remove residual gas 
from the component. Chemical burns can result to human tissues if implant components 
retain too much EtO. Residual EtO contents in UHMWPE tibial components were found to 
range from 23 to 9 ppm at 3 to 9 days after sterilization. 130 The Food and Drug Administration 
has proposed a maximum safe level of 1 00 ppm residual ethylene oxide for implantable 
medical devices. 1 31 Ethylene oxide gas presents risks to the environment1 32 and to employee 
safety1 33 because of its toxicity, and its use for sterilization is highly regulated. 134 
3.5.2 Primary electronic excitations from gamma irradiation 
The initial interactions between gamma photons and polymers result from electronic 
excitations within single atoms, which later may lead to chemical changes. There are three 
physical mechanisms for the interaction of gamma photons with electrons: (1 ) the 
photoelectric effect, in which the photon's energy is completely absorbed by a single electron, 
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which is then ejected with an energy equal to the difference between the photon's energy and 
the electron's initial binding energy in the atom; (2) Compton scattering, in which part of the 
photon's energy is absorbed by an electron, which is then ejected (but with less energy than 
from the photoelectric effect), and a photon of reduced energy is scattered from this atom; and 
(3) pair production ,  in which a positron-electron pair is created and then creates an additional 
gamma photon of 0 .51 1 MeV through the annihilation of the positron. Dominant mechanisms 
are determined by the energy of the gamma photons and the atomic composition of the 
polymer. 1 35 
Compton scattering is the dominant mechanism for organic polymers, including 
polyethylene. Thus the primary responses to irradiation are the ejection of a high-energy 
electron from a polymer molecule and the scattering of a lower energy photon: 
P + y (high) � p• + e· + y (low) 
The ejected electron and the scattered photon each have sufficient energy to interact with 
other molecules, resulting in the ejection of additional electrons. 135 These electrons have a 
range of energies, with an average energy of 580 keV from cobalt-60 gamma radiation.124 
This cascade of electrons initiates a series of chemical changes in the polymer molecules. 
Because of this cascade effect and the high penetration of gamma radiation, the population of 
ejected electrons increases to a maximum with depth (on the scale of m il l imeters) and then 
decreases (depending on the thickness of the polymer). 136 
These electrons recombine with the polymer ions rapidly due to Coulombic attraction, 
but the excess energy produces excited electronic states in the polymer molecules: 
p• + e· � P·. 
These excited states release energy via several mechanisms to return to their ground states, 
including radiationless decay to produce heat, radiative decay via the emission of l ight, and 
also homolytic bond cleavage to initiate primary free radicals: 1 35 
Pn• � Rm• + Rn-m·· 
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The population of resulting primary free radicals is proportional to the total radiation dose. 
Bond cleavage occurs non-selectively, unl ike that from ultraviolet irradiation . Primary radicals 
may be formed by breaking bonds between the carbon chain and side groups or between 
neighboring carbon atoms along the main chain .  
3.5.3 Secondary chemical reactions via free radicals 
In  polyethylene, there are two mechanisms for the initiation of primary free radicals via 
irradiation. The initial homolytic bond cleavage may occur from the loss of hydrogen side 
groups: 
-CH2-CH2-. --+ -CH2-C·H- + H. 
or from scission of the carbon-carbon bonds in the main chain:  
-CH2-CHrCH2-CH2-. --+ -CH2-C·H2 + c•H2-CH2-. 
All the resulting radicals are chemically active, and wil l undergo secondary reactions either in 
their germinate pair or with other molecular species. 
The primary free radicals undergo chemical reactions that are determ ined by their 
environment (i.e. availability of gases, monomers, radicals, or other molecules for reaction) , 
their rate of formation (i.e. dose rate), and their mobility (i.e. molecular size, l iquid vs. solid, 
crystalline vs. amorphous phase, temperature). Alkyl radicals are extremely reactive with 
oxygen, so the environment in which irradiation occurs has a significant effect on these 
secondary reactions. I rradiation under vacuum or inert gas produces quite different reactions 
from irradiation in air. 
3.5.3.1 Heterogeneous vs. homogeneous oxidation 
Gamma irradiation in air results in oxidation reactions via radical reactions in polyethyl­
ene. There is an important interaction between the radiation dose rate, as well as the total 
dose, and the extent of oxidation (heterogeneous vs. homogeneous) immediately following 
irradiation. 135•1 37 Oxidation reactions within the bulk polymer are l imited by the diffusion of 
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oxygen into the solid during irradiation, relative to the rate of radical formation that is controlled 
by the dose rate. 
At high dose rates in air the outer surfaces of the polymer are oxidized, but the oxygen 
with in the bulk of the solid is quickly consumed during irradiation . The oxygen diffusion rate is 
much lower than the rate of radical formation. Thus the reactions with in the bulk resemble 
those resulting from irradiation under an oxygen-free environment, while the outer surfaces 
undergo oxidation to a finite depth. This is known as heterogeneous oxidation. This condition 
results from gamma sterilization of UHMWPE medical devices in air. Depending on the total 
radiation dose, the level of surface oxidation can be low immediately following irradiation. 
At sufficiently low dose rates (which m ight have to be extremely low for dense 
UHMWPE), oxygen should diffuse throughout the bulk polyethylene fast enough for uniform 
oxidation to occur during irradiation .  This condition is known as homogeneous oxidation. As 
dose rates decrease further, oxidation should remain uniform with depth and become 
independent of dose rate (i.e. dependent only on total dose). 
3.5.3.2 Radiation degradation in inert gas or vacuum 
When irradiation is performed at high dose rates in air, the interior of the bulk 
polyethylene reacts as if it were irradiated in an oxygen-free environment. Due to oxidation 
degradation reactions, many UHMWPE medical devices are now gamma steril ized in either 
inert gas or vacuum. Under either of these conditions, the main short-term secondary 
reactions produce either crosslinking or chain scission. 
Homolytic bond cleavage of the polymer chain forms a geminate pair of primary alkyl 
radicals which are constrained by the surrounding matrix in the solid state. 138 This cage effect 
increases the probabil ity of termination reactions between the geminate pair, as either 
recombination: 
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or as disproportionation , which is one mechanism for chain scission: 
-CH2-c·H2 + c•H2-CH2- ---+ -CH2-CH3 + CH2=CH-. 
Recombination restores the polymer molecule to its original condition, whereas 
disproportionation causes a reduction in molecular weight and an increase in unsaturation . 135 
These termination reactions are most likely to occur in the crystalline phase, due to the 
constraints on molecular conformations and mobility. 
Cleavage of a side group bond in polyethylene forms a primary alkyl radical and an 
atomic hydrogen radical, which is quite mobile because of its small size. The hydrogen radical 
can travel far from its source molecule before reacting with another species. Some of these 
radical pairs will undergo term ination reactions via recombination: 
H. + -c·H-CH2- ---+ -CH2-CH2-
or via disproportionation :  
H. + -c·H-CH2- ---+ H2 + -CH=CH-
with their geminate partner. 135'138 However many more hydrogen radicals wil l  diffuse away and 
propagate more radicals via hydrogen abstraction, in which they remove a second hydrogen 
atom from its position as a side group (on either the same or a different polymer molecule). 
This results in the formation of a stable hydrogen molecule and a new alkyl radical in the chain 
backbone: 135'138 
H. + -CHrCH2- ---+ H2 + -c·H-CH2-. 
Double bonds in  the backbone chain are particularly susceptible to hydrogen abstraction , in 
which case allyl radicals rather than alkyl radicals are formed: 
H. + -CH=CH-CH2- ---+ H2 + -CH=CH-cH·-. 
Primary alkyl radicals within the polymer chain also undergo further reactions with their 
geminate partner, other radicals, or other hydrogen atoms attached to a polymer chain. These 
alkyl radicals can be located at chain ends or along the chain backbone, as described above. 
Reactions between two alkyl and/or allyl radicals resu lt in chain extension, branching or 
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crosslinking, depending on the locations of these radicals. 138 Combination reactions result in 
termination, and molecular weight is increased. Alkyl and allyl radicals can also propagate via 
hydrogen abstraction , similar to the reaction described above for hydrogen radicals. The 
radical wi ll remove a hydrogen side group from an adjacent polymer molecule, saturating the 
first radical and propagating a new alkyl (or allyl, as described above) radical: 1 35 
[-C·H-CH2-11 + [-CH2-CH2-]2 -+ [-CH2-CH2-]1 + [-c·H-CH2-]2 . 
In polyethylene, the yields are typical ly G(X)=3.0 cross links per 1 00 eV of energy 
absorbed and G(S)=0.88 scissions per 1 00 eV of energy absorbed from gamma irradiation 
under vacuum or inert gas, performed at room temperature. 123 Crosslinks are formed with in 
the amorphous phase of the polymer, while scissions can occur within either the amorphous or 
the crystalline phase. Gaseous decomposition products from polyethylene include H2 and 
volatile hydrocarbons such as CH4 and C2H6, formed from decomposed side branches. 139 
3.5.3.3 Radiation degradation in  a ir  
When gamma irradiation is  performed in air, oxidation usually dominates the 
degradation mechanisms for polyethylene. Oxygen must be available to react with the free 
radicals, so oxidation predominates at surfaces and shal low subsurface depths. Unfortunately 
the radiation-oxidation mechanisms are not as well characterized or as predictable as those 
reactions that occur in an inert environment. Oxidation reactions will begin as free radicals are 
initiated during irradiation .  However, autoxidation can continue to propagate for months or 
years after irradiation has ended due to the long lifetimes of chemical species involved. Basic 
radical reaction mechanisms and short-term results of irradiation are discussed in this section, 
and long-term post-irradiation effects are covered in the following section. 
Initiation of primary free radicals occurs by the same mechanisms described in the 
previous section , i .e. bond cleavage within the polyethylene molecules. However oxygen 
reacts quickly with primary alkyl radicals to lim it crosslinking and to increase chain scission. 137 
Thus term ination reactions between the geminate pairs of primary radicals are reduced, often 
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significantly. Propagation of oxidation begins as radicals (along the chain backbone or at 
chain ends) react with oxygen molecules forming peroxyl radicals: 135 
-c·H-CH2- + 02 � -CH02·-CH2-
or 
c•H2-CH2- + 02 � CH202 • -CH2-
Propagation continues through a series of reactions that create new free radicals, 
increase the population of these radicals, and result in a combination of chain branching, 
scission , and crosslinking. The first reaction is hydrogen abstraction by the peroxyl radical: 135 
-CH02·-CH2- + -CH2-CH2- � -CH02H-CH2- + -c·H-CH2-
which creates a metastable hydroperoxide group plus a new alkyl radical. The alkyl radical 
can undergo further oxidation, crosslinking, or branch ing reactions as described previously. 
The hydroperoxide group has a moderately low activation energy for decomposition, 
and will break down over time to form two new radicals: 135 
-CH02H-CH2- � -CHO·-CH2- + ·oH 
The effects of this hydroperoxide group are significant, because ( 1 )  it adds a time-temperature 
dependence to the degradation mechanisms, resulting in long-term postirradiation effects (due 
to autoxidation)137' 138, and (2) its decomposition creates two new radicals from a neutral 
species, significantly increasing the population of radicals formed after irradiation. The alkoxyl 
radical remains in this polymer chain ,  but the hydroxyl radical is mobile and can diffuse away. 
These two radical types can undergo further hydrogen abstractions, forming new alkyl or allyl 
radicals along polymer chains. These alkyl and allyl radicals are then available for chain 
branching, crosslinking, or further oxidation reactions. 
The alkoxyl radical (formed from decomposition of the hydroperoxide group) can 
cause chain scission (known as �-scission) and unsaturation as it also decomposes: 137 
-CH2-CHO• -CH2- � -CH2-CH=O + c•H2-CH2-
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to create an aldehyde and an alkyl radical. This reaction competes with hydrogen abstraction 
for propagation from alkoxyl radicals. 
Terminations result from oxidation when two radicals combine as a result of crosslink­
ing, branching, or chain extension. Oxygen molecules can be incorporated into the chain or 
branch backbone when peroxyl or alkoxyl radicals are involved in termination reactions. When 
two peroxyl radicals combine in a termination reaction , an oxygen molecule is released: 135 
-CH02·- + -CH02·- -+ -CH-0-0-CH- + 02 
that will further contribute to autoxidation. Other gaseous products from irradiation in air 
include C02, CO, H20, H2, and hydrocarbons. 
3.5.3.4 Post-irradiation effects 
Chemical changes, particularly oxidation ,  have been observed during long-term 
storage of UHMWPE after irradiation. 126'140' 141 ' 142' 143' 144 These post-irradiation effects result 
from ( 1 }  long-term stability and/or propagation of radicals produced during irradiation, and (2} 
decomposition of hydroperoxides produced during previous radical reactions. 
Radicals initiated with in crystalline regions of polyethylene are unable to crosslink or 
react with oxygen due to the tight packing with in the lamellae. 125'1 23 However these radicals 
are able to m igrate (via hydrogen abstraction} over long time periods to reach boundaries with 
the amorphous phase, where radical propagation reactions can proceed. 135 
The propagation of radical reactions within the amorphous phase can continue long 
after irradiation, as described in previous sections. These reactions will continue until all 
radicals have been terminated. This is particularly true when the polymer is exposed to 
oxygen or air and autoxidation can occur. 135 Oxidation contributes to most of the deterioration 
in properties that continues after irradiation has ended. Hydroperoxide decomposition makes 
the post-irradiation degradation sensitive to temperature changes for long time periods. 
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3.5.4 Longevity of free radicals in UHMWP'E 
Gamma irradiation of polyethylene produces free radicals and ionic species that react 
with each other and the environment to produce both cross-linking and chain scission. Cross­
l inking of the polymer chains releases hydrogen molecules, and reactions with oxygen 
enhance the scission of polymer chains. 123 
Free radicals have been detected in UHMWPE sterilized by gamma or electron beam 
irradiation. 125•145•146· 147•148•149•150 Electron spin resonance (ESR) spectrometry was used to 
analyze for these free radicals. The primary free radicals formed are the alkyl (-CH2-CH-CH2-) 
and allyl (-CH=CH-CH-CH2-) types, which then react with oxygen from the environment to form 
secondary peroxy radicals 148 and carbonyl groups. 125 Sim ilar UHMWPE specimens sterilized 
with EtO gas were analyzed by ESR spectrometry and found to contain minimal or no free 
radicals, of both primary and secondary types. 
The distribution of free radical types within irradiated UHMWPE varies with form of the 
UHMWPE (resin vs. consolidated bulk), position within the bulk, radiation dose, environment 
(atmosphere and temperature), and time since irradiation. Resin powders and extruded rods 
(GUR 41 50HP) irradiated under vacuum at 77 K, then stored under liquid nitrogen through 
ESR analysis, contained alkyl radicals, while similar specimens irradiated under vacuum or in 
air at 25°C contained allyl radicals. Both specimens irradiated at 25°C (in vacuum or air) were 
resistant to rapid oxidation, as peroxy radicals were not detected after exposure to oxygen for 
24 hours. 146 Resin powders (GUR 415) or fibers stored in air for 3 years following irradiation 
contained peroxy radicals, but no primary radicals, which is consistent with their long exposure 
to oxygen and their h igh surface areas. 148'149 The surfaces of bulk specimens (GUR 41 5), 
irradiated in air then aged from 1 8  to 1 04 months, contained peroxy radicals but little or no 
primary radicals. 147•148•149 However, the cores of these same specimens contained primary 
radicals but only small concentrations of peroxy radicals. A similar bulk specimen, irradiated 
and stored in nitrogen gas for 1 8  months, contained a m ixture of primary and peroxy radicals 
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in the surface. 147 Another specimen, irradiated then stored under vacuum for 8 years, also 
contained primary radicals. 148 Primary alkyl/allyl radicals can remain stable within UHMWPE 
for years, provided that the environment does not contain oxygen or that oxygen is unable to 
diffuse through the bulk of the component. When primary radicals are exposed to oxygen, 
they react over time to form secondary peroxyl radicals that may also remain stable for long 
periods. 
The consolidation methods applied to UHMWPE resins do not significantly affect the 
density of free radicals formed after gamma irradiation. One study compared the densities of 
free radicals in UHMWPE based on 4 different fabrication methods: ram extrusion of bar 
stock, uniaxial compression molding of sheet stock, isostatic molding of bar stock, and direct 
compression molding of components. Specimens of each form were sealed into packaging 
under vacuum, gamma irradiated to a dose of 3.55 Mrad, and stored in their packaging prior to 
the first ESR analyses (which were repeated 40 hours later). The densities of primary 
alkyl/allyl radicals were initially 37.0-47.0 x 1 016/cm3, and decreased to 1 9.0-24.0 x 1 016/cm3 
after 40 more hours. The densities of the secondary peroxy radicals were 
2.80-3.60 x 1 016/cm3, and decreased to 1 .50-1 .90 x 1 016/cm3 after 40 more hours. 145 Another 
study also observed that the density of primary alkyl/allyl radicals decreased with time after 
irradiation, particularly at the outer surface of bu lk specimens. 150 
In the above study, 2 treatment options to reduce the free radical densities were tested 
on all 4 UHMWPE product forms. One treatment consisted of exposing the specimens to 
1 5  psi of hydrogen for 2 hours, and the other treatment consisted of holding the specimens at 
50°C for 1 82 hours. Then all specimens were submitted for ESR analyses, and the results 
were compared to the control specimens described above. After hydrogen treatment, the 
densities of primary alkyl/allyl radicals dropped to 5.3-1 0.0 x 1 016/cm3, and the densities of 
secondary peroxy radicals dropped to 0.06-0.20 x 1 016/cm3. After the 50°C thermal treatment, 
the densities of primary alkyl/allyl radicals dropped to 8.4-9.5 x 1 016/cm3, and the densities of 
secondary peroxy radicals dropped to 0 .54-0.80 x 1 016/cm3. 145 Both treatments reduced the 
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free radical densities, but the hydrogen treatment was more effective at reducing the density of 
peroxy radicals. 
Chain scission or cross-linking reactions by free radicals are expected to primarily 
occur in amorphous regions of the polymer, since bonding within crystalline regions is 
constrained by the lattice. 125 Free radicals formed within crystall ine regions may remain 
trapped there for long time periods. 123 Thermoluminescence measurements have been used 
to differentiate between free radicals located in amorphous vs. crystalline regions of 
UHMWPE. 151 Specimens of extruded rod (GUR 412) were gamma irradiated to doses of 
2.5-4.0 Mrad, then stored in liquid nitrogen or dry air. The specimen stored in liquid nitrogen 
(to minimize oxidation and chain scission) for 6 weeks emitted a strong peak from free radicals 
in the amorphous region, with a secondary peak from free radicals in the crystalline region. 
The specimen stored in dry air (to allow oxidation to proceed) for 6 weeks emitted much 
smaller peaks, indicating a lower density of free radicals, with the main peak from free radicals 
in the crystalline region and a much smaller peak from free radicals in the amorphous region . 
The specimen stored in dry air for 6 months emitted a very weak peak due to free radicals in 
the crystalline region, with no contribution from free radicals in the amorphous region. This 
data supports the expectations that the density of free radicals decreases with time and that 
free radicals in amorphous regions are able to undergo faster chain scission or cross-linking 
reactions while those in crystalline regions may remain stable for longer time periods. 
3.5.5 Oxidation and post-irradiation aging 
Free radicals formed in polyethylene during irradiation are known to undergo reactions 
leading to either cross-linking or chain scission and oxidation. 123 Oxidation of surface and 
subsurface regions of UHMWPE components has been studied extensively, particularly for 
tibial components, due to its negative impact on mechanical properties. 
Oxidation and chain scission reactions produce carbonyl groups and lower molecular 
weight chains in local ized regions near the UHMWPE surfaces. The formation of carbonyl 
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groups changes the polyethylene from hydrophobic to hydrophilic, al lowing a small amount of 
fluid absorption. 106•1 25 The formation of lower molecular weight chain fragments leads to 
increases in crystall inity and density, which then affect mechanical properties as well .32 
The extent of oxidation, as a function of depth from the surface, is studied by 
measuring variations in density {by density gradient column), infrared spectra {based on 
carbonyl peaks near 1 720 cm-1 ) ,  and percent crystallinity {by differential scanning 
calorimetry, 152•1 53 DSC). Specimens are typically cut through the thickness of the bulk, then 
microtomed parallel to the original surface prior to analyses. Some infrared spectra are 
obtained from sections m icrotomed transverse to the original surface by analysis through an 
optical microscope with calibrated stage motion. 
The infrared spectra are col lected in transmission mode to examine the carbonyl 
absorption peaks, including the ester band {1 738 cm-1 ) ,  the ketone band {1 720 em·\ and the 
acid band {1 697 cm-1 ). The largest peak is typically at the ketone band, which does not always 
indicate chain scission, with a secondary peak at the carbonyl acid band, which does result in 
chain scission . Never-implanted components usually have little or no peak at the ester 
band, 154  but retrieved components often produce an ester peak near the bearing 
surface. 155•156•157 Infrared spectra collected in diffuse reflectance mode are not always 
sufficiently sensitive to these peaks because of the shallow depth analyzed from the specimen. 
A number of studies on UHMWPE {generally extruded GUR 4 1 5) ,  i rradiated to 
2 .5-4.5 Mrad and stored in air {never implanted), have shown that the initial oxidation depth 
{from infrared spectra) is less than 0.5 mm, 158 but that oxidation continues with time154•1 59•160 so 
that the depth may extend to 3.0 mm or more after a year, 161 or up to 6.0 mm after 5-7 
years. 1 26 The densities and infrared oxidation spectra from within the bulk of the sterilized 
materials were higher than those from unsterilized specimens, and reached peak values at or 
just below the surface. 161 Measurements of carbonyl peaks {infrared spectra), density {DGC), 
and crystallin ity {DSC) have been found to correlate closely for never-implanted, gamma 
irradiated components aged for 2-14 years. 156 
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Similar data has been obtained from a series combined from retrieved and never­
implanted tibial components, all machined in-house from controlled batches of uniaxial 
compression-molded sheet (GUR 412  and GUR 41 5) .  Previous characterization of the sheet 
stock (from both resins) included density as a function of position through its thickness, both 
before and after gamma irradiation. Tibial components had been irradiated to 2.66-3.44 Mrad 
prior to implantation or storage in air. Detailed records of the retrieved components al lowed 
determ ination of their total age since irradiation, including both storage time and implantation 
time. These retrieved and never-implanted components had aged much longer than in the 
above study, from 14  to 47 months. 162 
Densities were measured vs. depth from both the superior and inferior surfaces of 
each component, with specimens taken from the load-bearing medial condyle and some also 
taken from the non-load-bearing intercondylar region. Densities in load-bearing regions were 
not significantly different from those in non-load-bearing regions. With in the bulk of each 
component, density values remained relatively constant or followed a linear trend consistent 
with the density gradient in the initial molded sheet. Densities of both retrieved and never­
implanted components increased near the superior and inferior surfaces, peaking at or below 
the outer surfaces. For components with total ages since irradiation of approximately 2 years 
or less, the density curves peaked at or very near to the outer surfaces. For components with 
total ages longer than 2 years, the density curves peaked farther away from each surface, and 
as age increased the magnitude of the subsurface density peak tended to increase and extend 
deeper into the bulk. 162 Thus oxidation reactions continued for several years after irradiation, 
for both shelf-aged and retrieved UHMWPE components. 
Some Fourier transform infrared (FTIR) spectra were analyzed from selected 
specimens used for density measurements to confirm the presence of the oxidation peak in 
retrieved as well as never-implanted components. The oxidation peak at 1 720 cm-1 was 
observed in both retrieved and never-implanted components, but specimens taken near the 
outer surfaces (superior and inferior) of retrieved components also had a peak at 1 740 cm-1 • 
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This peak was absent from spectra taken from all never-implanted components, as well as 
from specimens of retrieved components taken deeper within the bulk. 162 
One recent study examined the effect of different resins and fabrication methods on 
the level of oxidation in shelf-aged implant components. Direct molded components (Himont 
1 900) were compared to machined components (GUR 41 5, RCH 1 000, and Hylamer). 
Oxidation level vs. depth was evaluated using measurements of density and percent 
crystallinity (from DSC). The maximum crystall inity values were compared for unirradiated 
specimens and irradiated components that had been shelf-aged for 1 to 1 3  years. Packaging 
methods were not reported. All irradiated components had h igher density and/or percent 
crystallinity values than unirradiated specimens. Direct molded components (H imont 1 900) 
experienced smaller property changes than all of the other machined components, and 
seemed to be more resistant to long-term oxidation. 163 
Density increases with aging after irradiation, but density has also been linked to 
changes in mechanical properties. Thus mathematical models of kinetic density changes may 
be valuable in estimating long-term bulk properties. One study has quantified the density 
changes with post-irradiation aging times up to 50 months, based on measurements from 
retrieved tibial components plus one shelf-aged component (all with known fabrication and 
clinical histories). Density values (averaged over the entire component thickness) were found 
to increase linearly at a rate of 1 .86 x 1 04 g/cm3/month. Surface density values (averaged 
over a depth of 2 mm from the bearing surface) increased linearly at a slightly higher rate of 
1 .96 X 1 04 g/cm3/month. 164'1 65 
Methods for simulating the long-term oxidation behavior of UHMWPE have been 
developed166 to evaluate the effectiveness of new irradiation procedures (i .e. packaging in 
nitrogen, argon, or vacuum) and fabrication variables (i .e. resin type, consolidation method) in 
preventing oxidation. Accelerated aging tests have demonstrated that packaging in non­
oxygen environments can delay the oxidation process, 1 29'1 59'167'168'169• 1 70 but that oxidation will 
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proceed when the UHMWPE is removed from its protective packaging and exposed to oxygen 
or air. 1 5B,1 71 , 1 72,1 73,1 74 
Additional accelerated aging tests have suggested that the presence of calcium 
stearate in resins slightly lowers their oxidation resistance, and that compression molded 
components have better oxidation resistance than ram extruded components. 175·1 76 One study 
compared direct molded specimens without calcium stearate (Himont 1 900) to extruded and 
machined specimens with (GUR 41 50) or without (Himont 1 900) calcium stearate. The direct 
molded specimens were found to have very consistent densities, with much less variability 
than the extruded specimens (from the same resin) in the unsterilized, unaged condition. After 
irradiation and accelerated aging, the direct molded specimens contained few or no fusion 
defects whereas the extruded and machined specimens (from both resins) had fusion 
defects. 1 77 
Mechanisms have been examined which lead to the development of the initial 
oxidation profile, with the maximum oxidation level occurring at the surface, and to time­
dependent changes which increase the maximum oxidation level and move it into the 
subsurface region . The oxidation rate, r, was related to the oxygen, [02], and free radical, [R
.], 
concentrations by: 1 78 
r = k [02] [R ·1 = A exp ( -AHIT) [02] [R ·1 
where k is the reaction rate constant, A is a proportionality constant, AH is the activation 
energy for oxidation, and T is the absolute temperature. 
The free radical concentration is directly related to the absorbed radiation dose. 
Dosimeters mounted in wedge-shaped blocks of UHMWPE were used to measure the 
absorbed dose profile of gamma radiation as a function of depth . The absorbed dose at the 
surface increased with depth, stabi lizing at the maximum level 5 mm below the surface. The 
absorbed dose remained nearly constant until a depth of 1 1  mm was reached, and then 
decreased continually until the initial surface dose level was reached at 1 6  mm (thicker than 
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most implant components). 1 78 In contrast, the initial oxygen concentration is diffusion 
controlled with the maximum occurring at the outer surface. 
Heating induced during irradiation increases the reaction rate, but the oxygen level 
dissolved in the subsurface region and in the bulk is low and l imited by diffusion . Thus in itially 
the oxidation level reaches a maximum at the surface and decreases with depth, even though 
the maximum free radical concentration is subsurface. This oxidation profile occurs even with 
oxygenless packaging, due to dissolved oxygen in the amorphous phase from prior exposure 
to air. During shelf aging the free radicals at the surface have been largely consumed by the 
oxidation reaction, but their concentration increases rapidly with depth where the dissolved 
oxygen has been consumed. As oxygen diffuses into the subsurface region , the number of 
free radicals available increases so that the oxidation level can increase above that developed 
at the surface. At sufficient depths the oxidation level again falls off, l imited by the slow 
diffusion of oxygen to maintain the reaction. Thus the oxidation profile continues to increase 
with time, and the initial surface peak progressively moves deeper into the subsurface region 
while increasing in magnitude. 
3.5.6 Subsurface "white band" from i rradiation 
An opaque "white band," associated with subsurface oxidation , has been observed in 
many irradiated UHMWPE implant components. It is observed visually, or at low 
magnifications, below component surfaces when thin cross-sections are examined. The band 
appears white in reflected l ight, or dark in transmitted light, and typically begins 0.5-1 .0 mm 
below the outer surfaces of the component. Some bands are discontinuous, and do not 
outline all the surface regions. Sometimes the white band may have been misinterpreted as a 
non-uniform distribution of fusion defects.32 
Staining techniques have recently been evaluated to emphasize subsurface oxidation. 
A technique using Oil Red 0 staining has been shown to high light the white band, where the 
oxidized layer absorbs the red stain poorly. This staining technique can identify subsurface 
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oxidized regions before the white band becomes visible, so it may be very useful in examining 
short-term aging effects. 179 A similar technique uses chlorosulfonic acid to stain the oxidized 
regions brown, while the unoxidized bulk remains white or light colored. 180 A third techn ique 
uses S02 gas to stain oxidized regions so that they become fluorescent. 181 This technique has 
been used with laser scanning confocal m icroscopy to reveal the 3-dimensional distribution of 
oxidation in the microstructure. 182 
The white band was first reported and described as "thin-section flaking" in a study of 
fusion defects in retrieved tibial components (40) and acetabular cups (1 0) .  Each component 
was rated on a scale from 0 (not present) to 5 (present) for the extent of the white band, and 
statistical methods were used to compare the results for different specimen types and 
locations. Post-irradiation shelf age was not considered. Machined components were found to 
have much h igher ratings than direct molded components. Among tibial components, no 
significant differences were found between loaded and unloaded regions of the bearing 
surface. H igh ratings were correlated to cracking, delamination, total wear rating , and 
implantation time. 1 10  
The properties of the white band were characterized in a detailed study of 1 50 
retrieved and 36 never-implanted acetabular cups. Components were examined from 1 8  
different manufacturers, with estimated ages from 2 to 22 years. Comparisons were made 
between unsteril ized components and components sterilized by gamma irradiation or ethylene 
oxide, and the effects of post-sterilization aging were considered. Retrieved components were 
rated for clinical wear damage, and the results were statistically evaluated for correlations to 
the sterilization technique and the presence of the white band. The white band was 
characterized based on its physical dimensions, chemistry, and mechanical properties. 1 1 1 '1 83 
The presence of the white band was linked to the clinical wear modes of cracking and 
delamination in retrieved acetabular components. Scratching and burnishing were the primary 
modes of wear observed overall , but cracking or delamination occurred in 1 9% and 14%, 
respectively, of the 1 50 components examined. Only components which had been gamma 
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irradiated in air were found to have cracking or delamination , and the white band was observed 
in 1 00% of those with cracking and in 95% of those with delamination. 1 1 1  
The white band was linked to gamma irradiation and a minimum period of post­
irradiation aging. No unsterilized components or retrieved components sterilized with ethylene 
oxide contained the white band, but 68% of those sterilized with gamma irradiation d id. The 
white band only appeared in irradiated components after 3 or more years of aging, but it was 
present in 71 % of the retrievals and 59% of the never-implanted components which met this 
criterion . 1 1 1  Other processing or fabrication variables (i.e. resin type, calcium stearate 
additives, consolidation method) may affect the development of the white band after irradiation , 
but these details were not available from this study. 
The white band was located just below the surface of each component, at an average 
depth of 0.7-0.8  mm and with an average thickness of 1 . 1 mm. It appeared uniformly around 
the contour of never-implanted components, but its presence was variable in retrievals, located 
mainly around the flange and along the articulating surface but rarely along the interface with 
the metal backing. 1 1 1  
Analysis of oxidation by FTIR spectroscopy in non-sterilized, ethylene oxide sterilized, 
and gamma irradiated components confirmed the linkage between near-surface oxidation, 
gamma irradiation, and the white band. Non-steril ized or ethylene oxide sterilized components 
(never-implanted) had extremely low levels of oxidation and no white band. Retrieved 
components which had not been gamma irradiated sometimes had slight oxidation levels at 
the surface, attributed to in-vivo service, but no white band. Gamma irradiated components 
with white bands (both never-implanted and retrieved) had elevated oxidation levels near the 
surface, peaking at 0.2 to 0.8 mm subsurface which corresponded to the locations of the white 
bands. The magnitudes and depths of oxidation increased with time after irradiation. 1 1 1  
Tensile tests were performed on non-standard C-shaped specimens obtained from 
thin cross-sections of these acetabular cups. Components which had not been gamma 
irradiated, and did not have a white band, had the highest ultimate tensile strength and 
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elongation , followed by components which had been gamma irradiated but did not have a 
white band, which had a lower ultimate tensile strength but the same elongation. Gamma 
irradiated components with a white band had a sti l l  lower ultimate tensile strength and an 
extremely low elongation. 1 1 1  Brittle fracture consistently occurred within the white band region 
before ductile deformation proceeded within the central bulk region and the outer edges. 
Sim ilar results were obtained from tensile tests on m icrotensile specimens cut from different 
regions of thin cross-sections containing the white band. Specimens from within the white 
band consistently had lower u ltimate tensile strengths and elongations than specimens from 
either the outer surface or the central region. Oxidation thus contributes to embrittlement of 
the UHMWPE within the subsurface damaged region . 
The above study was followed up by examining 239 retrieved and 95 never-implanted 
tibial plateaus for the presence of the white band. Results to date have been sim ilar to those 
from acetabular cups: the subsurface white band was associated with elevated oxidation 
levels, and its appearance intensified with post-irradiation aging time in air. Differences 
between never-implanted and retrieved components were observed based on uniformity and 
physical dimensions (depth, thickness) of the white band. 184 
Another study of 8 never-implanted tibial components (aged 7-83 months post­
irradiation) examined the white band by polishing cross-sections for exam_ination with reflected 
light microscopy. These components were machined from GUR 41 5 rod stock and gamma 
irradiated to doses of 2.5 to 4.5 Mrad. The white band appeared to extend from the outer 
surfaces uniformly down to a distinct boundary l ine, which separated the white band from the 
core. Its thickness increased rapidly with time over the first 2 years post-irradiation ,  and then 
leveled off at 5-6 mm. after 5 years. Characterization of the white band demonstrated that it 
correlated to an oxidized surface layer (infrared spectra) with increased crystal linity (DSC), 
density (density gradient column), and hardness (Shore D durometer hardness) relative to the 
core. 12a, 1ss 
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A separate study examined the formation of the white band in 40 retrieved and 7 
never-implanted Charnley acetabular cups, but described the phenomenon as a banded, or 
non-uniform, distribution of nonconsolidated particles. The never-implanted components were 
gamma irradiated, but sterilization methods were not reported for the retrieved components. 
Only 5 retrieved components and 4 never-implanted components contained this banded 
structure of defects, in contrast to a random distribution of nonconsolidated particles that 
occurred in most of the components. All 5 retrieved components with the white band also had 
radial cracking along the rim of the cup. Density vs. depth profiles from 4 retrieved cups 
suggested that the presence of the white band might correlate with overall higher densities in 
the surface and bulk regions, but relatively few components were tested. Density vs. depth 
profiles from 7 never-implanted cups demonstrated that subsurface density peaks increased in 
magnitude with time since irradiation ( 1 -9 years), and in 4 out of 5 cups a h igh maximum value 
of density was linked with the presence of the white band (after 6-9 years). 1 12 
Embrittlement from the white band was linked to increased clinical wear rates in a 
study of 1 07 retrieved acetabular cups. These components had been implanted for 
5-20 years, and represented a variety of manufacturers. Clinical records were available for all 
patients. Wear volume was measured directly based on fluid displacement. The white band 
was observed in thin sections cut from each component, and rated as none, m ild, moderate, or 
severe based on its dimensions. The white band was observed in 50.5% of the 1 07 acetabular 
cups, but was more common in cups implanted after 1 982 (74%) than those implanted 
between 1 970 and 1 982 (29%). Gamma radiation was used to sterilize components 
throughout this earlier period. The wear rate was found to increase with the white band 
(embrittlement) rating, although wide standard deviations were observed for wear rate values 
because of the multifactorial effects involved. 1 86 
Structural characteristics of the white band have been evaluated using X-ray 
techniques, both wide angle X-ray diffraction (WAXD) and small angle X-ray scattering 
(SAXS). Crystallinities of unsterilized vs. post-irradiation aged specimens were compared 
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using both density and SAXS measurements. Crystall inity values from both techniques were 
fairly consistent, but distinct differences were observed between specimens. Unirradiated 
specimens had the lowest values (50-53%), followed by specimens from above the white band 
(61 -64%) and then specimens from with in the white band (83-86%) of post-irradiation aged 
specimens. 187 
Measurements of the long period, or inter-lamellar spacing, from SAXS also showed 
distinct structural differences. Unirradiated specimens had a long period of 67 nm, which 
decreased to 49 nm in post-irradiation aged specimens. Near the surfaces of these aged 
specimens, long periods of both 49 nm and 1 9  nm were observed, and within the white band a 
third long period of 8 nm was added. 1 87 In another presentation of SAXS results from Hifax 
1 900 components, a long period of 94 nm was measured in unsterile specimens, and long 
periods of both 94 nm and 48 nm were measured in aged, irradiated specimens. 1 88 These 
changes in the long period indicate that the molecular weight of polymer chains decreased in 
the oxidized surfaces, due to chain scission. The addition of distinct long period values to that 
from the bulk suggests that in the subsurface region, new lamellae may form within the initially 
amorphous phase (between the original lamellae from solidification). In  a separate study, 
electron m icroscopic examination of unsterile and gamma irradiated (in N2) components 
revealed a shortening of molecular chains after irradiation, although the white band was not 
present. 189 
3.5.7 Crossl inking from irradiation 
Crosslinking that results from gamma irradiation has the potential to improve 
mechanical properties and wear behavior, particularly for acetabular cups, and has been 
evaluated in some research studies. The extent of crosslinking is analyzed by determining the 
gel content of polyethylene, 190· 191 based on extraction of the soluble phases with solvents such 
as decahydronaphthalene or xylene. The gel content is the weight percent of insoluble phase, 
or gel, present in the specimen. Gel contents in unsteril ized and EtO sterilized specimens 
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have been measured as 0-1 0%, while values of 45-60% were obtained for identical specimens 
irradiated in air. 192 
Crosslinking varies with depth in gamma-irradiated components, but varies inversely to 
oxidation so that crosslinking decreases near surfaces but increases to a maximum within the 
bulk. This trend was confirmed by characterization of acetabular cups that had previously 
been tested in joint simulators. Gel contents of 20-44% were measured on the outer bearing 
surfaces of two components, while the values increased to 60-78% at the peaks with in the 
bulk. 193 Unfortunately many studies do not report details of specimen locations and sampling 
methods, and few studies have examined the variation of crosslinking with depth. 
The effects of radiation dose, atmosphere (i.e. packaging), and heat treatment on 
crosslinking have been examined. Crosslinking increased with radiation dose when 
specimens were packaged in nitrogen (from 0.4 to 1 0  Mrad)129'167 or air (from 2.5 to 5.0 
Mrad) . 194 Packaging in nitrogen (47%) or under vacuum (42%) increased crosslinking levels 
above those from packaging in air (30%), after irradiation to 2.5 Mrad. 194 Another study 
measured the crosslinking in extruded rods of UHMWPE (GUR 41 5: unsterile, irradiated in 
air, and irradiated in nitrogen and stabil ized by heat treatment) as a function of radial depth in 
the rod. The gel content of unsterile rods varied from 5-8% at the surface to 42-61 o/o at the 
center. After irradiation in air, the gel content was unchanged at the surface but increased to 
94-99% at the center. After irradiation in nitrogen and stabil ization treatment, the gel content at 
the surface increased significantly to 79-83% and increased to 98-1 00% at the center. 191 The 
heat treatment (at 50°C for 144 hours) had been advocated as a method to stabilize 
UHMWPE195•196•197 (irradiated in nitrogen) by removing free radicals and thereby preventing 
oxidation. A different study found that this heat treatment (after irradiation in nitrogen) did not 
change the gel content from identical specimens (direct molded tibial components) without the 
stabilization treatment. 174 This study showed that the stabilization treatment had little effect on 
most properties (gel content, tensile properties, density, percent crystallin ity, and oxidation by 
FTIR) as compared to specimens irradiated in nitrogen without heat treatment. 
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Other studies have also evaluated the effect of irradiation atmosphere on crosslinking. 
I rradiation under vacuum (i.e. vacuum-sealed foil pouches) has been found to increase 
crosslinking over irradiation in air. 198 Crosslinking vs. depth was measured for acetabular cups 
irradiated in air vs. vacuum, and the results were correlated to hip simulator wear test results. 
After post-irradiation aging for 3.5 months, crosslinking was a minimum at the outer surface 
and reached a maximum level at a depth of about 200 Jlm for both packaging atmospheres. 
Acetabular cups irradiated under vacuum had higher levels of crosslinking in the surface layer 
than cups irradiated in air, and this was l inked to a lower wear rate as well . Wear rates for 
irradiated cups showed initially h igh wear rates, near the rate measured for EtO sterilized cups, 
but the wear rates decreased with increasing wear cycles as the bearing surface wore down 
into the crosslinked subsurface region. 168 
3.5.8 Effect of irradiation on mechan ical properties 
The oxidation and crosslinking that result from gamma irradiation affect the 
mechanical properties of UHMWPE components, and the properties continue to change with 
time (after irradiation) as oxidation proceeds. Property changes have been measured both in 
bulk specimens and in localized, subsurface regions. Mechanical properties significantly 
contribute to the performance of implant components, due to the h igh stress levels that must 
be supported in vivo by the bearing surfaces. In addition to basic tensile or compressive 
properties (yield strength , u ltimate strength, ductil ity, and elastic modulus) ,  creep and fatigue 
also contribute to the long-term performance in terms of both wear and failure behavior. 
Mechanical properties of the unsteril ized polymer control the properties obtained after 
irradiation. These initial properties depend on several variables: resin type, consolidation 
method, and processing variables (cooling rates, pressure, time) that affect recrystallization. 
Thus large variations in mechanical properties have been reported. One study found that 
processing variables used in direct compression molding of GUR 41 50 resin resulted in 
variations of 5 to 30% in tensile strength and elastic modulus, which did not always correlate 
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with variations in crystallinity. 199 Even larger variations would be expected between different 
resins and consolidation methods. Within the United States, ASTM Standard F648 specifies 
that the unsterilized, bulk UHMWPE from which components are fabricated must meet 
m inimum mechanical properties values of:98 
Yield Tensile Strength: 
U ltimate Tensile Strength : 
Elongation: 
21 MPa (Type 1 )  or 1 9  MPa (Types 2 or 3) 
35 MPa (Type 1 )  or 27 MPa (Types 2 or 3) 
300% (Types 1 or 2) or 250% (Type 3) 
No maximum property values are specified, and no specifications are applied to the final, 
sterilized implant component. 
A draft data requirements document for UHMWPE is being developed for 
implementation by the Food and Drug Administration.200 This document specifies that a 
conventional UHMWPE (both unsterile and sterile) should have mechanical properties (based 
on ASTM Standard D 638)201 within the following ranges: 
Yield Strength: 1 9 - 26 MPa 
Ultimate Tensile Strength: 
% Elongation: 
27 - 60 MPa 
200 - 450% 
Tensile Elastic Modulus: 0.6 - 1 .6 GPa 
An early study that examined the effects of irradiation on UHMWPE found that the 
tensile yield point was increased slightly after irradiation in air. These tensile tests were run at 
extremely low strain rates (crosshead speed of 0.0508 em/min). The unsterile specimens 
experienced macroscopically affine deformations, whereas the irradiated specimens 
underwent necking with strain localization , and a greater degree of stress whitening. 
Additional specimens were tested for fatigue by cycling in tehsion (up to 1 .  72 x 1 04 KPa) for a 
fixed number of cycles (2.5 x 1 06 to 1 07) ,  then performing a tensile test. Again the irradiated 
specimens had h igher yield points, but decreased values of lower yield stress. Several 
specimens loaded for 1 07 cycles experienced necking during cyclic loading, which was more 
pronounced in irradiated specimens. After 1 07 cycles, the upper yield point phenomenon of 
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the polymer was not observed, and the irradiated specimens had lower yield strengths than the 
unsterile specimens. 1 25 
Fatigue tests have shown that irradiation in air degrades the fatigue performance of 
UHMWPE relative to unsterile or EtO sterilized specimens. Specimens were tested to failure 
(or runout at 1 07 cycles) using a cantilever rotating beam methodology (at 3 Hz) with 
progressive variations in maximum stress. The fatigue strengths (at 1 07 cycles) measured 
were 31  MPa for unsterile, 28-31 MPa for EtO sterilized, and 1 7.5 MPa for UHMWPE gamma 
irradiated in air.202'203 
Tensile tests have been performed on specimens machined from 14  retrieved tibial 
components to examine differences between sterilization methods (7 gamma irradiation vs. 7 
EtO) . Components sterilized by gamma irradiation had sign ificantly lower ultimate tensile 
strength , elongation, and toughness than those chemically steril ized with EtO. This trend was 
obvious even when the effect of implantation time was considered as well. Significant 
differences were not observed for yield stress and Young's modulus.204 Only one specimen 
was obtained from each retrieved component, so statistical evaluation of the results is 
somewhat l imited. 
A mathematical model has been developed which relates uniaxial tensile properties 
(for true stress-true strain) to density changes resulting from post-irradiation oxidation . This 
model was based on data from GUR 41 5 UHMWPE tensile specimens that were gamma 
irradiated in air (to 2.8-3. 7 Mrad) and then artificially aged by heating in air at 1 27°C for times 
up to 14 hours. According to this model: 
True Stress (MPa) = 29.350 - 26.333 exp {[-63.361 - 2026. 1 7  x (p - 0.95)] x True 
Strain} 
where p is density (range of 0.935 to 0.954 g/cm3), and True Strain is below 0. 1 2.205 
Other studies examined the effects of irradiation in inert gas (nitrogen or argon) or 
under vacuum. Packaging in nitrogen (in one study) was found to increase the ultimate tensile 
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strength and the elongation at break (over unsteri le specimens), whereas packaging in air 
increased the ultimate tensile strength but slightly lowered the elongation. 1 29 
Another study examined the interactions between consolidation methods (using a 
different resin for each method) and irradiation in either air or nitrogen, using unsterile 
specimens as controls. Isostatic molding (Himont 1 900H) resulted in the h ighest yield 
strength (24 MPa) and ultimate tensile strength but the lowest elongation, before sterilization. 
Ram extrusion (GUR 41 50HP) gave an intermediate yield strength (23 MPa) , and uniaxial 
compression molding (GUR 1 050) gave the lowest yield strength (21 MPa). After sterilization, 
specimens from all consolidation methods had increased yield strengths and ultimate tensile 
strengths but decreased elongations, which resulted from irradiation-induced crosslinking. 
Larger property changes resulted from irradiation in air than from irradiation in nitrogen.206 
A third study compared tensile properties from isostatic molded (Himont 1 900H) vs. 
ram extruded (GUR 41 50HP) specimens, with steril ization using either EtO or gamma 
irradiation in argon. Unsterilized specimens were tested as controls. Specimens were tensile 
tested periodically over 6 months, but th is short aging period did not result in significant 
property changes. Isostatic molding produced higher yield strength (25 MPa) and ultimate 
tensile strength (61 Mpa) than ram extrusion (24 Mpa, 55 MPa) , but sim ilar elongation 
(350-360%), in the unsterilized controls. This trend continued after irradiation in argon, but 
after EtO sterilization all three tensile properties were higher for isostatic molded than for ram 
extruded specimens. I rradiation (in argon) of both specimen types increased their yield 
strengths but decreased their ultimate tensile strengths and elongations, although the 
decrease in ultimate tensile strength was not statistically significant for isostatic molded 
specimens. Sterilization using EtO did not sign ificantly change the tensile properties of 
isostatic molded specimens, but decreased the ultimate tensile strength and elongation of ram 
extruded specimens while their yield strength remained the same. Isostatic molding produced 
the highest yield strengths and ultimate tensile strengths for all unsterile and sterile conditions, 
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and higher elongations for specimens steril ized with EtO. Elongations for both consolidation 
methods were sim ilar for unsterile and irradiated specimens.207 
A related study compared the fatigue crack propagation rates of isostatic molded 
(Himont 1 900H) vs. ram extruded (GUR 41 50HP) specimens, following irradiation (2.8 Mrad) 
in either air or argon. Specimens were apparently tested shortly after irradiation, without 
extended shelf aging. Similar crack propagation rate curves (da/dN vs. AK) were obtained at 
an R ratio of -2 for all 4 specimen conditions. Although the test method used disregards the 
crack initiation phase of fatigue damage, the number of cycles to reach mature crack length in 
isostatic molded specimens (7.30 x 1 05 cycles) was much longer than that in ram extruded 
specimens (2.27 x 1 05 cycles).208 
Mechanical properties versus depth have been measured in irradiated, aged (i.e. 
oxidized) or retrieved specimens by testing small, thin sections microtomed or cut parallel to 
the outer surface. Tensile tests performed on thin sections cut from retrieved acetabular cups 
showed significant variations in mechanical properties through the depth. Results were 
correlated to the presence and location of the subsurface white band. The average ultimate 
tensile strengths varied from 20 Mpa at the outer surfaces (both articulating & non-articulating) 
to 1 5  Mpa within the white band to 25 Mpa in the central bulk region. The average ultimate 
elongations varied from 1 70% at the outer surfaces to 1 0% within the white band to 60% in the 
central bulk region. 1 1 1  
Related results were obtained i n  the same study by m icrotoming cross-sections 
(through the thickness) from 23 acetabular cups, and performing tensi le tests on these 
C-shaped specimens. Unsterilized control specimens were compared to retrieved cups that 
had been steril ized with gamma radiation (with or without a white band observed). The 
average ultimate tensile strengths varied from 45 MPa for unsterilized controls to 35 MPa for 
retrieved cups (without a white band) to 20 MPa for retrieved cups (with a white band) . The 
average elongations varied from 630% both for unsteril ized controls and retrieved cups 
(without a white band) to only 70% for retrieved cups (with a white band). 1 1 1  When a white 
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band was present in the thin section , brittle fracture initiated within the white band and then 
was followed by ductile deformation and fai lure of the central bulk and the outer surface 
regions. 
A follow-on study was performed on shelf-aged tibial components which had been 
gamma irradiated either in air or vacuum. Tensile tests were performed on small, thin sections 
(200 J.Un) microtomed parallel to either the bearing or back surface. Immediately after 
irradiation (in either air or vacuum) ,  the ultimate tensile strengths and the elongations 
decreased relative to values obtained from unsterilized bar stock. After shelf aging for 1 6-20 
months, the ultimate tensile strength decreased about 20% for the specimen packaged in air 
but increased slightly for the specimen packaged under vacuum. Properties for components 
packaged in air were evaluated for shelf aging periods up to 84 months. U ltimate tensile 
strength decreased steadily with time, from about 45 MPa down to 25 MPa. In contrast, 
elongation remained fairly constant around 400% for at least 70 months, then dropped rapidly 
to about 220% at longer times. The elongation results correlated closely with FTIR 
measurements of oxidation, which showed that oxidation also increased rapidly after 60 
months. When ultimate tensile strengths and elongations were plotted versus oxidation index 
values, both mechanical properties were found to decrease linearly with increasing 
oxidation. 209 
Tensile tests on m icrotomed thin films ( 125 J.Un thick, 1 .25 em wide) have been used 
to examine the effect of radiation dose and dose rate (in nitrogen) on mechanical properties. 
Properties measured included u ltimate tensile strength, u ltimate elongation ,  and strain energy 
at break. At low doses of 0.4 to 2 .5  Mrad (normal dose rate of 0.35 Mrad/hr) , u ltimate tensile 
strengths remained fairly constant (62-65 MPa) while distinct increases in elongation 
(762-81 2%) and strain energy (7.0-7.5 joule) were observed relative to the unsterile control 
(66 MPa, 631 %, 6.3 joule). At h igher radiation doses up to 1 0  Mrad, all mechanical properties 
decreased with increasing dose so that properties were lower than that of the unsterile control. 
At a h igher dose rate (1 .20 Mrad/hr), the increases in elongation and strain energy relative to 
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the unsterile control were extended to doses of at least 3.7 Mrad. These property changes 
were correlated to significant increases in density and crosslinking (gel content) with increasing 
radiation dose. 167 
Tensile tests on microtomed thin cross-sectional films (1 00 J..Lm) have been used to 
evaluate variables including resin type, consolidation method, and aging environment. 
Specimens were m icrotomed from ram extruded, machined components from resins 
GUR 41 50 (with calcium stearate), GUR 4050 and Himont 1 900H (both without calcium 
stearate) that had been irradiated and artificially aged, and from control specimens that 
remained unsterile. After sterilization and aging, the tensile strength (at break) of the 
GUR 4 150 specimen decreased 76% (to 1 0  MPa) relative to the control, that of the GUR 4050 
specimen decreased 35% (to 33 MPa), and that of the Himont 1 900H specimen decreased 
4 1 %  (to 32 MPa). The corresponding elongations were 80% for GUR 41 50, 420% for 
GUR 4050, and 360% for Himont 1 900H. Compression molded specimens retained higher 
mechanical properties (after irradiation and artificial aging) than ram extruded specimens did. 
Molded specimens with varying concentrations of calcium stearate had significantly different 
tensile strengths (at break). Similar specimens were irradiated and then artificially aged in 
different environments, including oxygen, nitrogen, and argon. The specimen aged in oxygen 
had a tensile strength (at break) of 29 MPa and an elongation of 500%, the one aged in 
nitrogen had a strength of 43 MPa and an elongation of 800%, and the one aged in argon had 
a strength of 46 MPa and an elongation of 700%. 175 
In a related study, the same tensile test methods were used to obtain results from ram 
extruded specimens of GUR 41 50 and Himont 1 900 resins and from direct compression 
molded specimens of Himont 1 900 resin. Specimens were gamma irradiated in air (3.7 Mrad) 
and artificially aged. Thin films from ram extruded specimens contained fusion defects that 
were visible before tensile testing, whereas films from compression molded fi lms did not. 
Compression molding (Himont 1 900) produced the h ighest tensile strength (43 MPa) and 
elongation (430%), followed by ram extrusion of H imont 1 900 (32 Mpa, 380%) and then ram 
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extrusion of GUR 4150 (23 Mpa, 280%). The compression molded specimen from Himont 
1 900 resin had much h igher mechanical properties than the ram extruded specimen from the 
same resin, although the compression molded specimen had much lower crystall inity and 
density (0.933 vs. 0 .938 g/cm3) . 1n 
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4. PRINCIPLES OF EXPERIMENTAL TECHNIQUES 
4. 1 CONFOCAL MICROSCOPY 
Confocal microscopy is an optical m icroscopy technique that provides improved 
resolution in the lateral image plane and also allows measurement of dimensions in the vertical 
direction. Thus it can be used both to examine specimen features visually and to make 
measurements in three dimensions. Combined with digital image processing and analysis, 
confocal m icroscopy can be a powerful tool for characterizing surfaces at the scale of optical 
m icroscopy. Thus, the research uses th is technique to examine the surfaces of implant 
bearings and to measure their surface topography. 
Confocal means "single focus," and refers to the pinhole optics providing its unique 
imaging characteristics.210 Two pinholes are added to the conventional optical system in 
reflected light. The first pinhole is located in the path of the incoming l ight, to provide pinpoint 
i l lumination on the specimen surface. This reduces scattered l ight that m ight degrade image 
quality. The second pinhole is located in the path of the reflected light, after it passes through 
the objective lens. This pinhole blocks out l ight that has been reflected from points at heights 
away from the focal plane of the lens. Scattered or defocused light rays do not contribute to 
the image, so those areas appear dark. 
Figure 2 shows a simplified diagram of the optics of a tandem scanning confocal 
microscope. This is the first type of confocal m icroscope to provide real-time imaging, and 
was invented in the late 1 960's by Petran and Hadravsky.21 1 A spinning Nipkow disk is used to 
provide the pinholes for the optical system, and each disk contains thousands of holes 
arranged in Archimedean spirals. Duplicate sets of holes are precisely al igned on opposite 
sides of the disk axis so that holes on one side function as the source aperture and 
corresponding holes on the other side function as the viewing aperture. The Nipkow disk spins 
rapidly during operation of the m icroscope, so that a real-time optical image is 
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Figure 2. Optics of a tandem scanning confocal microscope. 
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produced as the pinpoints of l ight scan across the specimen. Thus the resulting confocal 
image can be observed visually through the eyepieces. 
The images created in a confocal microscope, called optical sections, have unique 
characteristics that make this a powerful light microscopy tool .  First, the images are very 
clearly focused with no blurriness from features that are located above or below the focal plane 
(i.e. out-of-focus). Second, each image only contains i l lumination from specimen features that 
intersect the focal plane of the objective lens. Light is blocked by the viewing aperture from 
features above or below the focal plane, so that these areas appear dark in the image. Thus 
the microscope "optically sections" a sample, similar to the way that a m icrotome physically 
sections or sl ices a specimen so that it's interior can be examined. The technique has been 
developed primarily for biologists, for examining internal structures of tissue specimens, so 
some of terminology has been adapted from biology. 
The intensity of reflected light from a plane varies with vertical distance (z) from the 
focal plane as:212 
l(u) = [sin(u/2) I (u/2) ]2 
where u = (81t/J'A.) z sin2( al2) 
Intensity, or l(u), varies with the normalized coordinate, u, which is related to the real 
vertical distance from the focal plane, z, the numerical aperture of the objective lens, sin a, and 
the wavelength of l ight, A.. Figure 3 shows digital image data taken with a 1 OX objective lens 
focusing on a flat reflective surface, with intensity plotted versus relative height, Z, recorded for 
a series of optical sections. The light intensity is very sensitive to vertical distance, reaching a 
maximum, lrnax(Zt). at the focal plane and dropping off rapidly as z = Z - Zt varies from zero. 
Figure 4 il lustrates how l ight intensity varies for a series of optical sections focused at 
different heights on a specimen. The gray area represents the specimen with a ridge pointed 
upward. The dashed lines represent the focal planes for the series of three optical sections. 
The curve above each focal plane represents the image intensity versus lateral position within 
the optical section . At each height, the intensity reaches a maximum, lmax(Zt) . at the point 
75 
1 60 
1 40 
� 
'iii 
c 1 20 
.! 
.E 
1 00 
80 
0 5 
Image Intensity Vs. Height 
Nikon 1 0X Mplan Objective Lens 
1 0  1 5  20 25 30 35 
Height (microns) 
Figure 3. Confocal image intensity versus height for the 1 0X objective lens (1 00X). 
Image Intensity Plots 
Lateral 
Optical 
Sections 
S u rface Topography 
Figure 4. Image intensity varies with distance from the focal plane for optical 
sections focused at d ifferent heights on the specimen surface. 
76 
where the specimen surface intersects the focal plane, and drops off rapidly at adjacent points 
where the surface height is slightly h igher or lower. Thus each optical section contains bands 
of brightness surrounded by dark areas representing out-of-focus specimen features. The 
images appear quite different from those normally observed from optical m icroscopy. 
Confocal m icroscopes are interfaced to digital imaging systems for acquisition and 
processing of the optical sections. Each digital image records an intensity value (from 0 to 
255) for each pixel in the image, as well as the lateral position (as X, horizontal, and Y, vertical) 
of the pixel. The size of the pixels depends on the image input device - a video camera is 
used on the Tracor Northern TSM-1 Tandem Scanning Confocal Microscope used in this 
research. The pixel resolution should be similar in scale to the optical resolution of the 
objective lens, and the pixel resolution is measured using a standard calibration slide. 
Digital image processing and analysis make it possible to use the variation of light 
intensity with height to make quantitative measurements of specimen features in three 
dimensions. First a series of optical sections are acquired digitally, in equally spaced 
Z-increments across the range of heights covered by the specimen surface. Either the 
objective lens or the specimen is moved to control the spacing of the Z-increments. The 
specimen is kept in a fixed position laterally while this series of optical sections is acquired, so 
that the pixels remain aligned from one image to the next. For each pixel position in the 
resulting stack of optical sections, the image intensity will go through a maximum value 
corresponding to the relative height of that feature on the specimen surface. 
The Z-increments should be scaled so that they are appropriate for the vertical 
sensitivity of the objective lens, which is largely controlled by its numerical aperture value. 
F igure 5 shows the image intensity versus height for the 20X objective lens, showing the 
detailed variation near the maximum intensity at the focal plane. Digital imaging allows 
distinction of intensity differences as small as one or two units, so the width of the curve at an 
intensity level of one to two units below the maximum is determined. Half of this width will be 
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used to define the Z-increment based on the operational limits of data acquisition on the 
TSM-1 tandem scanning confocal microscope. The Z-increment used at 200X will be 1 .5 ).Ul'l. 
Image processing of the stack of optical sections is performed next to generate 
images that are more useful to interpret. First a Maximum Intensity Image is processed by 
selecting the maximum intensity value, lmax(Z), obtained at each pixel position. These 
intensities are combined into a single image that shows a perfectly focused image of the 
specimen surface. Next a Depth Map Image is processed by determining the Zmax values 
where the maximum intensity was recorded for each pixel position. Image intensities (ranging 
from 0 to 255) are set proportional to the range of Zmax values for pixels in the Depth Map 
Image. Thus this image displays topographic data about the three-dimensional shape of the 
specimen surface. 
Surface texture parameters can be calculated from the topographic data in the Depth 
Map Image. First the image intensity data must be converted into a data file that contains 
values of relative heights (Z). Then the data from each column is fit to a line using l inear 
extrapolation. Residuals (R) are calculated for each column by subtracting the fitted l ine from 
the actual measured heights. These residuals are then stored in a residual data file that is 
used to calculate the surface texture parameters. Then this entire process is repeated using a 
linear fit along rows instead of columns. 
Surface texture parameters to be calculated include:213 
• Roughness Average (Ra) = ( 1 /N) I: IRI 
• Root Mean Square (RMS) Roughness (Rq) = {(1 /N) I: (R)2}112 
• Skewness (Rs�t) = ( 1 /NRq3) I: (R)3 
Roughness average and RMS roughness are parameters that relate to the height variations on 
the surface, whereas skewness relates to the shape of the surface profile. The height 
parameters always have positive values, but skewness can be either positive or negative. The 
minimum value of roughness average for a flat, planar surface is one-fourth of the maximum 
Z-increment, as shown in Figure 6. The maximum residual is one-half of the Z-increment, so 
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the average of the absolute values of the residuals will be one-four of the Z-increment. Note 
that none of these parameters relate to the lateral distance scale over which they are 
measured - only the residual (R) of the height is included in the calculations. 
4.2 NANOINDENTATION 
The nanoindenter is an indentation testing system that uses h igh-resolution 
instrumentation to control and measure the loads (P) and displacements (h) versus time as a 
small indenter is driven into and released from a specimen.214 The loads and displacements 
are of small magnitudes, as low as 1 nN in load and 0. 1 nm in displacement. Indentation is 
typically performed with a Berkovich indenter - a three-sided pyramidal diamond (see Figure 7) 
with the same contact depth to area relation as the Vickers pyramidal used in microhardness. 
Because the indents are m icroscopic, load-displacement results can be evaluated on a very 
small dimensional scale similar to the size of wear debris. Mechanical properties, such as 
hardness (H) and elastic modulus (E), can be calculated as a function of depth from the data 
that is collected during instrumented indentation .  
Dynamic stiffness measurement techniques (also known as continuous stiffness) have been 
developed to al low continuous measurement of elastic contact stiffness (S) during indentation. 
Stiffness is a key parameter that is used to calculate the elastic modulus. In conventional 
nanoindentations, a single value of stiffness is determined from the unloading cycle of the 
load-displacement data. This value is sensitive to pile-up around the indent and to any time­
dependent responses of the specimen. Thus the conventional analysis is not useful for 
polymers, which experience time-dependent mechanical behavior. The dynamic stiffness 
acquisition mode superimposes a small oscillating force on the primary load cycle and then 
measures the time-variant displacement response with a frequency-specific amplifier.214·215 
This provides a continuous measurement of stiffness as well as load and displacement versus 
time. This technique has previously been used to measure mechanical properties of 
polymers.216,2 17 
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Contact depth (he) is a parameter that is required to determine hardness and modulus. 
Contact depth is the depth of contact between the indenter tip and the specimen (as a function 
of time), and is less than the measured displacement due to elastic deformation. Contact 
depth is primarily determined by the geometry of the indenter tip, and is calculated from the 
measured displacements as: 
he = h - (£ P I S) 
where h is the measured displacement, P is the measured load, S is the measured stiffness, 
and £ is an indenter geometry constant (0. 75 for the Berkovich indenter). 
Another critical parameter that is required for calculation of hardness and modulus is 
the projected contact area (A). Nanoindentation differs from traditional microhardness tests in 
that contact area is calculated from the displacement data (using the geometry of the indenter 
tip) under load rather than being measured with a microscope after the load has been 
released. For a Berkovich indenter, the general formula for contact area is: 
A =  24.56 h/ 
Contact area is calibrated using fused quartz specimens for indents up to about 2 j.lm in 
contact depth. The resulting calibration data is fit to a more complex formula for contact area, 
having the form:215 
- c h 2 c h 1 c h 112 c h 114 c h 118 A 1 e + 2 e + 3 e + 4 e + 5 e + . . . .  
When contact depths significantly larger than 2 j.lm are performed, an alternate calibration 
method has been developed whereby the three-dimensional geometry of the indenter tip can 
be measured using confocal m icroscopy. This allows measurement of the contact area to 
contact depths greater than 25 j..tm, which may exceed the indent depth achievable because of 
load lim its on the nanoindenter. 
Hardness can then be calculated throughout the indentation cycle as: 
H = P I A  
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Elastic modulus is determined from the form ula: 
Er = S (7t) 112 I [2 � (A)o.s] 
where Er is the reduced elastic modulus, S is the stiffness, � is a geometrical constant for the 
indenter ( 1 .034 for the Berkovich indenter), and A is the projected contact area. Calculation of 
Er results from elastic displacements in both the indenter and the specimen, as: 
(1 1 Er) = [( 1 -v2) I E) + [(1 -v12) I E1] 
where v is the Poisson's ratio of the specimen (0.46 for UHMWPE), E is the elastic modulus of 
the specimen, v1 is the Poisson's ratio of the indenter tip, and E1 is the elastic modulus of the 
indenter tip. For the Berkovich indents made of diamond, v1 = 0.07 and E1 = 1 1 41 GPa. 
From the above equations, the modulus and hardness can be calculated as functions 
of contact depth to study variations in mechanical properties at the shallow depths achievable 
through nanoindentation. This allows measurement of mechanical properties and correlation 
to morphology variations on a scale that cannot be achieved through traditional mechanical 
testing in either tension or compression. In addition , nano-scale indents can be spaced across 
the surface of transverse specimens to examine variations in mechanical properties at larger 
depths below the surface. 
4.3 POLYMER MORPHOLOGY MEASUREMENTS 
The morphology of semicrystal line polymers is made up of crystalline lamellae surrounded by 
an amorphous phase of molecules in liquid-like conformations. Connecting these two phases 
is an interfacial zone of polymer chains in an intermediate structure, as shown in Figure 8 .219 
Some of the chains in the interfacial zone bend around to reenter the adjacent lamella, but 
other chains cross this zone to enter the amorphous phase, perhaps later extending into 
another crystal line lamella.218• 
The interfacial zone has properties that are intermediate between those of the 
crystall ine and amorphous phases, so it affects measurements of crystall inity that are based 
on a simpler two-phase model (which ignores the interfacial zone). Several different 
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experimental techniques are used to measure crystallinity, based on th is two-phase model, 
and the effect of the interfacial zone on the measured properties is not the same between 
these techniques. Correct interpretation of the resulting data on crystallinity requires an 
understanding of these differences. 
Parameters to measure the dimensions of polymer morphology are defined in Figure 
9. These include the lamellar thickness, Lc. the amorphous thickness, La. the interface 
thickness, l1, and the long period, L. The long period defines the repeat distance along the 
one-dimensional axis defined by the normal to the plane of the lamellae, and thus equals: 
The long period (L} can be measured from small angle X-ray scattering, and the lamellar 
thickness (lc} can be related to the peak melting temperature (T m} from differential scanning 
calorimetry through use of the Gibbs-Thomson equation: 
T = T o(1 - 2a e ) m m LlH L f c 
where T m0 is the theoretical melting temperature for an ideal crystal with infinite molecular 
weight, aa is the interfacial free energy, L\Hr is the heat of fusion of an ideal crystal, and Lc is 
the lamellar thickness. The lamellar thickness can also be estimated based on the crystallinity 
(by volume} (we} and the long period: 
Crystallinity can be measured by small angle X-ray scattering, wide angle X-ray 
diffraction , infrared spectroscopy, differential scanning calorimetry, or density measurements. 
However, these methods do not all measure the same crystallinities when the effect of the 
interfacial zone on the two-phase crystal l inity model is considered. 
Small angle X-ray scattering assumes that the two-phase crystalline/amorphous layers 
fil l  the entire volume of the polymer, i .e. that there are no segregated regions of purely 
amorphous material separate from the stacks of lamellae. The long period is measured 
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directly as shown in Figure 9, but the lamellar thickness (I) determined from the one-
dimensional correlation function includes half of the thickness of the adjacent interfacial 
zones:220 
1 - L  2Li + ­
c 2 
Thus the measured values of crystallinity (by volume) include the lamellar thickness plus half 
the interfacial zone: 
Wide angle X-ray diffraction and infrared spectroscopy measurements have been 
normalized to match density measurements (with crystall inity, Xc, based on weight rather than 
volume), and these methods consider the crystall inity within the enti re volume of the polymer. 
The interfacial zone is accounted for in the two-phase model (measuring volume crystallin ity) 
by including it completely in the crystalline phase:219 
Differential scanning calorimetry measurements of crystall inity are based on the 
relative heat of fusion of the crystalline lamellae, therefore the interfacial zone does not 
contribute to the measured crystall inity. Thus the volume crystall inity excludes the interface: 
L 
W = � 
c L 
and the measured values of crystallinity can be significantly lower than those measured by 
other techniques. 221 
4.4 SMALL ANGLE X-RAY SCATTERING 
The small angle X-ray scattering (SAXS) camera records the intensity of X-rays 
scattered at very small angles, due to differences in electron densities within the specimen 
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being analyzed .222'223 The scattering angle, 8, is converted into the scattering vector, q, by the 
relationship: 
q = -SI -4TT .,29 ) 
A 2 
Variations in X-ray intensity as a function of scattering angle, l (q), can be used to determ ine 
the spatial distribution of crystalline and amorphous phases in polymers such as polyethylene, 
due to their resulting electron density fluctuations between these phases. The long period, L, 
is defined as the sum of the crystalline lamellar thickness and the amorphous phase thickness, 
based on the 2-phase model. 
Two different methods can be used to analyze SAXS intensity data to determine the 
average long period and the average lamellar thickness. 224 The simplest method applies the 
Lorentz correction to the corrected intensity data, and then uses the position of the peak in the 
curve to determine the long (or identity) period. The second method applies a Fourier 
transform to the intensity data, l (q), producing its one-dimensional correlation function, K(R). 
The shape of the correlation function can be used to determine the long period and the 
thickness of crystalline and amorphous phases, as well as to determine the presence of 
transition layers between these two phases. 
The Lorentz correction used in the first method results from multiplying the scattered 
X-ray intensity, l(q), by the square of the scattering vector, q2• Thus a Lorentz plot results from 
plotting lq2 versus q. For semicrystalline polymers, this plot wil l contain at least one peak, 
corresponding to the long period. The center of the first maximum (Qmax) in the curve, 
measured along the q axis, corresponds to the long period, L. Using Bragg's Law, with n=1 ,  
nA. = 2d sin 9 = 2L sin 9 = LqmaxA. 21t 
the long period can be determ ined as: 
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This method assumes that lamellae are oriented parallel to each other, so that an 
independent measure of volume crystallinity can be multiplied by the long period to obtain the 
lamellar thickness. This assumption is approximately correct for most polymers of medium or 
high crystallinity, but may fail at lower crystallin ity or with the presence of many chain 
defects . 224 The resulting long period is a weight average value, but the lamellar thickness is 
determined from a combination of weight average values for the long period and unspecified 
average values for the volume crystallinity. 
The one-dimensional correlation function results from the Fourier transform of the 
Lorentz corrected scattering curve as:225 
1 00 K(R) = -2 Jl(q) · q2 cos (qR)dq 21t q=O 
A typical one-dimensional correlation function for a polymer with volume crystallin ity between 
50% and 70% is plotted in Figure 1 0A, with a diagram of the related electron density 
distribution shown in Figure 1 08. The electron density for the crystalline phase is lle. that for 
the amorphous phase is lla. and the average is <11>. 
Analysis of the one-dimensional correlation function proceeds as follows. The 
intercept along the K axis, at R = 0, is shown as Q, which is known as the invariant. The value 
of Q can be used to determ ine the electron density difference, lle - lla. if the volume 
crystallinity, We, has been determined by another method (such as wide angle X-ray 
diffraction): 
The value of K(R) at the first minimum is related to the volume percent amorphous phase, 
Wa = 1 - We, when We is greater than 50% (or is related directly to the crystallinity if We is below 
50%). When We is greater than about 70% the curve forms a flat segment at the first 
minimum, where K(R) = -A, and -A is related to the percent amorphous phase through the 
equation: 
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Figure 1 0. Typical one-dimensional correlation function for a polymer with a 
crystallinity of 50 to 70% by volume. 
The correlation function, K(R), is shown in (A), with the corresponding 
electron density distribution shown in (B). 
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If We is above 50% but below about 70% then the first m inimum does not form a flat segment 
in the curve and does not occur at the true value of -A. I nstead K(R) = -Am1n provides a 
m inimum limit to the volume percent amorphous phase (corresponding to a maximum limit to 
the crystall in ity, We,max). In this case, the minimum volume percent amorphous phase, Wa,min, 
can be determined as: 
(A;) 
00a,min = ( A . ) 1 + __!!!!!_ Q 
and We,max can be determined as 1 - Wa,min· The true baseline value, -A, must be determined 
from an independent measurement of the crystallin ity and from the electron density difference 
determined from Q, the invariant. At low R values, K(R) follows a l inear relationship with a 
negative slope. By extending this line to the intersection with the baseline at K(R) = -A, the 
average value of the amorphous phase thickness, R = d8, can be determined. The value of R 
at the first maximum corresponds to the long period, L. The lamellar thickness, de, is 
determ ined as the difference between L and d8, and the volume crystall inity is determined as 
the ratio of de to L. All above equations for analyzing the one-dimensional correlation function 
have assumed that the crystall inity is above 50%. If the crystallinity is below 50%, then the 
terms representing We and (1 - We) must be exchanged in these equations. 
The volume crystallinity from SAXS is often higher than that from other methods, as it 
ignores amorphous material segregated outside the lamellar stacks and the values of de 
include half the thickness of any transition layers formed between the crystalline lamellae and 
the amorphous regions.224 If such transition layers are present in the polymer, they will affect 
the one-dimensional correlation function in the low R region, as R decreases to zero. The 
l inear section of K(R) will bend over as R approaches zero, so that the measured Q value will 
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be less than that obtained from linear extrapolation to R = 0. The R-range over which K(R) is 
non-linear (near R = 0) is related to the thickness of the transition layer. 
In planning a SAXS experiment, it is important to note the inverse relationship between 
the scattering vector, q, and values of R in the one-dimensional correlation function . Low 
values of R correspond to high q values, and high values of R relate to low q values. Thus 
accurate measurements of the long period, L, require SAXS measurements at low scattering 
vectors (which are ultimately limited by the beam stop), while accurate measurements of the 
linear region of K(R) near R = 0 require measurements at high scattering vectors. 
4.5 WIDE ANGLE X-RAY DIFFRACTION 
The wide angle X-ray diffractometer measures the intensity of diffracted X-rays as a 
function of the angle 28 between the directions of the transmitted X-ray beam and the 
diffracted beam . Diffraction results from the reinforcement of X-rays scattered by atoms 
positioned on a periodic structure in three-dimensional space, i.e. the crystalline lattice.226 
In the case of h ighly crystalline polymers such as UHMWPE, most of the diffraction 
(occurring as distinct, but somewhat broad, peaks) results from the atoms within the crystalline 
lamellae. This diffraction obeys the Bragg Law: 
nA. = 2d · sin e 
where n is an integer called the order of reflection, A is the wavelength of the X-rays, d is the 
interplanar spacing of the diffracting planes of atoms, and 8 is half of the angle 28 described 
above. In polyethylene, most of the diffraction results from atoms in the 1 1 0 and 200 planes at 
28 values of 21 ° and 24° respectively. A second source of diffracted intensity results from 
atoms within the amorphous phase, creating a single, extremely broad peak superimposed on 
the background. The crystall inity can be determined from the ratio of the areas of these 
peaks, as:227'228 
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where l 1 1o and l2oo are the areas under the two crystall ine peaks, Ia is the area under the broad 
amorphous peak, and Xc is the fraction crystallin ity. 
4.6 FTIR SPECTROSCOPY 
The Fourier transform infrared spectrometer measures the intensity of transmitted 
infrared radiation (I) as a function of wave number (v, inverse of wavelength). The ratio of the 
intensity of the incident radiation (10) to that of the transmitted radiation is used to calculate the 
absorbance (Av) as a function of wave number: 
Infrared radiation is absorbed by polymers when the molecular vibrations of the atoms produce 
a change in the electric dipole moment resulting from changes in the charge distribution. 
Thus, an oscillating dipole within the molecular structure is necessary for a vibration mode to 
be active by infrared spectroscopy. 
Crystallinity is calculated from infrared absorbances using bands related to crystalline 
and amorphous phases in polymers. In polyethylene, the band at 1 894 cm-1 results from the 
crystalline phase, and the band at 1 303 cm-1 results from the amorphous phase. 229' 230 Using 
the Beer-Lambert law, the absorbance as a function of wave number can be calcu lated as: 
A = 1nrf�)= e.X.pt v -, I I I 
where 10 is the intensity of incident radiation , I is the intensity of transmitted radiation , Ei is the 
absorptivity (extinction coefficient) of the selected phase, � is the weight percent of the 
selected phase, p is the specimen density, and t is the specimen thickness. Thus, the weight 
percent crystall inity (Xc) can be calculated as: 
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where Aa is the measured absorbance of the amorphous phase at 1 303 cm·1 , Ea equals 
26.535 cm2/g for the amorphous phase, Ac is the measured absorbance of the crystalline 
phase at 1 894 cm·1 , and Ec equals 6.2 cm2/g for the crystalline phase. 229 
4.7 DIFFERENTIAL SCANNING CALORIMETRY 
The differential scanning calorimeter measures the specific heat (input or released) 
required to vary the temperature of a specimen over a controlled range. It records heat flow as 
a function of temperature while the specimen is heated or cooled at a precisely controlled 
ra�e.230 Specimen mass is precisely determined before the analysis, so that the heat of fusion 
or heat of crystallization can be calculated. Melting and crystallization temperatures are also 
determined. 
Differential scanning calorimetry is an important technique for characterizing 
semicrystalline polymers such as polyethylene. Heats of fusion of polymers can be used to 
determine percent crystallin ity (measuring the crystalline phase only, not including the 
interfacial region). The melting temperature varies with the thickness of lamellae, controlled 
for each polymer by the crystal lization temperature at which the lamellae were formed. These 
parameters are affected by the thermal and/or mechanical history of a polymer. 
Heat of fusion is determined by plotting the heat flow versus temperature, defining 
endpoints and a baseline for the melting peak, and integrating the area under the melting peak 
but above the baseline. 231 The baseline is defined by extrapolating the low-temperature heat 
flow data to form one background line, and by extrapolating the h igh-temperature heat flow 
data (for the polymer melt) to form a second background line. The points where the 
experimental heat flow curve deviates from these two background lines are used to define the 
endpoints of a l inear baseline for the melting peak. The measured heat of fusion is then 
compared to an ideal value for a 1 00% crystall ine polymer (289 J/g for polyethylene) to 
determine the weight percent crystallinity. 
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4.8 POLARIZED LIGHT MICROSCOPY 
The polarized light microscope consists of two polarization filters (the polarizer and the 
analyzer) added to a conventional transmitted light microscope. The polarizer is placed 
between the light source and the condenser lens below the specimen , and the analyzer is 
placed between the objective lens and the eyepieces above the specimen. The polarizer and 
analyzer are oriented in the crossed position, so that no light passes through to the eyepieces 
when no specimen (or a non-birefringent specimen) is present. Sometimes a quarter wave 
plate is added between the analyzer and the eyepieces, so that the birefringence resu lting from 
the specimen is shifted and displayed as vibrant colors. 
Semicrystalline polymers that have a spherul itic morphology show a distinctive 
Maltese cross pattern under polarized light. 230 Other morphologies can be observed clearly in  
polarized light, but do not show this type of pattern. Orientations or internal tensions can also 
be observed in polymers, such as plastic deformation from machining. 
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5. OBJ ECTIVES AND HYPOTH ESES 
5.1 OBJECTIVES 
The objective of this research was to identify differences between the bearing surfaces 
of UHMWPE tibial components fabricated by machining and those fabricated by direct 
molding, in both the unsterilized and sterilized (by gamma irradiation) conditions. Specific 
surface properties compared include surface texture, micrort:'echanical behavior, crystallin ity, 
and morphology. Tibial components (from Total Knee Replacements) were selected instead 
of acetabular components (from Total Hip Replacements) because commercial products were 
available that were fabricated from the same resin (H imont 1 900H) using both direct molding 
and machining fabrication methods. Tibial components also have a relatively flat bearing 
surface geometry that is better su ited to measurement of surface texture and micromechanical 
behavior. Specific objectives for comparison included: 
1 .  To quantify the surface texture (at the micron scale) of the top bearing surface of 
unsterilized tibial bearings in three dimensions using confocal microscopy and image 
analysis techniques to measure tribological parameters including roughness average (R8) , 
RMS roughness (Rq), and skewness (Rsk) .  
2 .  To examine the load-displacement behavior at the top bearing surface and to measure 
variations in hardness and elastic modulus with depth from the top bearing surface using 
nanoindentation .  Both types of tibial bearings were examined in both the unsterilized 
condition and in the steril ized and shelf aged (in air) condition. 
3. To measure long period, lamellar thickness, and amorphous phase thickness using small 
angle X-ray scattering, and to calculate crystall inity from these values. Both types of tibial 
bearings were examined in both the unsterilized condition and in the sterilized and shelf 
aged condition. Each bearing type was analyzed on the top bearing surface, in the bulk, 
and on the bottom bearing surface. 
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4. To measure crystallin ity variations with wide angle X-ray diffraction in the specimens 
previously analyzed using small angle X-ray scattering. 
5. To measure crystallinity variations with depth from the top and bottom bearing surfaces of 
unsterilized tibial bearings using Fourier transform infrared spectroscopy and differential 
scanning calorimetry. 
6. To measure variations in melting temperature between the bulk and the top and bottom 
bearing surfaces of tibial bearings using differential scanning calorimetry, and to relate this 
to lamellar thicknesses. 
5.2 HYPOTHESES 
Based on review of the literature related to medical implants, polymer technology, 
machining, and tribology and wear, and on in itial experimental results, the following 
hypotheses were made: 
1 .  Surface texture parameters measured on bearing surfaces that are machined versus 
those that are direct molded would be sign ificantly different, on a statistical basis. 
These parameters will include roughness average (R8), RMS roughness (Rq), and 
skewness (Rsk). Direct molded components would have lower values of Ra and Rq 
than machined components. 
2. Polymer morphology in the near-surface regions would be different between machined 
and direct molded UHMWPE components. Machined components would have an 
outer layer of plastic deformation resulting from the machining process. This layer 
would not be present on direct molded components. However, molded components 
might experience a faster cooling rate at the surface during processing, which would 
affect its surface morphology relative to that in the bulk. 
3. Polymer morphology in the bulk could be different between machined and direct 
molded UHMWPE components, as they were consolidated from resin using different 
processing methods. Thus, their thermal histories could be different, producing 
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different lamellar thicknesses or crystall inities that would result in different 
micromechanical properties. 
4. Load-displacement behavior from nanoindentation would be different between 
machined and direct molded surfaces. The roughness of the surfaces (based on 
measurements of Ra and Rq) would affect the consistency of the load-displacement 
curves for each group of nanoindents. Because direct molded surfaces were 
expected to have lower roughness values (from #1 above), they would also be 
expected to have more consistent load-displacement curves. 
5. Nanoindentation measurements of elastic modulus and hardness would show small 
differences between machined and direct molded surfaces. The plastically deformed 
surface layer on machined surfaces would be expected to increase the elastic 
modulus and hardness relative to that within the bulk. Differences in thermal histories 
between these two types of implants (from #3 above) would create differences in 
lamellar thicknesses and/or crystallinities. Higher values of elastic modulus and 
hardness would result from either h igher lamellar thicknesses or h igher crystall inities 
or increases in orientation within the amorphous phase. 
6. Nanoindentation measurements of elastic modulus and hardness would vary slightly 
with depth in both machined and direct molded surfaces, and this variation should be 
related to observed differences in morphology with depth from the surface. 
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6. EXPERIMENTAL PROCED URES 
6.1 TIBIAL COMPONENTS AN D OTHER SPECIMENS 
A controlled set of UHMWPE tibial bearing components was used for this study. The 
first group of bearings was fabricated by machin ing from isostatic compression molded rods of 
ArCom® UHMWPE (proprietary product of Biomet), and the second group of bearings was 
fabricated by direct molding of UHMWPE resin. The same resin powder (Himont 1 900H, 
without calcium stearate) was used as the raw material for both groups of bearings. This 
al lowed direct comparison of the morphology of the two different fabrication methods, 
independent of differences in starting resin. The particle size distribution for this resin is shown 
in Table 5. Within each group of bearings, some components were left unsteril ized and others 
were gamma irradiated in air to a total dose of 3.3 Mrad (rate of 1 .32 Mrad/hour for 2.5 hours), 
then shelf aged for approximately 2 years. Additional specimens of UHMWPE included 
Himont 1 900H resin powder, a rod of ArCom® UHMWPE, and a direct molded blank with two 
machined grooves across the top surface. All UHMWPE materials were generously provided 
by Joel Higgins at Biomet, Inc. Irradiation was performed at Southwest Research Institute on 
May 27, 1 998 (project number #06-8276-005). 
6.2 CONFOCAL MICROSCOPY 
The confocal tandem-scanning optical microscope was used to visualize and quantify 
the 3-dimensional surface textures of the top bearing surfaces of machined versus direct 
molded UHMWPE tibial bearings (unsterile) . Al l confocal experiments were conducted on the 
Tracor Northern TSM-1 confocal tandem-scanning microscope at the University of Tennessee, 
using reflected light with a 200 watt mercury vapor arc lamp. 
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Table 5. Particle size distribution for Himont 1 SOOH UHMWPE resin.232 
Particle Size Range Percentage of Particles 
20 mesh {> 841 microns) < 0.5 % 
40 mesh {420 - 841 m icrons) < 3.0 % 
60 mesh {250 - 420 m icrons) I < 1 5.0 % I 
80 mesh { 1 77 - 250 microns) 60.0 % ± 30.0 % 
1 00 mesh { 149 - 1 77 m icrons) 1 5.0 % ± 1 9 %  
200 mesh {74 - 149 microns) 1 3.0 % ± 9 %  
Fines {< 74 microns) < 0.4 % 
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6.2.1 Specimen preparation 
The UHMWPE tibial bearings were in the as-received condition - no special specimen 
preparation techniques (coatings, etc.) were required. After confocal analysis, some of these 
bearings were later cut into specimens for other experiments. 
6.2.2 Measurement of surface texture 
Surface texture was characterized at two different magnifications: 1 OOX (N.A. = 0.25) 
and 200X (N.A. = 0.4). At each magnification , a series of digital images (optical sections) were 
collected while moving the specimen stage (at 1 OOX) or the objective lens (at 200X) vertically 
in specific Z-increments through the range of focus (from focused below the surface to 
focused above the surface). Each optical section was stored as a digital image of 640 x 480 
pixels. At 1 00X the Z-increments were 4.0 J.Ull , and at 200X the Z-increments were 1 .5 J.Ull , 
due to the focal depths of the objective lenses along the vertical axis. The total range of focus 
(along the Z axis) was about 1 00 J.Ull at 1 OOX and about 50 J.Lm at 200X. The lateral pixel 
resolutions of the resulting digital images were 2.6 J.Ull/pixel at 1 OOX and 1 .3 J.Ull/pixel at 200X. 
Each stack of optical sections was then processed using image analysis techniques to 
create the Maximum Intensity image and the Depth Map image. The Maximum Intensity 
image is a perfectly focused picture of the specimen surface. The Depth Map image is a 
topographic map of the specimen surface, where pixel intensity values are proportional to 
height. The Depth Map image file was then converted into a text file containing actual height 
values, rather than image intensities. This text file was used to calculate the surface texture 
parameters. 
Roughness average (R8), RMS roughness (Rq), and skewness (Rs0 were calculated 
along both horizontal (X) and vertical (Y) directions in each Depth Map text file. A surface area 
with approximately planar topography was selected for these calculations, so that linear 
extrapolation along the X and Y axes could be used to determine the baseline for calculating 
the residuals. Each parameter was calculated for each row or column of height values, and 
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then statistical values of mean and standard deviation were calcu lated over all the rows or 
columns. These calculations provided statistical results for comparison of surface texture 
between machined and molded implant surfaces. 
A text file of residual values was calculated from applying l inear extrapolation to a 
planar region from each Depth Map text file. This data was analyzed to examine the variation 
of true contact area with contact depth , assuming a planar contact surface. 
6.3 NANOINDENTATION 
Nanoindentation was used to compare the micromechanical behavior of machined 
versus direct molded surfaces of tibial bearings, and also to compare differences between 
unsterile and gamma irradiated and aged components fabricated by the same methods. The 
tests were conducted directly on the as-fabricated top surfaces of the tibial bearings. 
Nanoindents were made directly on these bearing surfaces, to evaluate the load-displacement 
behavior of m icro contacts and also to measure the hardness and elastic modulus variations at 
shallow contact depths. All nanoindentation experiments were run on the Nanoindenter XP at 
the Oak Ridge National Laboratory {supported by the ShARE Program). 
6.3.1 Specimen preparation 
Specimens were prepared by cutting small blocks from each tibial bearing, with the 
original bearing surface on the top. These blocks were cut from one of the regions where 
confocal measurements had previously been made. The original surface was preserved and 
protected, and nanoindents were made directly on this surface. The bottom of each block was 
cut so that the original top surface lay as flat as possible (since the bearing surface was slightly 
curved) and parallel to the bottom. The block thickness was 3 mm or more. Each block was 
. secured with epoxy to a metal stub for mounting in the nanoindenter. 
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6.3.2 Calibration of contact area versus depth 
The primary calibration of the contact area function for the Berkovich indenter tip in the 
Nanoindenter XP was based on indentation data from a fused quartz specimen. Two different 
types of indents were made, both operating under load control, in continuous stiffness mode. 
The small indents were loaded under a (1 /P)(dP/dt) rate of 0.025 sec-1 to a maximum load of 
350 mN,  and the large indents were loaded under a ( 1/P)(dP/dt) rate of 0.050 sec-1 to a 
maximum load of 625 mN.  Data was collected for load (P), displacement (d), and stiffness (S) 
versus time (t) during loading. The small indents reached contact depths of 1200-1 300 nm , 
and the large indents reached contact depths of 1 800-1 900 nm. 
Calibration of the contact area function coefficients, the DC load frame stiffness, and 
the AC load frame stiffness was based on values of 0. 1 7  for the Poisson's ratio and 72.00 GPa 
for the elastic modulus of fused quartz. The following values were obtained from th is 
calibration : 
DC Load Frame Stiffness = 8.88146 x 1 06 N/m 
AC Load Frame Stiffness = 8.88146 x 1 06 N/m 
Area Function Coefficients: 
c1 = 25. 1 552 nm-2, c2 = 2085.81 nm-\ c3 = -1 7868.5  nm-0·5, 
c .. = 61 739.4 nm-0·25, C5 = -43401 . 1  nm-0·125 
This calibration covered the contact depth range from 300 nm to 1 900 nm, but was not 
sufficient for the deeper indents that would result from sim ilar maximum loads on UHMWPE 
(because of its much lower elastic modulus). 
The secondary calibration of the contact area function for this Berkovich indenter tip 
was performed using confocal microscopy, using similar techniques to those described in 
Section 6.2. Optical sections were collected at magnifications of 600X (N.A.=O. 70) and 1 OOOX 
(N .A.=0.80) using objective lenses with long working distances (to avoid damaging the lenses 
with the diamond tip). At 600X the optical sections were collected in Z-increments of 1 .0 �m 
over a vertical range of 40.0 �m. and at 1 000X the optical sections were collected in 
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Z-increments of 0.5 1-Jm over vertical ranges up to 26.0  1Jm . .  (Multiple datasets were analyzed 
at 1 000X.) The lateral pixel resolutions of the resulting digital images were 0.46 1-1m at 600X 
and 0 .28 1-Jm at 1 000X. 
Depth Maps were processed from each stack of optical sections. Digital image 
analysis was used to measure the contact area at each Z-increment that intersected the 
surface of the Berkovich indenter tip. The measured areas of the optical sections within 2.0 
1-1m of the end of the t ip were compared to values calculated using the area function 
coefficients (C1 to C5 . 1isted above), to determine more precisely the absolute position of the 
end (i .e. the true Z=O reference) of the indenter tip. The relative Z positions of the optical 
sections were corrected to the true Z=O reference, then the area function was used to calcu late 
their ideal contact areas from the corrected Z values. 
The measured contact areas were compared to the ideal contact areas, and were 
found to differ by 6% or less for contact depths up to a maximum of 35 1Jm. This allowed use 
of the area function coefficients to calculate projected contact areas (A) from contact depths 
(he) up to 35 IJm. 
6.3.3 Measurement of micromechanical properties 
Multiple nanoindentations were made in the original top surface of each tibial bearing. 
The Nanoindenter XP was operated under load (P) control, in continuous stiffness mode 
(45 Hz, 2 nm amplitude), while controlling the ( 1 /P)(dP/dt) rate at 0.003 sec-1 up to a maximum 
load of 625 m N. The maximum load was held for 5 m inutes, then unloaded at 300 IJN/sec 
down to 1 0% of the maximum load, held for 5 minutes, and unloaded completely. 
The Nanoindenter XP was set up to space the indents at least 500 1-1m apart on each 
bearing, with positions selected on flat areas of surface topography. The indents were later 
examined with optical microscopy to confirm the minimum spacing between indents. Only one 
pair of successfu l indents fell below this m inimum spacing (455 IJm), and most indents were 
spaced at least 600 1-1m apart. For an indent reaching a contact depth of 22 1Jm, the side 
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length of the triangular indent area would be 1 65 IJm. Spacing the indents apart by three times 
this side length would require distances of 495 IJm. 
Data was collected for load (P), displacement (h), and stiffness (S) versus time (t). 
Values calcu lated from this data included contact depth (he), contact area (A), hardness (H), 
and elastic modulus (E). Load was plotted versus time to confirm that all indents followed the 
programmed loading cycle. Indents that did not follow this loading cycle were removed from 
further analysis. After indents were made, each indent was examined with an optical 
microscope (attached to the Nanoindenter XP) to evaluate its condition. This identified some 
indents that were incomplete (i.e. shal low) or contained surface debris or other defects, so that 
these indents were removed from further analysis. 
Results were plotted as load versus displacement, to compare micromechanical 
interactions at micro scale contacts on each bearing surface. These plots showed whether 
micro scale contacts were uniform or variable across the surface of a single bearing type. 
Differences in surface texture were expected to affect these micromechanical interactions. 
Results were related to surface texture parameters measured by confocal microscopy. 
Results were also plotted as hardness and elastic modulus versus contact depth. 
These plots showed whether mechanical properties were constant or variable with depth at the 
top surface of each bearing. Variations in properties were expected to relate to variations in 
polymer morphology. These nanoindents were made directly into the bearing surface, so the 
contact depth range was limited by the geometry of the Berk.ovich indenter and the maximum 
load applied. 
6.4 SMALL ANGLE X-RAY SCATTERING 
Small angle X-ray scattering was used to measure the long period, or combined 
thickness of crystalline lamellae and amorphous regions, based on the ideal two-phase model 
for semi-crystalline polymers. Analysis was performed on all four types of tibial bearings: 
machined, unsterilized; machined, sterilized; direct molded, unsterilized; and direct molded, 
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unsterilized. For each bearing type, three samples were analyzed to compare the top bearing 
surface, the bulk, and the bottom bearing surface. All SAXS experiments were conducted 
using the 1 O-m SAXS camera within the Solid State Division at the Oak Ridge National 
Laboratory under the guidance of Dr. J .-S. Lin. 
6.4.1 Specimen preparation 
Specimens were prepared by cutting square blocks (about 1 em x 1 em) from each 
tibial bearing, adjacent to the blocks cut for nanoindentation and within the area of the loading 
zone. Then sl ices (about 1 mm thick) were removed from the top bearing surface, the bottom 
bearing surface, and the bulk (using a razor blade and a hammer). These slices were not 
prepared by machining, to avoid thermal effects from machining that might affect the long 
period measurement. 
6.4.2 Measurement of long period and lamel lar thickness 
The 1 0-m SAXS instrumenf33•234 consisted of an X-ray source, a monochromator, a 
collimator, a specimen chamber, a two-dimensional position-sensitive detector, and a digital 
computer. The Rigaku-Denki X-ray generator used a rotating anode to produce 
monochromatic Cu Ka radiation (using a pyrolytic graphite monochromator for A. = 1 .54 A). It 
was operated at an accelerating voltage of 40 kV and a current of 60 - 1 00 rnA. Specimens 
were mounted on a rotating stage for automated data acquisition. All specimens were 
analyzed at room temperature. Data was collected for 5400 seconds (1 .5 hr) per sample. 
The sample to detector distance (SOD) was 5. 1 1 9 m for the low scattering vector 
range (q = 0.0479 - 0.981 2 nm-1) and was 1 . 1 1 9 m for the high scattering vector range 
(q = 0.2077 - 4.6305 nm-1) .  Scattered X-rays were detected on a 20x20 cm2 two-dimensional 
position-sensitive area detector with a virtual cel l  (element) spacing of about 3 mm. 
Corrections were made for instrumental backgrounds, dark current due to cosmic radiation 
and electronic noises in the detector circuitry, and the detector non-uniformity and efficiency 
(via an Fe55 radioactive isotope standard which emitted x-rays isotropically by electron 
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capture) on a cell-by-cell basis. The data were radially averaged and converted to an absolute 
differential scattering cross section by means of pre-calibrated secondary standards. 235 The 
absolute scattering intensity is in cm-1 un its. 
Each specimen was analyzed over both scattering vector ranges, measuring intensity 
(I) as a function of scattering vector (q), and then a factor was applied to all the high range 
intensity data to match it to the low range data trend for I vs. q. The final dataset was created 
by combining the low angle intensity data for q = 0.0479 - 0.7586 nm·1 with the adjusted h igh 
angle intensity data for q = 0.7589 - 4.01 8  nm·1 • This dataset was then evaluated using 
Lorenz plots and the one-dimensional correlation function to determine the long period and the 
lamellar thickness. 
6.5 WI DE ANGLE X-RAY DIFFRACTION 
Wide angle X-ray diffraction was used to measure the crystallinity of all four types of 
tibial bearings, using the 1 2  specimens analyzed with small angle X-ray scattering. Analysis 
was performed on all four types of tibial bearings: machined, unsterilized; machined, sterilized; 
direct molded, unsterilized; and direct molded, unsterilized. For each bearing type, three 
samples were analyzed to compare the top bearing surface, the bulk, and the bottom bearing 
surface. All experiments were conducted using the Rigaku WAXD diffractometer at the 
University of Tennessee. 
6.5.1 Specimen preparation 
The same specimens were used as for small angle X-ray scattering. Refer to section 
6.4 . 1  for specimen preparation procedures. Wide angle X-ray diffraction was performed on 
these specimens following the initial small angle X-ray scattering measurements. 
6.5.2 Measurement of crystallinity 
The Rigaku diffractometer was operated with a copper Ka X-ray source at 37 kV, 
30 rnA. The diffraction spectra were collected continuously in reflected mode over the 29 
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range from 1 0.0° to 40.0° with a step size of 0.02° and a dwell time of 0.5 sec. The collected 
spectra were processed to remove the background, then to separate the amorphous halo from 
the remaining crystalline peaks. Crystallinity was determined from the ratio of the crystall ine 
peak areas to the crystall ine plus amorphous peak areas. 
6.6 FTI R SPECTROSCOPY 
Fourier transform infrared (FTIR) spectroscopy was used to measure the crystallinity 
of three types of tibial bearings: machined, unsterilized; direct molded, unsterilized; and direct 
molded, sterilized. For each bearing type, two series of samples were analyzed versus depth 
from the top and the bottom bearing surfaces, respectively. All experiments were conducted 
using the Biorad FTS-6000e FTIR spectrometer at the University of Tennessee. 
6.6.1 Specimen preparation 
Specimen blocks were cut from the load-bearing regions of the UHMWPE implants, 
1 .5-2.0 em from the specimen blocks for confocal and nanoindentation analysis, and adjacent 
to the specimens for small angle X-ray scattering. The differential scanning calorimetry (DSC) 
measurements were made on a subset of the specimens analyzed with FTIR spectroscopy, 
following the FTIR measurements. All thin sections prepared from unsteril ized tibial bearings 
were in itially analyzed using FTIR, and then 3 specimens (from the top bearing surface, the 
bottom bearing surface, and the bulk) were analyzed with DSC. 
Specimens were prepared as thin sections, so that each specimen represented a 
small depth range from the original bearing surface. A m icrotome with a steel knife was used 
to cut these thin sections from a small UHMWPE block removed from each tibial bearing. 
Each block was oriented so that the initial block face was located at the original tibial bearing 
surface (top or bottom). Thus the first slice from the block was the layer at the bearing 
surface. A series of specimens was first cut from the bottom bearing surface, then the block 
was reversed to cut a second series of specimens from the top bearing surface. 
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Serial slices were cut and collected, so that crystallinity versus depth from the surface 
could be measured using both FTIR and differential scanning calorimetry. Thin sections were 
cut as th in as possible, nominally 1 00-200 J.11n thick. Circular specimens were removed from 
each thin section using a leather punch. The thickness of each serial section was measured 
with a m icrometer prior to FTIR and DSC analyses. 
6.6.2 Measurement of crystall inity 
The BioRad FTS-6000e spectrometer was operated in transmission mode to measure 
intensities over the wave number range from 400 to 4000 cm·1 at a resolution of 4 cm·1 , 
collecting 32 scans per spectrum. The spectra were processed to calculate absorbances from 
the transmitted intensities, then the absorbances for the crystalline peak ( 1 894 cm-1 ) and the 
amorphous peak (1 303 em-') were used to calculate the crystall inity for each specimen . 
6.  7 DIFFERENTIAL SCANNING CALORIMETRY 
Differential scanning calorimetry (DSC) was used to measure crystall inity (based on 
heat of fusion) and melting temperature variations between the top and bottom surfaces and 
the bulk of tibial bearings. Results were compared for a machined, unsterilized bearing 
(01 8A), a direct molded, unsteril ized bearing (016A), and a direct molded, sterilized bearing 
(020A). It was not possible to analyze the machined, sterilized specimen (01 9A) due to the 
malfunction of the calorimeter. 
6. 7.1  Specimen preparation 
A subset of the specimens prepared for FTIR spectroscopy was analyzed with DSC. 
Refer to section 6.6. 1 for specimen preparation procedures. FTIR  spectrometry was 
performed on these specimens prior to differential scanning calorimetry. Sections selected for 
DSC analysis were carefully weighed and then individually sealed in aluminum specimen pans. 
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6. 7.2 Measurement of thermal properties 
Calorimetry measurements were performed on a Perkin-Elmer DSC7 Differential 
Scanning Calorimeter attached to a cooling accessory. All measurements were made under a 
nitrogen purge for an inert atmosphere. Temperature was recorded with a resolution of 0 . 1 °C, 
and heat flow was recorded with a resolution of 0.001 mW. Calibration was performed using 
an indium standard with an onset melting temperature of 1 56.6°C and a heat of fusion of 
28.45 J/g. Cal ibration was verified by heating at 1 0°C/min to prove that the melting 
temperature was within ±0. 1  °C and the heat of fusion was within ±0.05 J/g for indium. 
The crystallin ity of interest was that present in the initial UHMWPE specimen, resulting 
from its processing and fabrication. Thus the DSC data was examined from the initial heating 
curve. Each specimen was initially cooled to -20°C and then heated at 1 0°C/min up to 1 80°C 
to record the thermal cycle for melting. Melting temperature and heat of fusion were 
determined. The percent crystall inity (Xc) was calcu lated from the measured heat of fusion, 
based on the assumption that the heat of fusion is 289 J/g for a 1 00% crystalline specimen of 
polyethylene. 
6.8 POLARIZED LIGHT MICROSCOPY 
Polarized light microscopy was used to examine variations in polymer morphology 
versus depth in thin section specimens from both machined and direct molded tibial bearings. 
Thin section specimens were oriented transverse to the top surface of tibial bearings, with the 
original surface along one edge. Thin sections were prepared from tibial components 
fabricated by either machining or direct molding, in the unsterilized condition. Differences in 
morphology with depth from the top surface were examined for each of the two specimen 
types. 
6.8.1 Specimen preparation 
Thin sections for polarized light microscopy were prepared by cryomicrotoming small 
blocks cut from each tibial component. Blocks of suitable size and shape were cut using a 
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band saw. These blocks were oriented so that one edge (3-4 mm wide) contained the top 
surface of the tibial bearing, and the microtomed slices produced a transverse section (3-4 mm 
wide by 4-5 mm tall) through the partial thickness of the bearing. Each block was mounted in 
an ultramicrotome, positioned so that the original top surface of the bearing was the first edge 
to be contacted by the glass knife. The u ltramicrotome chamber was cooled with liquid 
nitrogen to drop the temperature of the UHMWPE below its glass transition temperature. The 
block temperature was controlled at -1 20 to -1 30°C, and the glass kn ife temperature was 
controlled at -1 35 to -140°C. Due to plastic deformation on the block face (from the band 
saw), a minimum thickness of 0.5 mm was removed (as thick sections) from the face before 
any thin sections were kept for polarized light microscopy. Then sections were cut as thin as 
possible, nominal ly 1 0-30 J.UTl in thickness. 
6.8.2 Examination of morphology 
Polarized light m icroscopy was used to examine the morphology of each thin section 
specimen, and how the morphology varied with depth from the original bearing surfa�e. 
Features of specific interest were examined at the scale typical of wear debris, which extends 
into the submicron range, although l ight m icroscopy is l imited to a lateral resolution of about 
0.4 J.UTl. Thin sections were examined in transmitted l ight on a m icroscope with crossed 
polarizers. Photomicrographs were recorded either on fi lm or digitally. A low magnification 
(200X) was used to examine large-scale variations in morphology with depth from the bearing 
surface, which related to processing and fabrication differences. Then higher magnifications 
(400X and 1 000X) were used to examine small-scale birefringent structures in more detail . 
Calibration of the photomicrograph scale was performed by recording an image of a calibration 
slide, so that quantitative measurements were possible. 
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7. RESULTS 
7.1  CONFOCAL MICROSCOPY 
Surface texture was analyzed using confocal microscopy on four machined right tibial 
bearings (specimens 01 8A, 01 88, 01 8C, and 01 8D) and on four direct molded right tibial 
bearings (specimens 0 16A, 01 68, 016C, and 016D). All bearings were examined on the top 
surfaces, in approximately planar regions near the center of the loading zone for the implants. 
Surface texture was initially examined at 1 OOX (specimens 01 8A and 016A). This analysis was 
repeated at 200X (to obtain better resolution in the Z-direction) on both sides (medial and 
lateral) of these first tibial bearings. Then the analysis at 200X was repeated on three 
additional bearings of each type (01 88, 0 1 8C, 01 8D, 0 168,  0 16C, and 016D) on one side 
(lateral) . 
Magnifications of 1 OOX and 200X were selected because of the coarse surface texture 
of the machined tibial bearings, which extended over large lateral distances (1 50 - 350 J.Lm). 
This texture was in contrast to the smooth surfaces of the direct molded tibial bearings. 
Sampling of representative surface areas on the machined bearings required using low 
magnifications and thus limiting sensitivity of vertical or Z measurements (due to low values of 
numerical aperture of the objective lenses). Image acquisition, processing, and analysis 
parameters were carefully controlled so that quantitative results could be compared directly 
between machined and direct molded tibial bearings. 
Confocal images showing typical surface texture are shown in the following figures. In 
each figure, the Maximum Intensity Image shows a clearly focused photomicrograph of the 
surface, and the Depth Map shows a topographic map (displayed in grayscale) representing 
the elevation of surface features. Dark pixels represent low points and bright pixels represent 
high points on the surface, covering the range of heights recorded as optical sections. Figure 
1 1  shows the top surface of a machined tibial bearing at 1 OOX. 
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Figure 1 1 .  Confocal images of a machined tibial bearing surface. Optical sections were 
acquired in Z-increments of 4 tJ.I1l over a vertical range of 1 00 tJ.Ill. 
1 14 
Figure 1 2  shows the top surface of a direct molded tibial bearing at 1 OOX. Figure 1 3  shows the 
top surface of the machined tibial bearing at 200X. Figure 14 shows the top surface of the 
direct molded tibial bearing at 200X. 
Quantitative surface texture parameters were determined from analysis of the data 
recorded in the Depth Maps, and are listed in Table 6. Surface texture parameters included 
the Roughness Average (R8), the Root Mean Square Roughness (Rq), and the Skewness 
(Rsk). Parameters were calculated based on l inear extrapolation of the topographic data along 
both the X-direction (horizontal) and the Y -direction (vertical) in the Depth Maps. Parameters 
were calculated for each row or column of data in the Depth Map, and then averaged over all 
rows or columns so that both a mean and a standard deviation were reported for each data 
file. (The number of rows or columns analyzed is reported as N in the table. ) Then results 
were averaged over all specimen areas (5) measured at 200X so that statistical comparisons 
could be made between machined versus direct molded tibial bearings. 
Depth Maps in Figure 1 1  8 and Figure 1 38 showed that the machined surface was rough and 
i rregular. Machining left an oriented topography on the surface along the machining direction, 
with fine machining lines (from defects in the cutting tool) oriented parallel to the X-direction 
(horizontal) of the micrographs. There were also features on the surface that were oriented 
generally normal to the machining lines (i .e. along the Y-direction). These features had an 
irregular, scalloped boundary, with the scallops extending over large lateral distances, and they 
were spaced 200-350 J..lll1 apart (along the Y -direction) with a relatively smooth region in 
between.  The scalloped edges indicated plastic deformation of the polymer as it  was 
machined. These features were associated with localized plastic deformation of the 
polyethylene as it was cut (or torn) by the cutting tool .  The lateral spacing of these features 
indicated that they were associated with the initial resin particles from which the machined 
bearing was fabricated, as the lateral dimensions were comparable to the particle size 
d istribution with the resin (see Table 5, p. 1 01 ) . 
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A. Maximum Intensity Image ( 1 00X, scale bar = 200 J.1111 ) .  
Figure 1 2. Confocal images of a direct molded tibial bearing surface. Optical sections 
were acquired in Z-increments of 4 1J111 over a vertical range of 1 00 IJill· 
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Figure 1 3. Confocal images of a mach ined tibial bearing surface. Optical sections were 
acquired in Z-increments of 1 .5 JUn over a vertical range of 49.5 JUn. 
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Figure 14. Confocal images of a direct molded tibial bearing surface. Optical sections 
were acqu ired in Z-increments of 1 .5 IJl11 over a vertical range of 49.5 IJlll· 
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Table 6. Surface texture parameters from machined versus direct molded tibial 
bearings. 
Bearing z Linear Profiles Along X-Direction Linear Profiles Along Y -Direction 
Type Magn lncre- (Mean ± Standard Deviation) (Mean ± Standard Deviation) 
(I D #) ment R� Rq Rsk N Ra Rq Rsk N . 1Jm) (IJm) (l.Jm) (IJm) 
Machined I 1 00X 4 3.7 ! 4.7 -0. 1 8  480 4.0 5.2 -0.09 640 (01 8A) um ± 0.04 I ± 0. 05 ± 0. 02 ± 0. 03 ± 0.03 ± 0.02 
Molded 1 00X 4 1 .2 1 .5 +0.02 480 1 .3 1 . 7 +0. 1 2  640 (01 6A) f.lm ± 0.005 ± 0.007 ± 0.01  ± 0. 004 ± 0.006 ± 0.01 
Machined 200XA 1 .5 1 .3 1 .6 -0.53 1 91 1 .6 2. 1 -0. 1 5  253 (01 8A) 1Jm ± 0. 02 ± 0.02 ± 0.05 ± 0.01 ± 0.02 ± 0.03 
Machined 200XB 1 .5 1 .8 2.3 +0.01 480 2.2 2.8 -0.01  640 (01 8A) um ± 0.03 ± 0.03 ± 0.03 ± 0.02 ± 0.02 ± 0.03 
Machined 200X 1 . 5 1 . 3 1 .6 . -0.63 1 62 1 . 9 2 .5 -0.46 51 0 (01 88) IJm ± 0.02 ± 0.03 ± 0.05 ± 0.006 ± 0.01 ± 0.02 
Machined 200X 1 .5 1 .2 1 .6 -0.56 399 1 .6 2. 1 -0.27 481 (0 1 8C) 1Jm ± 0.02 ± 0.02 ± 0.04 ± 0.007 ± 0.01 ± 0.02 
Machined 200X 1 .5 1 . 3 1 .6 -0.43 466 1 .9 2.6 -0.42 521 (01 8D) IJm ± 0.02 ± 0.03 ± 0. 03 ± 0.01 ± 0.01 ± 0.01 
Average 1 .5 1 .38 1 .74 -0.428 1 .84 2.42 -0.262 of 200X ± 0.24 ± 0.31 ± 0.255 5 ± 0.25 ± 0.31 ± 0. 1 87 5 Machined J.lm 
Molded 200XA 1 .5 0.5 0.6 +0.09 480 0.5 0.7 +0. 1 2  220 ' (01 6A) jJm ± 0.001 ± 0. 002 ± 0.01 ± 0.01 ± 0.01 ± 0.03 I 
Molded 200XB 1 .5 0.5 0.6 -0.03 451 0.5 0.7 +0. 01 256 : (01 6A) IJm ± 0.001 ± 0. 002 ± 0.01 ± 0. 004 ± 0.01 ± 0.02 
Molded 200X 1 .5 0.5 0.6 +0. 06 480 0.7 0.9 +0.22 640 (0 1 68) 1Jm ± 0.001 ± 0. 002 ± 0.01 ± 0. 007 ± 0. 008 ± 0.01 
Molded 200X 1 . 5 0.5 0.6 -0.20 480 0.5 0.7 +0. 1 1  31 1 (01 6C) urn ± 0.001 ± 0.002 ± 0.02 ± 0.004 ± 0. 005 ± 0.02 
Molded 200X 1 .5 0.5 0.6 -0. 1 0  4 1 4  0.6 0.8 -0.30 31 3 (01 6D) 1Jm ± 0.003 ± 0.004 ± 0.01 ± 0.002 ± 0.003 ± 0.02 
Average 1 .5 0.50 0.60 -0.036 0.56 0.76 +0.032 of 200X ± 0. 00 ± 0. 00 ± 0. 1 1 8 5 ± 0.09 ± 0.09 ± 0.200 5 Molded J.lm 
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Depth Maps in Figure 1 28 and Figure 148 showed that the direct molded surface was 
very smooth. The banded appearances of these images resulted from regions of constant 
height -- the surface was smoother than the Z-increment of the topographic measurements. 
This type of banded appearance appears as an artifact in any digital image where adjacent 
regions have constant intensity (gray-scale) values that vary by small increments. The slight 
curvature of these bands was representative of the true 3-dimensional topography of the 
bearing surface. Very fine scratches and surface defects were visible in the Maximum 
Intensity Images. Some of these were also visible in the corresponding Depth Maps, but 
others were too shallow to be resolved in the Z-direction. 
Surface texture parameters in Table 6 also showed that the machined bearing surface 
was much rougher than the direct molded surface. At both 1 OOX and 200X, the Ra and Rq 
values for the machined bearing were two to three times the values for the direct molded 
bearing, and the Ra values for the machined bearing were similar to or larger than the 
Z-increment of the data. The Rq values for the machined bearing were larger than the 
Z-increments at both magnifications. The theoretical Ra value for an ideally flat surface is one­
fourth of the Z-increment. Thus the surfaces of the direct molded bearings were extremely 
smooth, approaching th is ideal. The roughness values measured at 1 OOX were two to three 
times the values measured at 200X for the same bearing specimens (machined 01 8A, direct 
molded 016A). This occurred because a smaller area (approximately one-fourth in size) of the 
specimen was measured at 200X, and fewer of the surface features contributing to roughness 
were included in this area. It was important to scale the measurements to the lateral 
dimensions of surface features, to sample a representative area or length. Otherwise, the 
roughness values would not accurately reflect the surface topography. The area sampled 
(controlled by magnification) had to be optimized against the resulting limitations in 
Z-increment (controlled by numerical aperture of the objective lens) to select the best 
measurement conditions. 
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Skewness is an indication of the shape of the surface profile, rather than a 
measurement of height variation or roughness. Positive values of Rsk indicate surfaces with 
peaks pointing upward, which are poor for load bearing. Negative values of Rsk indicate 
surfaces with rounded humps pointing upward and narrow valleys pointed downward, which 
are better for load bearing. Values of Rsk near zero indicate surfaces that are either flat or 
symmetric about the midline of the surface profi le. 
Skewness values were more negative for the machined bearings than comparable 
values for the direct molded bearings, which were near zero. These Rsk values also changed 
in magnitude at different magnifications, with h igher (more positive) values measured at 1 OOX 
than at 200X for both types of bearings. Again, it was important to select a representative 
surface area for the measurement. · The theoretical skewness for a perfectly flat surface is 
zero. If the Z-increment is larger than the scale of surface roughness, so that Ra decreases to 
one-fourth of the Z-increment, then the skewness value decreases toward zero. This must be 
considered in interpreting results from the direct molded bearings. 
Statistical tests using the t distribution (95th percentile level) were used to evaluate the 
significance of the surface texture parameters measured at 200X (after averaging 5 datasets): 
• The Ra values and the Rq values for the direct molded bearing were 
significantly lower at the 95th percentile level than the corresponding values for 
the machined bearing along both the X and Y directions. 
• The Rsk values for the direct molded bearing were significantly higher (more 
positive) at the 95th percentile level than the corresponding values for the 
machined bearing along both the X and Y directions. 
• The Ra and Rq values for the machined bearings along the Y-direction were 
significantly larger at the 95th percentile level than the corresponding values 
along the X-direction (parallel to machining lines). 
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• The Ra value for the direct molded bearings along the X-direction was not 
significantly different at the 95th percentile level from the value along the 
Y -direction. 
• The Rq value for the direct molded bearings along the X-directions was 
significantly lower at the 95th percentile level than the corresponding value 
along the Y-direction. 
• The Rsk value for the machined bearings along the Y-direction was not 
significantly different at the 95th percentile level from the value along the 
X-direction . 
• The Rsk value for the direct molded bearings along the Y-direction was not 
significantly different at the 95th percentile level from the value along the 
X-direction. 
7.2 NANOINDENTATION 
Nanoindentation experiments were run on one tibial bearing of each type: direct 
molded, unsterilized (specimen 016A); direct molded, sterilized (specimen 020A); machined, 
unsterilized (specimen 01 8A); and machined, sterilized (specimen 0 19A) . All bearings were 
examined on the top surfaces, in approximately planar regions near the center of the loading 
zone for the implants, near one region where surface texture measurements were made with 
confocal microscopy. Multiple nanoindents were run on each specimen's top surface, to 
evaluate the reproducibility of the micromechanical behavior. 
Figure 1 5  compares overall load - displacement behavior for these four types of tibial 
bearings, up to the maximum load of 625 mN.  Load - displacement behavior was very 
consistent over multiple nanoindents on the direct molded bearing surfaces (both unsteril ized 
and sterilized). Using identical loading cycles, the displacement behavior was not repeatable 
over multiple indents on the machined bearing surfaces (both unsterilized and sterilized). This 
related, at least in part, to the larger surface roughness present on machined relative to direct 
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Figure 1 5. Load-displacement results (covering the entire load range) for nanoindents. 
Nanoindents on the top surfaces of direct molded tibial bearings that are (A) 
unsteril ized and (B) sterilized by gamma irradiation (continued on next page). 
1 23 
C. 
D. 
600 ....... 
500 
z 400 
s. 
1 300 0 
...I 
200 
600 
500 
z 400 
s. 
i 300 
0 
...I 
200 
1 00 
0 
0 
0 
Load Vs. Displacement 
Machined, Unsterlllzed UHMWPE Tibial Bearing (#0 1 8) 
1 o Indents on the Top Surface 
5,000 1 0,000 1 5,000 20,000 
Displacement (nm) 
Load Vs. Displacement 
Machined, Sterilized UHMWPE Tibial Bearing (#01 9) 
9 Indents on the Top Surface 
5,000 1 0,000 1 5,000 20,000 
Displacement (nm) 
25,000 
25,000 
Figure 1 5  (continued). Load-displacement results (covering the entire load range) from 
nanoindents on the top surfaces of machined tibial bearings that 
are (C) unsteril ized and (D) sterilized by gamma irrad iation.  
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molded bearings. However, this variability in displacement response could also contribute to 
generation of wear debris due to non-uniform localized strains in the polyethylene. 
The four bearing types also showed differences in maximum displacement values. 
Ranking them in order from largest to smallest overall displacement gave: direct molded, 
unsteril ized (specimen 016A); direct molded, steril ized (specimen 020A); machined, 
unsterilized (specimen 01 8A); and machined, sterilized (specimen 01 9A). These differences in 
maximum displacement related to mechanical property differences, as shown later by 
calculated values of hardness and elastic modulus. The two fabrication methods (direct 
molding vs. machining) resulted in different mechanical properties of the unsterilized bearings. 
Sterilization by gamma irradiation then increased the values of hardness and elastic modulus 
for each bearing type. 
Figure 16  compares load - displacement behavior at very low loads, from 0 to 1 0  mN.  
The resulting displacements are comparable to the size of small wear debris particles, i .e .  from 
0.2 to 3.0 1Jm. Recall that the mean size of wear debris is 0.5 - 0.6 IJm. Even at these low 
loads, the differences in reproducibility of displacement response between direct molded and 
machined implants were obvious. At displacements below 0.5 IJm the machined bearings 
showed variations in their displacement responses, whereas the direct molded bearings had 
very consistent, repeatable displacement responses. This observation was made for both 
unsterilized and steril ized tibial bearings. 
At low loads up to 1 0  mN,  differences in the absolute magnitudes of displacement were not 
distinct between the four types of tibial bearings. The direct molded bearings had a narrower 
range of displacements at each load than the machined bearings did, but values for the direct 
molded bearings fell within the range for the machined bearings. Sterilization had a small 
effect on the displacements for the direct molded bearings, but did not affect the machined 
bearings. 
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Figure 1 6. Load-displacements results at low loads (for d isplacements near the scale 
of wear debris formation) from nanoindents on the top surfaces. 
Nanoindents on direct molded tibial bearings that are (A) unsterilized and 
(B) sterilized by gamma irradiation (continued on next page). 
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Figure 1 6  (continued). Load-displacements results at low loads (for d isplacements near 
the scale of wear debris formation) from nanoindents on the top 
surfaces of machined tibial bearings that are (A) unsterilized and 
(B) sterilized by gamma irradiation. 
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Figure 1 7  shows calcu lated results for hardness vs. contact depth throughout each 
loading cycle. Results for the direct molded bearings (both unsterilized and sterilized) were 
more consistent and repeatable than for the machined bearings (both unsteril ized and 
sterilized). For each type of tibial bearing, all the indents reached a stable hardness value 
within the bulk material below the surface. However, this bulk hardness value varied between 
multiple indents on each specimen, and this variation was sizeable on the machined tibial 
bearings (both unsterilized and sterilized). Bulk hardness values were reached at different 
contact depths for direct molded vs. machined tibial bearings, and variations in surface layer 
thickness were observed between multiple indents on each specimen. Bulk properties were 
reached at contact depths of 2 - 4 J,Jm in direct molded tibial bearings and 5 - 1 0 J.Jm in 
machined tibial bearings. Surface variations in hardness were observed. Variations of 
hardness in the surface layer were different between direct molded and machined tibial 
bearings. For indents on direct molded bearings (both unsterilized and sterilized), the surface 
hardness usually increased from the bulk toward the shal lowest contact depths. Variations in 
hardness values (within the surface layer) were relatively small between multiple indents on 
the direct molded tibial bearings. Some indents had a localized peak in hardness at contact 
depths of 2 - 3  J.Jm, but this did not always result. For indents on machined bearings (both 
unsteril ized and sterilized), the variation in hardness near the surface was not consistent 
between multiple indents. Sometimes the hardness increased from the bulk toward the 
surface, and sometimes it decreased. Hardness values near the surface were even more 
variable than the bulk hardness values, for machined tibial bearings. 
Figure 1 8  shows calculated results for elastic modulus vs. contact depth throughout 
each loading cycle. Results are similar in form to the results from hardness (see Figure 1 7) ,  
although the modulus curves are noisier than the hardness curves. Modulus curves from 
indents on the direct molded bearings are more consistent and repeatable than from indents 
on the machined bearings. Each bearing type showed modified properties in a surface layer, 
but the thickness of this layer was the same as that shown by hardness data (2 - 4 J.Jm for 
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Figure 17. Hardness vs. contact depth resu lts from nanoindents on the top surfaces. 
Nanoindents on direct molded tibial bearings that are (A) unsteri lized and 
(B) sterilized by gamma irradiation (continued on next page). 
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Figure 17  (continued). Hardness vs. contact depth results from nanoindents on the top 
surfaces of machined tibial bearings that are (C) unsterilized and 
(D) steri lized by gamma irradiation. 
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Figure 1 8. Elastic modulus vs. contact depth results from nanoindents. 
Nanoindents on the top surfaces of direct molded tibial bearings that are 
(A) unsteri l ized and (B) steril ized by gamma irradiation (continued on next 
page). 
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Figure 1 8  (continued). Elastic modulus vs. contact depth results from nanoindents on 
the top surfaces of machined tibial bearings that are (C) 
unsterilized and (D) sterilized by gamma irradiation. 
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direct molded bearings, and 5 - 1 0  IJm for machined bearings). Modulus variations in the 
surface layer followed the same trends as for hardness: in direct molded bearings, the 
modulus usually increased as the contact depth decreased; in machined bearings, the 
modulus was highly variable - sometimes it increased, and sometimes it decreased as the 
contact depth decreased. Indents on all bearing types reached a constant modulus level 
below the surface layer, in the bulk material. 
Bulk hardness and elastic modulus values from nanoindentation are summarized in 
Table 7 .  Bu lk properties were averaged for each indent, over a l l  contact depths above 
1 0.0 IJm. Then bulk properties for each bearing type were analyzed statistically, using the t 
test, as shown in this table. Results show that there are statistically significant differences in 
m icromechanical properties between direct molded and machined bearings, in both the 
unsteril ized and steril ized conditions. Direct molded bearings consistently have lower 
hardness and elastic modulus values than machined bearings. Sterilization by gamma 
irradiation increases hardness and elastic modulus values for both bearing types, but this 
effect is greater for machined bearings than for direct molded bearings. Variabil ity in 
micromechanical properties has also been examined using the standard deviations for 
hardness and elastic modulus. Sterilization does not affect this variability within each bearing 
type. Comparison of standard deviations using the F Test has shown that the variability of 
both hardness and elastic modulus is statistically different between direct molded and 
machined bearings. 
7.3 SMALL ANGLE X-RAY SCATTERING 
Small angle X-ray scattering experiments were run on one tibial bearing of each type: 
d irect molded, unsterilized (specimen 016A); direct molded, sterilized (specimen 020A); 
machined, unsteril ized (specimen 01 8A); and machined, sterilized (specimen 019A). Three 
specimens (each approximately 1 mm thick) were analyzed from each bearing, to compare the 
top bearing surface, the bulk, and the bottom bearing surface. 
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Table 7. Summary of Hardness and Elastic Modulus Results from Nanoindentation. 
Type of Tibial Bearing 
Resu lts From 
Nanoindentation Direct Molded, Direct Molded, Mach ined, Machined , 
Unsterilized Steril ized Unsterilized Steri lized 
Number of 7 7 1 0  9 I Indents 
Bulk Hardness (MPa), I 47.2 50.6 55. 1 64.5 Mean I 
Bulk Hardness (MPa), 0.89 I 0.84 3.91 3 .35 Standard Deviation 
Bulk Hardness (MPa), 
95% Confidence 46.4 - 48.0 49.8 - 51 .4 52.3 - 57.9 61 .9 - 67. 1 
I Interval on Means 
(t Test) 
Bulk Modulus (GPa), 1 .44 1 .61  1 .71 2.08 Mean 
Bu lk Modulus (GPa), 0.027 0 .0 19  0.080 0.081 Standard Deviation I 
Bulk Modulus (GPa), I 95% Confidence 1 .42 - 1 .47 1 .60 - 1 .63 1 .65 - 1 .77 2 .02 - 2. 14 Interval on Means 
(t Test) I 
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Figure 1 9  compares the scattering data, in the form of a Lorentz plot, for bulk 
specimens from the four different types of tibial bearings. Scattering occurs at very low 
scattering vectors (q - 0. 1 nm-1 ) for all specimens, with slight differences between direct 
molded and machined UHMWPE specimens. The center of the scattering peak occurs at 
higher q values for direct molded specimens than for machined specimens, indicating that 
direct molded specimens have a smaller long period than machined specimens. Figure 20 
(A - D) compares the Lorentz plots for each of the specimens analyzed for each tibial bearing 
type. Specimens from the top bearing surface, the bulk, and the bottom bearing surface are 
sim ilar within each tibial bearing type. Sterilization with gamma irradiation had little effect on 
the Lorentz scattering curves, except to decrease the scattering intensity. 
One-dimensional correlation functions, K(R), were calculated from the raw scattering data for 
each specimen, with typical functions shown in Figure 21  for bulk specimens from UHMWPE 
tibial bearings. These functions were analyzed assuming the ideal 2-phase model to 
determine the long period (from R at the first maximum), the maximum volume crystall inity 
[based on the ratio of K(R) at the first m inimum to the intercept at the origin, K(O)], and the 
amorphous region thickness (because the first m inimum relates to the thickness of the 
amorphous phase when the volume crystall in ity is greater than 50%). From these values, the 
lamellar thickness (as long period minus amorphous thickness) and the volume crystallin ity (as 
lamellar thickness / long period) were calculated for each specimen, while ensuring that the 
net volume crystallinity did not exceed the maximum value determined above. Results of 
these calculations are summarized in Figure 22A, with details listed in Table 8. 
Next the SAXS results were corrected to account for the interface zone, by using the 
difference in crystallinities measured by FTIR and DSC. A summary of the results were plotted 
in Figure 228 and l isted in Table 9. Both FTIR and DSC analyses were performed on the 
same specimens (3 each from each type except for the machined steril ized bearing), so the 
difference between the measured crystall inities for each specimen equaled the percentage of 
the interface zone. Although the SAXS specimens were thicker than the FTIR and DSC 
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Figure 1 9. Lorentz plots compare intensity data from small  angle X-ray scattering of 
bulk UHMWPE specimens. 
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Figure 20. Lorentz plots compare q21(q) versus scattering ang le. 
For UHMWPE tibial bearings that are direct molded and (A) unsterilized and 
(B) sterilized by gamma irradiation (continued on next page). 
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Figure 20 (continued). Lorentz plots compare q21(q) versus scattering angle for 
UHMWPE tibial bea rings that are machined and (C) unsteril ized 
and (D) sterilized by gamma irrad iation. 
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Figure 21 . One-dimensional correlation functions from SAXS analyses of bulk 
specimens from UHMWPE tibial bearings. 
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Figure 22. Measured average thicknesses of crystall ine lamel lar, interfacial ,  and 
amorphous phases from SAXS analyses. 
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Table 8. Results from 2-phase analysis of SAXS 1 -dimensional correlation functions. 
Specimen Location Long Period Amorphous Lamellar Volume % 
Type (nm) Thickness Thickness Crystall inity 
(nm) (nm) (Maximum) 
Top Surface 68 - 84 20 48 - 64 70 - 76 %  
(76 %) 
Machined, Bulk 74 - 84 21 53 - 63 71 - 75 %  
Unsterile (76 %) 
UHMWPE Bottom Surface 74 - 84 22 52 - 62 71 - 74 %  
(01 8A) (76 %) 
Mean ± 78.0 ± 1 .73 21 .0 ± 1 .00 57.0 ± 1 .00 72.8 ± 0.29 % 
Std. Dev. 
Top Surface 68 - 79 1 5  53 - 64 78 - 81 % 
(81 %) 
Machined, Bulk 68 - 79 1 6  52 - 63 76 - 80 %  
Sterile (80 %) 
UHMWPE Bottom Surface 68 - 78 1 5  53 - 63 78 - 81 % 
(01 9A) (81 %) 
Mean ± 73.3 ± 0 .29 1 5.3 ± 0.58 58.0 ± 0.50 79.0 ± 0.87 % 
Std. Dev. 
Top Surface 64 - 71 21  43 - 50 67 - 70 % 
(74 %) 
Direct Bulk 65 - 70 21 44 - 49 68 - 70 %  
Molded, (74 %) 
Unsterile Bottom Surface 66 - 70 20 46 - 50 69 - 71 % 
UHMWPE (74 %) 
(016A) Mean ± 67.7 ± 0.29 20.7 ± 0 .58 47.0 ± 0.87 69.2 ± 0.76 % 
Std. Dev. 
Top Surface 59 - 68 1 6  43 - 52 73 - 77 %  
(77 %) 
Direct Bulk 58 - 60 14  44 - 46 76 - 77% 
Molded, (77 %) 
Sterile Bottom Surface 59 - 70 1 6  43 - 54 74 - 78 %  
UHMWPE (78 %) 
(020A) Mean ± 62.3 ± 2.93 1 5.3 ± 1 . 1 5  47.0 ± 1 .80 75.8 ± 0.76 % 
Std. Dev. 
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Table 9. Results from 3-phase analysis of SAXS 1 -dimensional correlation functions. 
Specimen Location Long Amorphous Interface Lamellar Volume % 
Type Period Thickness Thickness Thickness Crystallinity 
(nm) (nm) (nm) (nm) (Lamellae 
Only) 
Top 76 1 3  14  49 65 % 
Surface 
Machined, Bulk 79 1 6  9 54 68 % 
Unsterile 
UHMWPE Bottom 79 1 6  12  51 65 % 
(01 8A) Surface 
Mean ± 78.0 ± 1 5.0  ± 1 1 .7 ± 51 .3 ± 66.0 ± 
Std. Dev. 1 .73 1 .73 2 .52 2.52 1 .73 % 
Top 74 12  6 56 76 % 
Surface 
Machined, Bulk 74 14  4 56 76 % 
Sterile 
UHMWPE Bottom 73 1 3  5 55 75 % 
(01 9A) Surface 
Mean ± 73.3 ± 1 3.0  ± 5.0 ± 55.7 ± 75.7 ± 
Std. Dev. 0.29 1 .00 1 .00 0.58 0 .58 % 
Top 68 1 3  1 6  39 57 % 
Surface 
Direct Bulk 68 1 5  12  4 1  60 % 
Molded, 
Unsterile Bottom 68 14  12  42 62 % 
UHMWPE Surface 
(016A) Mean ± 67.7 ± 14.0 ± 1 3.3 ± 40.7 ± 59.7 ± 
Std. Dev. 0.29 1 .00 2.31 1 .53 2 .52 % 
Top 64 1 3  6 45 70 % 
Surface 
Direct Bulk 59 1 3  2 44 75 % 
Molded, 
Sterile Bottom 65 12  8 45 69 % 
UHMWPE Surface 
(020A) Mean ± 62.3 ± 12.7  ± 5.3 ± 44.7 ± 71 .3 ± 
Std . Dev. 2.93 0.58 3.06 0 .58 3.21 % 
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specimens, it was assumed that the relative percentage of the interface zone would be the 
same. For the SAXS data on machined, sterilized specimens, there was not corresponding 
FTIR and DSC data. For each of these machined specimens, the interface thickness (as a 
fraction of the long period) was assumed to decrease by 55% following irradiation, which was 
comparable to the decrease that occurred for direct molded specimens. 
Results show that the average lamellar thickness was sign ificantly different between 
direct molded and machined UHMWPE tibial bearings, based on the 2-phase model, as shown 
in the stacked bar chart in Figure 22A. Direct molded bearings had a lower lamellar thickness 
than machined bearings. The thickness of the amorphous phase was similar in both bearing 
types. Sterilization by gamma irradiation appeared to have little effect on lamellar thickness for 
both bearing types, but significantly decreased the mean thickness of the amorphous phase. 
When the 3-phase model was used to correct for the presence of the interface zone, the 
effects of gamma irradiation on the polymer morphology became more distinct. I n  addition to 
the decrease in amorphous phase thickness (by 1 0-1 5%), effects on the interface and lamellar 
thicknesses were observed. The interface significantly decreased in thickness (by about 
60%), and the lamellae increased in thickness (by about 1 0%). Thus despite an overall 
decrease in long period after sterilization ,  the lamellar thickness was shown to increase. The 
sizeable decrease in the interface thickness was larger than the decrease in the long period, 
but was partially offset by the increase in lamellar thickness. These observations from the 
3-phase model were based on measurements from the direct molded bearing type, but were 
estimated for the machined bearing type because DSC data could not be obtained. 
The variation of morphology with specimen position (top, bulk, bottom) in each type of 
tibial bearing is plotted in Figure 23. The lamellar thicknesses varied slightly with position in 
the unsterile bearings, for both direct molded and machined, but after sterilization the lamellar 
th icknesses were extremely uniform between the surfaces and the bulk. The interface 
thickness was higher in the top surface of the direct molded, unsterile, bearings; but after 
gamma irradiation the bulk had a much lower interface thickness than either surface. The 
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Figure 23. Morphology variations between the surfaces and the bulk, from SAXS 
analyses of UHMWPE tibial bearings. 
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interface thickness was lower in the bulk than in either surface of the machined, unsterile 
bearing. The amorphous thickness was lower in the top surfaces of both the direct molded 
and the machined bearings that were unsterilized. After sterilization, the amorphous thickness 
was un iform at all three positions in the direct molded bearing. Results plotted for the 
machined, sterilized bearing were estimated rather than measured, as described previously. 
7.4 WIDE ANGLE X-RAY DIFFRACTION 
Wide angle X-ray diffraction experiments were run on one tibial bearing of each type: 
direct molded, unsterilized (specimen 016A); direct molded, sterilized (specimen 020A); 
machined, unsterilized (specimen 01 8A); and machined, steril ized (specimen 01 9A) . Three 
specimens (each approximately 1 mm thick, from SAXS analyses) were analyzed for each 
bearing, to compare the top bearing surface, the bulk, and the bottom bearing surface. 
Results from wide angle X-ray diffraction experiments are listed in Table 1 0. All the 
crystallin ity measurements fell with in a similar range, from 63% to 77% by weight or from 59% 
to 74% by volume. The trend in terms of average crystallin ity between the four UHMWPE 
bearing types was: 
Machined, Unsterile < Machined, Sterile == Direct Molded, Unsterile < Direct Molded, Sterile 
The differences in crystall in ity between the top and bottom surfaces and the bulk were small 
for all four bearing types. Generally the bulk had a slightly lower crystall in ity than either 
surface, except for the direct molded, sterilized, tibial bearing which had its h ighest crystall inity 
in the bulk. 
7.5 FTIR SPECTROSCOPY 
FTIR spectroscopy experiments were run on unsterilized specimens of direct molded 
(01 6A) and machined (01 8A) tibial bearings. For each bearing, two series of thin sections 
were analyzed: one series beginning at the top bearing surface, and the other series 
beginning at the bottom bearing surface. A few selected sections from the top surface, the 
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Table 10. Results from Wide Angle X-Ray Diffraction. 
Specimen Type Location Weight Equivalent Volume 
% Crystallinity % Crystallli :n ity 
Top Surface I 72.9 % 69.7 % 
I I 
Bulk I 62.7 % I 59.0 % Machined, 
Unsterile (01 8A) Bottom Surface 64.0 % I 60.3 % 
Mean ± Std. Dev. 
I 
66.5 ± 5.55 % I 63.0 ± 5.84 % 
Top Surface 68.8 % 65.3 % 
Bulk 66.2 % 62.6 % 
Machined, 
Sterile (01 9A) Bottom Surface 69.2 % 65.7 % 
Mean ± Std. Dev. 68. 1  ± 1 .63 % 64.5  ± 1 .69 % 
Top Surface I 70.2 % 66.8 % I 
I Bulk 66.0 % 62.4 % I Direct Molded, 
Unsterile (016A) Bottom Surface 68. 1 % 64.6 % 
I 
Mean ± Std. Dev. 68. 1  ± 2. 1 0 % 64.6 ± 2.20 % 
Top Surface 70.2 % 66.8 % 
Bulk 77. 1 % 74. 1 % 
Direct Molded, I 
Sterile (020A) Bottom Surface 70.5 % 67. 1 % 
Mean ± Std. Dev. 72.6 ± 3.90 % 69. 3  ± 4. 1 3 % 
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bulk, and the bottom surface of the direct molded, sterile (020A) bearing were also analyzed. 
Each th in section was 1 00-200 1-1m thick, so that a more precise determination of crystallinity 
variation with depth could be determined than from X-ray techniques where the specimens 
were about 1 mm thick. 
Table 1 1  summarizes FTIR results from the top surface, the bulk, and the bottom 
surface of each type of bearing. Crystallinity from FTIR is compared to that from differential 
scanning calorimetry, and the percentage of the interface zone is calcu lated as the difference 
between these two measures of crystall inity. The crystall inity from FTIR is higher in the 
machined specimens than in the direct molded ones, in the unsterile condition. Sterilization of 
the direct molded bearing had little effect on its average crystallin ity. The percent interface 
zone is higher in the direct molded bearing than in the machined bearing, in the unsterile 
condition. Sterilization of the direct molded bearing resulted in a sizeable decrease in the 
percent interface zone. 
Figure 24 shows the crystall inity results from FTIR spectroscopy plotted as depth 
profiles, for the unsterile specimens. The top bearing surface is plotted as zero depth at the 
left, and the bottom bearing surface is plotted at the right (although the bearings were actually 
much thicker than 4 mm - about 8 mm thick). Due to physical constraints in microtoming the 
thin sections from the specimen block, depths could only be analyzed to about 1 mm from the 
bottom and about 2 .5 mm from the top. 
The range of crystall inities for all UHMWPE specimens was 57 - 74% by FTIR 
spectroscopy, which is similar to that from wide angle X-ray diffraction . The FTIR data shows 
that the direct molded tibial bearing had a more uniform distribution of crystallinity vs. depth 
than the machined bearing. The range of crystallin ities for the direct molded bearing was 63 -
72%, while that for the machined bearing was 57 - 74%. 
From the top surface of the direct molded bearing, the crystallinity increased from 67% 
at the surface up to 71 % just below the surface, showing a slight increase in crystallinity at 
depths up to about 600 1Jm. Then the crystall inity decreased and remained almost constant at 
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Table 1 1 .  Results from FTIR Spectroscopy and DSC determine the amount of interface. 
Specimen % Crystallinity % Crystallinity % Interface 
Type Location from FTIR from DSC �(FTIR - DSG) 
Top Surface 73. 1 % 55.4 % 1 7.7 % 
Machined, Bulk 68.0 % 56.6 % 1 1 .4 %  
Unsterile 
(01 8A) Bottom Surface 73.4 % 57.9 % 1 5.5 % 
Mean ± Std. Dev. 71 .53 ± 2.98 % 56.63 ± 1 .25 % 14.87 ± 3.20 % 
I 
Top Surface 67.2 % 42.9 % 24.3 % 
Direct Bulk I 66.2 % 49. 1 % 1 7. 1 % I Molded, 
Unsterile I Bottom Surface 68.4 % 51 .0 % 1 7.4 % 
(01 6A) 
i 
Mean ± Std. Dev. 67.27 ± 1 . 1 0 % 47.67 ± 4.24 % 1 9.60 ± 4.07 % 
Top Surface 67.2 % l 57.3 % 9.9 % 
I 
Direct Bulk 63.8 % 60. 1 % 3.7 % 
Molded, 
Sterile Bottom Surface 71 .5 % 59.3 % 12.2 % 
(020A) I 
Mean ± Std. Dev. 67.50 ± 3.86 % I 58.90 ± 1 .44 % 8.60 ± 4.40 % I I 
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63 - 68% down to depths of over 2,500 IJm. From the bottom surface (which is machined) of 
the direct molded bearing, the crystall inity varied irregularly between 63% and 72% down to 
depths of about 1 ,000 !Jm. 
From the top surface of the machined bearing, the crystallinity decreased from 74% at 
the surface down to 57% about 1 ,500 !Jm below the surface. Then the crystall inity increased 
up to 67 - 68% in the bulk. There is not sufficient data to determine whether the crystall inity 
remained relatively constant or varied throughout the central region of the bearing's thickness. 
From the bottom surface of the machined bearing, the crystallinity decreased from 73% at the 
surface to as low as 69% at depths up to 1 ,000 !Jm. Comparing the two types of tibial 
bearings, the machined bearing had higher crystallin ities than the direct molded bearing at 
both the top and bottom surfaces. However, the machined bearing also had greater variability 
in crystallinity as a function of depth, particularly from the top surface. 
In contrast, the direct molded bearing had a fairly uniform level of crystall inity versus 
depth, particularly at depths of 600 - 2,500 !Jm from the top surface. This uniformity of 
crystallinity indicates that the thermal cycles used to produce the direct molded bearing were 
more homogeneous and better controlled than those used to produce the machined bearing. 
This uniformity in crystallinity may contribute to better control over micromechanical properties 
and performance issues related to the long-term release of wear debris. 
7.6 DIFFERENTIAL SCANNING CALORIMETRY 
Differential scanning calorimetry experiments were performed on specimens from the 
top bearing surface, the bottom bearing surface, and the bulk of the following tibial bearings: 
machined, unsterilized (01 8A); direct molded, unsteril ized (016A); and direct molded, steril ized 
(020A). It was not possible to analyze the machined, sterilized specimens (01 9A) due to the 
breakdown of the calorimeter. Specimens were removed from the load-bearing region of each 
implant, 1 .5-2.0 em from the specimens for confocal and nanoindentation analysis, and 
adjacent to the specimens for small angle X-ray scattering. The calorimetry measurements 
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were made on a subset of the specimens analyzed with FTIR spectroscopy, following the FTIR  
measurements. These specimens included the top bearing surface, the last specimen (i.e. 
bulk) in the series from the top surface, and the bottom bearing surface. 
Quantitative results from differential scanning calorimetry are summarized in Table 1 2. 
These results include heat of fusion, which was used to calculate crystall inity, and the peak 
melting temperature, which was used to calculate interfacial free energy using SAXS lamellar 
thickness from Table 8 (p. 141 ). For comparison, values of interface thickness are listed from 
SAXS. 
Crystall inities from DSC as a function of specimen position are plotted as a bar chart 
in Figure 25. This chart shows that the direct molded, unsterile tibial bearing had the lowest 
crystallinities, the machined, unsterile bearing had intermediate values, and the direct molded, 
sterile bearing had the h ighest values (which were just slightly h igher than those from the 
machined,  unsterile bearing). Sterilization with gamma irradiation was shown to increase the 
crystallin ity of the direct molded tibial bearing. The absolute values of crystall inity from DSC 
were much lower than those measured by SAXS, WAXD, and FTIR. The trends observed 
from DSC in ranking of crystall inity values for different types of tibial bearings were similar to 
those from SAXS and FTIR, but were different from the WAXD results. 
Peak melting temperatures from DSC as a function of specimen position are plotted 
as a bar chart in Figure 26. This chart shows that the machined, unsterile tibial bearing 
specimens had h igher peak melting temperatures (and therefore thicker lamellae) than the 
direct molded, unsterile tibial bearing specimens. This was consistent with results from SAXS. 
Sterilization of the direct molded tibial bearing had significantly raised the peak melting 
temperatures by about 3.2°C, due to crystall ization of the interface zone that increased the 
lamellar thickness and decreased the interfacial energy. 
Lamellar thicknesses calculated from the Gibbs-Thomson equation (using the peak 
melting temperatures) are compared to those measured from SAXS in Figure 27. Calculated 
values from the Gibbs-Thomson equation are plotted as lines in Figure 27, and the SAXS 
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Table 1 2. Results from Differential Scanning Calorimetry. 
Melting Temperature I Specimen Heat of % CC) Interfacial SAXS 
Type Location Fusion Crystall inity. Free Interface 
(J/g) Begin Peak End Energy
- Thickness 
(etrglam2) (nm) 
I Top 1 60. 1 55.4 % 71 . 7  142.3 1 34 1 3.5 1 1 37.6 
I Machined, Surface Bulk I 1 63.7 56.6 % 74.3 1 38.0 143 .1  1 30 9.0 Unsterile 
(01 8A) Bottom I 1 67.2 57.9 % 74.5 1 1 38.4 143.2 120 12 .2 Surface 
Mean ± 1 63.67 56.63 ± 1 38.00 128.0 ± 1 1 .57 ± 
Std. Dev. ± 3.55 1 .25 % ± 0.40 7.21 2.32 
Top I 1 24.0 42.9 % 1 09. 1 1 34. 1 1 38.0 1 67 1 6.4 Surface 
Direct I Bulk 141 .9  49. 1 % 90.2 1 35.4 141 .0 146 I 1 1 .5 Molded, I 
Unsterile Bottom 147.3 I 51 .0 % 89.3 1 36.0 1 41 .6 141  1 1 .8 (01 6A) Surface 
Mean ± 1 37.73 47.67 ± I 1 35. 1 7  I 1 51 .3 ± 1 3.23 ± Std. Dev. ± 12.20 4.24 % ± 0.97 1 3.8 2.75 
Top 1 65.6 57.3 % 78.3 1 37.6 141 .9 1 1 1 3 6.3 
Surface 
Direct Bulk 1 73.7 60. 1 % 78.2 1 38.2 141 .6 98 2.2 
Molded, I 
Sterile Bottom 1 71 .5 59.3 % 78.2 1 39.4 143. 1 86 I 7.9 
(020A) Surface I 
Mean ± 1 70.27 58.90 ± 1 38.40 99.0 ± 5.47 ± 
Std. Dev. ± 4. 1 9  1 .44 % ± 0.92 1 3.5 2.94 
Crystall inity was calculated based on a heat of fusion value of 289 J/g for ful ly crystall ine 
polyethylene. 236 
Interfacial free energies were calculated from the Gibbs-Thomson equation using the 
following parameters: T m0 = 41 7 .65 K, heat of fusion of 2.89 x 1 09 erg/cm3, and lamellar 
th icknesses from small angle X-ray scattering (refer to Table 8). 
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measurements are plotted as points. The overall trends from the SAXS measurements were 
repeated in the calculated lamellar thicknesses, when the surface energies were adjusted to fit 
the measured data points (see Table 1 2) .  Differences between the top surface, the bulk, and 
the bottom surface (particularly for the direct molded bearings) were expanded in the 
calculated lamellar thicknesses. This was not unexpected, as the DSC specimens were much 
thinner than the SAXS specimens and therefore more sensitive to any variations in lamellar 
thickness with depth from the surface. The peak melting temperature from DSC can be 
measured directly at a very fine resolution (0. 1 °C), which is more sensitive than the indirect 
determination of lamellar thickness from SAXS (which is determined from the 1 -dimensional 
correlation function as a difference between the long period and the amorphous th ickness). 
The Gibbs-Thomson equation uses the equil ibrium melting temperature (for an infin ite 
molecular weight, crystallized polymer chain), the heat of fusion (for a completely crystalline 
polymer molecule), and the interfacial free energy to calculate the lamellar thickness from the 
measured melting temperature. However, the interfacial free energy (oe) is not a constant, but 
can vary depending on the molecular weight and on the structure of the interfacial zone 
between the crystalline lamellae and the amorphous phase. Values of Oe as high as 
326 erg/cm2 have been reported for polyethylene with molecular weights above 1 05 g/mole, 
which had a significant interfacial zone. Values as low as 76 erg/cm2 have been reported for 
low molecular weight polyethylene in the extended chain conformation.236 Values of Oe are 
expected to vary depending on the ratio of the lamellar thickness to the extended chain length , 
and on the relative thickness and structure of the interfacial zone. 
The data plotted in Figure 27 show that the values of Oe were different between the 
machined unsterile specimens (oe - 1 30 erg/cm2) ,  the direct molded unsterile specimens 
(ae - 1 55 erg/cm2) ,  and the direct molded sterile specimens (oe - 1 00 erg/cm2) .  Lamellar 
thicknesses measured by SAXS were used to calculate the Oe value for each data point, as 
listed in Table 12. The corresponding values of interface thickness from SAXS (Section 7.3) 
are also listed. Values of interfacial free energy were significantly lower than the value of 
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326 erg/cm2 previously reported for molecular weights above 1 05, but fel l  within a reasonable 
range for polyethylene. The lower values of 08 resulted from lower interfacial zone thicknesses 
in these UHMWPE bearings, which were consolidated and crystall ized under h igh pressures to 
produce h igh crystall inities. 
Interfacial free energy is plotted versus interface thickness in Figure 28. The data 
points for all the specimens followed a l inear relationship. The fitted line intercepted the Y -axis 
at 78 erg/cm2, very close to the value previously reported for polyethylene in the extended 
chain conformation, as mentioned previously. Note that data from both the unsterilized and 
the sterilized specimens were fitted to the same line. One of the significant effects of 
sterilization was to decrease the thickness of the interface zone, thus lowering the interfacial 
free energy. 
The DSC data curves (from the first melting cycle) for each UHMWPE specimen are 
shown in Figure 29: (A) for the direct molded, unsterile tibial bearing, (B) for the direct molded, 
sterile, tibial bearing, and (C) for the machined, unsterile tibial bearing. Each heat flow curve 
was normalized for specimen mass, and then the linear baseline (fit to the low temperature 
data on first heating of each solid polymer specimen) was subtracted so that all the curves 
could be aligned for comparison. This al lowed direct comparison of the temperatures where 
onset of melting occurred. 
Difference functions were calcu lated from the datasets shown in Figure 29 by 
subtracting the data for the bulk specimen from the data for the specimens at the top and 
bottom surfaces, for each type of tibial bearing. These difference functions are shown in 
Figure 30, parts A, B and C. The peak melting temperature for each specimen was labeled on 
these plots. When the difference function lay above the zero line, the surface specimen 
released more heat than the bulk specimen, and vice versa. When the difference function lay 
on the zero line, the surface specimen had the same normalized heat flow during melting as 
the bulk specimen. The height of each peak, and the area enclosed by it (in the positive or 
negative direction), indicates the significance of the difference between the melting 
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For direct molded UHMWPE tibial bearings that are (A) unsterile and (B) 
sterile (continued on next page). 
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behaviors of the surface and the bulk specimens. 237 This difference can be related to 
differences in lamellar thickness distribution between the surface and the bulk specimens. 
Figure 29 (parts A and B) shows differences in the peak melting temperature (T m) as a 
function of specimen position for the direct molded bearings (unsterile and steri le). The top 
bearing surface had a lower T m than the bulk (by 0.6 - 1 .3°C), which had a lower T m than the 
bottom bearing surface (by 0.6 - 1 .2°C). This trend was observed in both the unsterile and the 
sterile tibial bearings manufactured by direct molding. The sterile bearing had T m values that 
were about 3.2°C higher than values for the unsterile bearing, due to thicker lamellae. Part C 
shows that this same trend in T m values versus specimen position was observed for the 
machined, unsterile bearing, but the differences between the peak melting temperatures were 
smaller (0.4°C). 
Differences in onset and end melting temperatures were also observed in Figure 29, 
and these ranges were listed in Table 1 2. For the direct molded, unsterile specimens in part 
A, the specimen from the top surface had a narrower melting range ( 1 09. 1 - 1 38.0°C) than the 
specimen from the bulk (90.2 - 141 .0°C) and the specimen from the bottom surface (89.3°C -
141 .6°C) . Figure 30A shows that the top surface had different heat flows from the bulk at all 
temperatures above 90°C, whereas the bottom surface had heat flows different from the bulk 
only at 126 - 140°C. From 90 - 12-t>C, the bulk released more heat due to the melting of th in 
lamellae in the bulk that were not present in the top surface. Above 1 27°C, the difference 
function was determined from the melting peaks of the top surface and the bu lk specimens. 
From 90 - 1 26°C, the bottom surface was identical to the bulk, and the differences in heat flow 
between the melting peaks were not very large at h igher temperatures. These results can be 
related to the thermal history during direct mold ing and manufacturing of the tibial bearing. 
The top surface crystall ized at a lower temperature and should have crystall ized faster than the 
bulk, since it was in direct contact with the mold surface during the crystallization and cooling 
cycles. I n  contrast, the bottom surface of th is bearing was machined after molding, so the 
original molded surface was removed on this side. Thus, the bottom bearing surface had 
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thermal properties that resembled those of the bulk. The slightly h igher peak melting 
temperature on the bottom surface (relative to the bulk) could be due to limited annealing that 
resulted from frictional heat during machining. 
For the direct molded, sterile specimens in Figure 298, the melting temperature 
ranges were quite similar for specimens from the top surface, the bulk, and the bottom 
surface. All three specimens began melting around 78.2°C (which is much lower than 
specimens from the direct molded, unsterile specimen), but specimens from the top surface 
and the bulk ended melting around 141 .8°C whereas the specimen from the bottom surface 
ended around 143 . 1 °C. The difference functions in Figure 308 show that the top had sim ilar 
heat flows to the bulk except in the range 1 31 - 141 °C, and the bottom was different from the 
bulk at temperatures above 1 29°C. These differences resulted from the melting peaks for 
each specimen, as the melting peaks in Figure 298 diverged from each other around 1 30°C. 
The peak for the top surface was shifted slightly to the left of the peak for the bulk, but much 
less than that for the direct molded,  unsterile tibial bearing. The peak for the bottom surface 
was shifted sign ificantly to the right of the peak for the bulk, much more than that for the direct 
molded, unsterile tibial bearing. 
The melting ranges for the sterilized specimens were quite different from what might 
be predicted, based on the ranges for the direct molded, unsterile specimens. Sterilization 
increased the peak melting temperatures by about 3.2°C, but the melting ranges did not follow 
th is pattern . Melting began at much lower temperatures (by about 1 0 - 30°C) following 
sterilization, and this temperature was consistent between all three specimens. Melting ended 
at higher temperatures (by 1 .5 - 3.9°C) for specimens from the top and bottom surfaces, but 
the increase was only 0.6°C for the specimen from the bulk. 
Sterilization by gamma irradiation is known to produce both crossl inking and chain 
scission in polyethylene. Chain scission within the amorphous phase and/or the interface zone 
could lead to formation of new crystalline lamellae, which would be thinner than those formed 
during crystallization from the melt. These th inner lamellae would cause melting to begin at 
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lower temperatures in the steril ized specimens, and would explain why the temperature to 
begin melting was consistent between sterilized specimens from the top surface, the bulk, and 
the bottom surface. Results from this study have indicated that chain scission with in the 
interface zone led to crystal lization and increase of the thickness of adjacent lamellae. Since 
the end of melting temperature increased after sterilization for specimens from the top and 
bottom surfaces, but not for the bulk specimen, the effects of irradiation may be variable with 
depth from the bearing surfaces. Thus, more crystal lization of the interface zone may have 
occurred near the top and bottom surfaces than in the bulk. 
For the machined, unsterile specimens in Figure 29C, the specimen from the top 
surface had a slightly wider melting temperature range (71 .7 - 142.3°C) than the specimens 
from the bulk (74.3 - 143 . 1 °C) and from the bottom surface (74.5 - 143.2°C). The d ifference 
functions in Figure 30C show that the heat flow from the top surface was different from the 
bulk at temperatures above 95°C, and the bottom surface was different from the bulk at 
temperatures above 1 08°C. The melting peaks for all three specimens began around 1 28°C. 
The main body of the melting peak of the top surface was about the same width as that for the 
bottom surface, but was shifted to slightly lower temperatures. The width of the peak for the 
bulk was wider and spread from the tails of the top surface peak (at lower temperatures) to the 
tails of the bottom surface peak (at h igher temperatures). The narrowing of the peaks for the 
machined surfaces, as compared to the bulk, may result from annealing due to frictional heat 
generated during machining. 
Results from FTIR spectroscopy had previously shown that the crystall in ity versus 
depth within this bearing was variable, suggesting a non-uniform thermal history. This may 
explain why the melting curves for the top and bottom surfaces were offset from each other, 
although sim ilar in shape. All three curves had a long tail that extended down to low melting 
temperatures (much lower than for the direct molded, unsterile tibial bearing), in contrast to 
their peak melting temperatures that were h igher than for the molded bearing. The 
crystall ization temperature of the ArCom® UHMWPE was higher than that of the direct molded 
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bearings, based on the higher peak melting temperature. The wide melting temperature range 
of the machined specimens ind icates that the ArCom® UHMWPE was cooled slowly after 
consolidation and crystallization, which is consistent with it being processed as a large­
diameter (9 em) rod. Such a large block of polymer would cool much slower than a direct 
molded tibial bearing (about 1 em thick). The lowest melting temperatures were below those 
for the direct molded, sterilized bearing, suggesting the possibility that chain scission might 
have resulted from the processing conditions (pressure and temperature) used in isostatic 
compression molding of ArCom®. 
7. 7 POLARIZED LIGHT MICROSCOPY 
Results from polarized light m icroscopy are shown in Figure 31 , F igure 32, and Figure 
33 for unsterilized tibial bearings. Thin sections were cryomicrotomed from each type of tibial 
bearing, transverse to the bearing surface. In the photomicrographs, the original top surface of 
each implant bearing was shown at the top of the image. 
Differences were observed between the two specimens. The machined bearing had a 
distinct layer (shown in Figure 31  as translucent at the top, with a bright band underneath) at 
the top surface, which resulted from plastic deformation and heating (and associated 
annealing) during machining. This layer was 25 - 40 �m thick, and would be expected to wear 
off with 2 - 1 0  months (based on typical wear rates). Such a layer was not observed in the 
direct molded bearing, which had a un iform appearance from the bulk to the top surface. 
The large-scale, bulk morphologies were also different between the two specimens. 
The machined specimen had a finer morphology (Figure 33A shows structures below 10 J.Lm) 
that was uniform throughout the bulk, but with isolated regions of amorphous material (Figure 
31A) that could be associated with boundaries between the original resin particles. The direct 
molded specimen had regions of coarse morphological features (Figure 338 shows structu res 
1 0 - 20 J.Lm in size) that were isolated between regions that appeared either oriented in a 
different direction or amorphous (Figure 31 8). 
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Figure 31 . Polari�ed l ight m icroscopy with a quarter wave plate {200X, color).  
Differences in  morphology are shown between (A) the machined bearing  
. 
. 
and (B) the direct molded bearing, both at the surface (top) and within the 
bulk. 
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A. Machined Tibial Bearing (400X, scale bar = 50 f.1111) 
B. Direct Molded Tibial Bearing (400X, scale bar = 50 Jlm) 
Figure 32. Polarized light microscopy with crossed linear polarizers (400X, B&W). 
Differences in morphology are shown between (A) the machined bearing 
and (B) the direct molded bearing, both at the surface (top) and with in the 
bulk. 
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A. Machined Tibial Bearing (1 000X, scale bar = 25 J.llll) 
B .  Direct Molded Tibial Bearing (1 OOOX, scale bar = 25 J.llll) 
Figure 33. Polarized light microscopy with crossed l inear polarizers (1 000X, B&W). 
Differences in morphology are shown between (A) the machined bearing 
and (B) the direct molded bearing, with in the bulk. 
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8. DISCUSSION 
This research has proven that there were differences in surface texture and surface 
micromechanical behavior as well as in bulk and surface morphology of UHMWPE tibial 
bearings fabricated by machining versus direct molding. Many of these differences were 
present in the unsterilized tibial bearings, but additional changes in properties occurred after 
sterilization by gamma irradiation and shelf aging in air. Morphology was shown to be different 
in the bulk as well as the surfaces of the unsterilized specimens, and to undergo sign ificant 
changes following irradiation and shelf aging in air for two years. These differences and 
changes in morphology affected micromechanical behavior and properties. 
8.1 MORPHOLOGY OF UNSTERILE UH MWPE 
Consolidation of the UHMWPE resin (Himont 1 900H) powder by either isostatic 
compression molding (to form the ArCom® rod stock that was later machined) or by direct 
molding (to form bearings) produced different morphologies between these two products (prior 
to sterilization). These different processing methods used different thermal and pressure 
cycles, which produced different lamellar thicknesses and crystallinities in the unsterile 
UHMWPE bearings. 
The machined bearing (from ArCom®) had higher values of long period and lamellar 
thickness than the direct molded bearing, based on SAXS analysis using the 2-phase model of 
crystall inity (Table 8, p. 141 , and Figure 22A, p. 140). Long periods were 68 - 84 nm for the 
machined bearing versus 64 - 71 nm for the direct molded bearing. Lamellar thicknesses 
were 48 - 64 nm for the machined bearing versus 43 - 50 nm for the direct molded bearing. 
The peak melting temperatures from DSC (Table 12 , p .  1 52) were also higher for the 
machined bearing (1 37 - 1 38°C) than for the direct molded bearing ( 1 34 - 1 36°C), confirm ing 
a difference in lamellar thickness. Because the amorphous thickness (based on the 2-phase 
model) was similar for both bearing types (20 - 22 nm), the crystallinity (from SAXS) was only 
slightly higher for the machined bearing (70 - 76%) than for the direct molded bearing (67 -
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7 1  %). Results from the bearing surfaces were sim ilar to that from the bulk, so all three were 
averaged together for each bearing type. 
When results from FTIR and DSC analyses were used to apply the 3-phase model of 
crystall inity to the SAXS data (Figure 228, p. 140, and Table 9, p. 1 42), the average lamellar 
thicknesses decreased and a sizeable interface thickness was found. Lamellar thicknesses 
were distinctly higher in the machined bearing (49 - 54 nm) than in the direct molded bearing 
(39 - 42 nm). The difference in crystall inity also became more distinct between the machined 
bearing (65 - 68%) and the direct molded bearing (57 - 62%). 
Results from FTIR and DSC (Table 1 1 ,  p. 1 48) confirmed that crystallinity was higher 
in the machined bearing, but WAXD results (Table 1 0, p. 146) showed a small difference in 
the opposite direction . Crystallinity depth profile results from FTI R (Figure 24, p. 149) showed 
variations in crystallinity for both bearing types. The machined bearing had a decrease in 
crystall inity from the top surface into the bulk, which reached a minimum at 1 ,400 IJm deep and 
then increased to a moderate value at 2,000 IJm deep. The overall range of crystallin ity was 
from 74% at the surface down to 57%. In contrast, the direct molded bearing had a more 
uniform crystall inity with depth, with a range from 64% to 71 %. Variations in crystall inity versus 
depth affected the results from WAXD, as specimens for WAXD were approximately 1 mm 
thick. This depth profile particularly affected the crystallinity measurements on the machined 
specimens, causing them to be slightly (but not consistently) lower than the measurements on 
the direct molded specimens. Variations in crystallinity could have resulted from either thermal 
effects due to machining ( i.e. melting or annealing near the surface) or incomplete fusion of 
the resin particles during isostatic compression molding (with variations in crystallinity between 
different resin particles). Examination of the polymer morphology in the machined bearing by 
polarized light microscopy showed that the most distinct effects of machining were localized to 
a depth of about 40 1Jm from the surface. DSC results showed that melting peaks from 
specimens at the top and bottom machined surfaces were s lightly narrower than the peak from 
the bulk specimen , but this only indicated an annealing effect at depths of a couple hundred 
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microns. Thus, incomplete fusion of the resin particles during consolidation (isostatic 
compression molding) was likely causing the variation in crystallin ity with depth. Previous 
polymer research had shown that incomplete fusion of UHMWPE resin particles resulted in 
boundaries remaining distinct even after sintering of the particles (rather than boundaries 
disappearing after complete fusion and crystall ization). 238 
Figure 34 compared the different crystallinity measurements from DSC, FTIR, WAXD, 
and SAXS. The difference in crystallinity between machined and direct molded bearings (both 
unsterile) was small (3 - 9%), but was more distinct when the interface was excluded from the 
crystall inity determination (as from DSC and 3-phase SAXS results). The 2-phase SAXS 
crystallinities were consistently higher than the WAXD crystallin ities, although the same 
specimens were analyzed, indicating that segregated amorphous phase occurred outside the 
lamellar stacks. The difference between the SAXS (2-phase) and WAXD crystallin ities was 
larger in the machined bearing than in the direct molded bearing. This segregation was 
confirmed by polarized light m icroscopy for the unsterile bearings, particularly for the machined 
bearings. 
On a smaller structural scale, the presence of a thick interface zone (9 - 16 nm) 
between the lamellae and the amorphous phase was shown by the combined 3-phase analysis 
of the SAXS, FTIR and DSC results (Figure 228, p. 1 40, Table 9, p. 142, and Figure 23, 
p. 144) for unsterile specimens. However, the 1 -dimensional correlation functions from SAXS 
(Figure 21 , p. 1 39) had not shown the typical shape representative of a thin interface zone. 
The thickness of the interface (in the unsterile specimens) was almost as large as that of the 
amorphous phase (1 3-1 7 nm), so that the model assumed for a thin interface zone (a few 
angstroms thick) was not well su ited for interpretation of these correlation functions. 
The Gibbs-Thomson equation was used to calculate the interfacial free energies 
(Table 12,  p. 1 52) based on the peak melting temperatures from DSC and the lamellar 
th icknesses (based on the 2-phase model) from SAXS. The interface thicknesses (Li) were 
equal to or h igher and the interfacial free energies (oe) were consistently higher in the direct 
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Comparison of Crystallinity by Different Techniques 
Machined, Unsterile Machined, Sterile 
0 FTIR II WAXD 
Direct Molded, Unsterile Direct Molded, Sterile 
• SAXS (2-Phase) 1• SAXS (3-Phase) 
Figure 34. Comparison of crystallinity measurements by DSC, FTIR, WAXD, and SAXS. 
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molded specimens (L1 = 1 1 .5 - 1 6.4 nm, Oe = 141  - 1 67 erg/cm2) than in the machined 
specimens (L1 = 9 - 1 3. 5  nm, Oe = 120 - 1 34 erg/cm2) .  A plot of peak melting temperature 
versus inverse lamellar thickness (Figure 27, p. 1 55) confirmed that the data points did not fall 
along the same l ine, indicating differences in interfacial free energy. 
A plot of interfacial free energy versus interface thickness (Figure 28, p. 1 58) showed 
a l inear relationship, confirming that interfacial free energy could not be treated as a constant 
but instead varied with interface thickness. The intercept of the line was 78 erg/cm2, very 
close to the value of 76 erg/cm2 previously reported for extended chain polyethylene (with a 
minimum interface th ickness) of a low molecular weight.236 This previous study had 
demonstrated that interfacial free energy varied depending on molecular weight, the ratio of 
the lamellar thickness to the extended chain length , and on the relative thickness and structure 
of the interfacial zone, with a minim um value for extended chain lamellae. Values as high as 
326 erg/cm2 were reported for polyethylene with molecular weights above 1 05 g/mole, but 
crystal l ization conditions were different from those used to fabricate the tibial bearings studied 
in this dissertation .  Lamellar thicknesses had been determined by either electron microscopy 
or low-angle X-ray diffraction, and melting temperatures had been determined by either 
di latometry or low-angel X-ray diffraction (based on the temperature where the diffraction peak 
disappeared). 239'240 
The micron-scale morphologies of the two bearing types (unsterile) were compared 
near their surfaces using polarized light microscopy (Figure 31 , p. 1 67, Figure 32, p. 1 68, and 
Figure 33, p. 1 69). The morphology of the direct molded bearing was consistent between the 
bulk and the top bearing surface, showing no distinct change in structure near the surface. 
The machined bearing had a modified layer at the surface, 25 - 40 J.Lm thick, with a different 
morphology from the bulk due to plastic deformation and thermal effects. Figure 31 A (p. 1 67) 
showed that this layer consisted of two different zones, each approximately half of the total 
thickness. The outer zone appeared to be non-uniformly crystalline or oriented, while the inner 
zone appeared to be either highly crystalline or h ighly oriented. The outer zone would be 
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highly oriented from plastic deformation during machining, un less it had melted and crystallized 
(perhaps quenched) from frictional heating.241 The inner zone would have melted due to heat 
transfer from the surface, but would have cooled and crystallized much slower due to low 
thermal conductivity. Thus, the inner zone would have a higher crystallinity than the outer 
zone. 
The modified layer on the machined bearing was so th in that it had a limited effect on 
FTIR and DSC analyses (specimen thickness 1 60 - 31 0 J.Un) comparing the surfaces to the 
bulk, and had little or no effect on WAXD and SAXS analyses (specimen thickness -1 mm). 
The FTIR depth profile (Figure 24, p. 149) showed an increase in crystallin ity at the surface, 
but this trend extended through many specimens to a total depth of 1 ,400 fJ.m from the top 
surface. Thus, the variation in crystallinity resulted from more than just this thin, modified layer 
at the surface. Specimens from the top and bottom surfaces had higher FTI R crystallinities 
than the one from the bulk (Table 1 1 ,  p. 148), but th is trend extended beyond the range of the 
modified layer. Surface specimens analyzed with DSC had very similar crystallin ities to the 
bulk specimen (Table 1 2, p. 1 52), and their peak melting temperatures did not vary 
significantly with specimen position .  The widths of the melting peaks were slightly narrower for 
the top and bottom surfaces relative to the bulk (Figure 29C, p. 1 59), indicating that machining 
had an effect simi lar to annealing at the surfaces. 
The significance of the modified layer was that polymer molecules in that region had 
been stretched and oriented in the machining direction, possibly leading to increased 
crystallization. Thus, these molecules would be less flexible and more stiff, and would fracture 
at a lower additional strain. The crystallinity may have increased, thus reducing the elasticity 
by reducing the amorphous phase fraction. This would contribute to increased plastic 
deformation upon loading. The articulations at the bearing surfaces would contribute to 
increased orientation and strain of these molecules until fracture occurred. Thus machin ing 
could reduce the number of articulating cycles leading to the release of wear debris particles, 
by pre-orienting the polymer molecules at the surface. This might not affect the long-term 
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wear performance, as this modified layer would be removed within 2 - 1 0 months (based on 
typical clin ical wear rates). 
Polarized light m icroscopy showed that the micron-scale, bulk morphologies were also 
different between the two specimens. The machined specimen had a finer crystalline 
morphology (Figure 33A, p. 169, showed structures below 10 f.UTl) that was uniform in scale 
throughout the bulk. It contained isolated regions of amorphous material (shown in red in 
Figure 31A, p. 1 67) that could be associated with boundaries between the original resin 
particles (Table 5, p. 1 0 1 ), due to their size and spacing. The direct molded specimen had 
regions of coarse crystalline features (Figure 338 showed structures 1 0 - 20 ).UTl in size) that 
were separated by regions that appeared oriented in a different direction (Figure 31 B). The 
scale of these different regions was below 1 50 �m. slightly smaller than resin particles. 
Regions of segregated amorphous material were not as distinct as in the machined bearing, if 
they were present. These observations confirmed that the direct molding process was more 
effective in melting, fusing , and consolidating the UHMWPE resin than the isostatic 
compression molding process. Previous research has shown that melting of nascent 
UHMWPE powder is kinetically controlled,242 and can proceed slowly depending on the 
temperature. 
Differences in the thermal histories of the machined versus direct molded bearings 
from fabrication ,  prior to sterilization ,  were determined from DSC data. Figure 35 compared 
the initial melting cycles from bulk specimens of each bearing type. The machined bearing 
{ArCom®) was crystallized at a high temperature {peak melting temperature = 1 38°C), but 
crystallization occurred over a wide temperature range. The fine crystalline morphology 
(described above) indicated that the UHMWPE was melted, then held at the crystall ization 
temperature for a short time before beginning the cooling cycle. The cooling rate was slow, 
because of the large thickness of the fabricated rod. Thus, significant crystallization occurred 
during the cooling cycle, producing a broad melting peak from DSC that extended from an 
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Figure 35. Comparison of melting cycles from DSC for types of tibial bearings. 
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onset temperature of 74°C to an end temperature of 1 43°C. The slow cooling also broadened 
the range of lamellar thicknesses produced, as shown by the long period data in Table 8 
(p. 1 41 )  and the low height and large width of the first maximum in the one-dimensional 
correlation function (Figure 21 , p. 1 39). Crystallization at lower temperatures during the 
cooling cycle produced finer crystalline morphologies, due to the increased nucleation rate and 
the decreased growth rate. 
The direct molded bearing was crystallized at a lower temperature (peak melting 
temperature = 1 35°C), and crystallization occurred over a narrow temperature range. The 
coarse crystalline morphology indicated that the polymer was held at a relatively h igh 
crystallization temperature for an extended time, allowing large lamellar stacks (or domains) to 
grow. Thus, most of the crystallization occurred within a narrow temperature range, and less 
crystallization occurred on cooling. In  addition, the comparably thin cross-section (-1 em 
thickness) of the tibial bearing allowed a faster cooling rate than for a large rod. Thus, the 
melting peak was narrower, extending from an onset temperature of 90°C to an end 
temperature of 141 °C. Likewise, the range of lamellar thicknesses was narrower, as shown by 
the long period data in Table 8 (p. 1 4 1 )  and the well-defined first maximum in the one­
dimensional correlation function (Figure 21 , p. 1 39). Crystallization at higher temperatures 
produced larger crystall ine domains, due to the decreased nucleation rate and the increased 
growth rate. 
Although polarized light microscopy did not show a modification of the top surface in 
the direct molded bearing, DSC results indicated differences in crystalline morphology between 
the top surface (as molded), the bulk, and the bottom surface (machined). The top surface 
had a lower crystallinity than the bulk or the bottom surface (which had similar values) based 
on DSC results (Table 1 1 ,  p. 1 48), although this difference was not present in FTI R  
crystall inities (which included the interface). The top surface also had a lower peak melting 
temperature and a narrower melting range than either the bulk or the bottom surface (Table 
1 2, p. 1 52, and Figure 29, p. 1 59). These differences translated into a h igher interface 
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thickness and a h igher interfacial free energy at the surface. This increase in the interface 
resulted from the thermal history during direct molding and manufacturing of the tibial bearing. 
The top surface crystal lized at a lower temperature and faster than the bulk, since it was in 
direct contact with the mold surface during the crystal lization and cooling cycles. Most of its 
crystallization would have occurred while the mold was held at the crystall ization temperature, 
rather than on cooling. In contrast, the bottom surface was machined after molding so the 
original molded surface was removed on that side. Thus, the bottom bearing surface had 
thermal properties that were more like those of the bulk. The bulk finished much of its 
crystall ization while the mold was held at the crystallization temperature, but additional 
crystallization occurred during the cooling cycle. The bottom surface had slightly higher values 
of crystallinity and peak melting temperature than the bulk (Table 1 2, p. 1 52), and had heat 
flows different from the bulk at 1 26 - 140°C (Figure 30A, p. 1 61 ).  These differences ind icated 
that machining of the bottom surface induced limited annealing from frictional heating. This 
annealing was observed in the machined bottom surface of the direct molded bearing, but was 
not as distinct in the surfaces of the machined bearing (except for a slight narrowing of the 
melting peaks), because of the difference in lamellar thicknesses. The lamellae were thinner 
in the direct molded bearing, allowing annealing to occur at a lower temperature. 
Interface thickness and associated interfacial free energy were related to 
crystallization conditions, particularly temperature and time. Larger interface thicknesses 
resu lted from crystal l ization at h igh temperatures, where most of the crystallization occurred 
within  a narrow temperature range (as for the top surface of the direct molded bearing). When 
increased amounts of crystal l ization occurred during the cooling cycle, the interface thickness 
decreased (as for the bulk of the direct molded bearing and the machined bearing) . 
8.2 MORPHOLOGY OF IRRADIATED & AGED UHMWP1E 
Gamma irradiation and shelf aging in air caused changes in the morphology of 
UHMWPE.  These changes resulted from chain scission and crystallization that occurred 
1 79 
primarily in the interface and to a lesser extent in the amorphous phase. Previous work by 
others had shown that gamma irradiation increased the crystallinity of UHMWPE resin  powder 
(Hercules 1 900) with in a range of low doses (below 5 Mrad) .243 The researchers interpreted 
th is result as due to chain scission exceeding crosslinking where the strain energy in the 
polymer chains was high,  particularly at entanglements. Chain scission was predicted to occur 
primarily in the amorphous phase and on lamellar surfaces (i.e. in the interface zone). Results 
of the present research support this interpretation , as a small increase in crystall inity resulted 
from a large decrease in the interface, a small decrease in the amorphous phase, and a small 
increase in the crystall ine phase, with a net decrease in the long period. 
Changes in morphology of the direct molded tibial bearing were determined by 
applying the 3-phase model of crystallinity to combined data from SAXS, WAXD, FTIR, and 
DSC (Figure 228, p. 140, and Table 9, p. 1 42). The largest change was the decrease in the 
thickness of the interface (by about 60%) that resulted from chain scission. A smaller 
decrease in the thickness of the amorphous phase (by 1 0-1 5%) also occurred. The chain 
fragments then partially crystallized, contributing to an increase in the lamellar thickness (by 
about 1 0%). Thus, the long period decreased after sterilization.  Similar effects were predicted 
and estimated for the machined tibial bearing, although FTIR and DSC data were not obtained 
from those specimens. (Note: The breakdown of the differential scanning calorimeter made it 
impossible to run the sterile, machined bearing specimens. Thus FTIR could not be used to 
characterize the interface, so FTI R  analyses were not run.) The machined bearings were 
fabricated from the same UHMWPE resin as the direct molded bearings, and had significant 
thicknesses of interface zone and amorphous phase in the unsterile condition, so sim ilar 
effects of irradiation and shelf aging were predicted. The increased lamellar thickness in the 
machined bearings could slow the migration of free radicals from the interior of the lamellae to 
the interface zone, but would not affect radicals formed in the interface or the amorphous 
phase. 
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Changes due to irradiation were not as distinct when the 2-phase model of crystall inity 
(without considering the interface) was used to interpret the SAXS and WAXD data (Figure 
22A, p. 140, and Table 8, p. 14 1 )  for both direct molded and machined bearings. Based on 
this model , the amorphous thickness decreased but the lamellar thickness did not change, 
resulting in  an overall decrease in  the long period. Because the interface was divided between 
the amorphous and crystalline phases in th is model, the increase in percent crystallinity after 
irradiation was smaller in magnitude than in the 3-phase model. 
Sterilization and shelf aging caused a small increase in crystall in ity in both machined 
and direct molded bearings, based on results from SAXS and WAXD, and in the direct molded 
bearings based on DSC results. However, FTIR results did not show a sign ificant increase in  
crystallinity in the direct molded bearing. Crystall inity determinations from DSC excluded the 
interface from the crystall ine phase, determinations from FTIR included the interface in the 
crystalline phase, and determinations from SAXS (based on the 2-phase model) i ncluded half 
the interface thickness in the crystalline phase but excluded any segregated amorphous phase 
outside the lamellar stacks. Thus, the crystall inity values from SAXS (2-phase model) should 
be intermediate between those from DSC and from FTIR, unless amorphous phase is 
segregated outside the lamellar stacks. The measured crystall inities from FTIR were 
consistently equal to or less than those from SAXS (2-phase model) for all specimens, 
confirming that segregated amorphous phase was present in both types of tibial bearings. 
This compensated for the small increase in crystallin ity within the lamellar stacks, so that the 
change was not distinguishable by FTIR. 
The increases in crystall inity and lamellar thickness resulted in i ncreases in peak 
melting temperatures, and the decrease in interface thickness resulted in a decrease in  
interfacial energy (Table 12, p .  1 52, and Figure 26, p. 1 54) for the direct molded bearing. 
Thus, peak melting temperatures correlated well with the changes in crystalline structure 
determ ined from other measurements. The calculated interfacial free energies for the sterile, 
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direct molded, specimens followed the l inear relationship versus interface thickness (Figure 
28, p. 1 58) previously shown for the unsterile specimens of both bearing types. 
The presence of th in lamellae, crystallized following chain scission, was confirmed by 
a sign ificant decrease in the onset melting temperature (Table 12 ,  p. 1 52) for sterile , direct 
molded, bearing specimens, when the peak melting temperature increased. The onset melting 
temperature decreased from 89 - 1 09°C (for unsterile specimens) to a constant value of 78°C 
(for sterile specimens) after irradiation and shelf aging. Chain scission within the amorphous 
phase and/or the interface zone led to formation of new crystalline lamellae that were thinner 
than those formed during crystallization from the melt. These thinner lamellae melted at lower 
onset temperatures in the sterile specimens (relative to onset temperatures in the unsterile 
specimens). The onset melting temperature was consistent between sterilized specimens 
from the top surface, the bulk, and the bottom surface. 
Resu lts from this study have shown that chain scission within the interface zone led to 
crystallization and increase of the thickness of adjacent lamellae. The end of melting 
temperature (Table 12 ,  p. 1 52) increased from 1 38 - 1 42°C (unsterile) to 142 - 1 43°C after 
sterilization for direct molded specimens from the top and bottom surfaces. However, th is 
temperature remained constant at 141 - 1 42°C for the bulk specimen. The peak melting 
temperatures from the top and bottom surfaces increased by 3.4 - 3.5°C after sterilization, 
while that from the bulk only increased by 2.8°C. The effects of irradiation varied with depth 
from the bearing surfaces. Thus, more crystallization of the interface zone occurred near the 
top and bottom surfaces than in the bulk. This can be explained by heterogeneous oxidation 
occurring due to diffusion of oxygen from the surfaces into the bulk, as described in Section 
3.5.3. 1 .  
8.3 SURFACE TEXTURE 
Surface texture differences resulted from the different fabrication methods -
machining versus direct mold ing of UHMWPE tibial bearings. As expected , the machined 
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surfaces had a rougher, more irregular texture or topography than the direct molded surfaces. 
Confocal l ight microscopy demonstrated this at relatively low magnifications ( 1 00 - 200X), and 
provided quantitative data for calculation of the roughness average (R8), the RMS roughness 
(Rq), and the skewness (Rsk). 
The machined surface was rough and irregular, as shown in Depth Maps from 
confocal microscopy in F igure 1 1  8 (p. 1 1 4) and Figure 1 38 (p. 1 1 7). Machining left an 
oriented topography on the surface along the machining direction , with fine machining l ines 
(from defects in the cutting tool) oriented parallel to the X-direction (horizontal) of these 
micrographs. The interaction between the chatter of the machine tool and the large-scale 
structure of UHMWPE (due to the sintering of resin powder particles) created other features on 
the surface, oriented generally normal to the machining direction (i.e. along the Y-direction). 
These features had irregular, scalloped boundaries, with the scallops extending over large 
lateral distances, and they were spaced 1 50-350 Jlm apart (along the X-direction) with a 
relatively smooth region between the boundaries. The scalloped edges indicated local ized 
plastic deformation of the polymer as it was cut (or torn) by the cutting tool ,  and likely resulted 
from incomplete fusion and segregation of amorphous material at the boundaries of resin 
particles. The lateral spacing of the scallops was comparable to the size of resin powder 
particles (Table 5, p. 1 0 1 ). 
The direct molded surface was very smooth, as shown in Depth Maps from confocal 
microscopy in Figure 128 (p. 1 1 6) and Figure 148 (p. 1 1 8). The banded appearances of these 
images resu lted from regions of constant height - the surface was smoother than the 
Z-increment of the topographic measurements. This type of banded appearance appears as 
an artifact in any digital image where adjacent regions have constant intensity (gray-scale) 
values that vary by small increments. The slight curvature of these bands was representative 
of the true 3-dimensional topography of the bearing surface. Very fine scratches and surface 
defects were visible in the Maximum I ntensity images. Some of these were also visible in the 
corresponding Depth Maps, but others were too shallow to be resolved in the Z-direction. No 
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surface features revealed any structures or boundaries related to the original resin powder, 
indicating that a high-quality molding process was successful in consolidating the resin 
particles at the surface. 
All three surface texture parameters were found to be significantly different between 
the machined versus the direct molded tibial bearings (Table 6, p. 1 1 9}, quantifying the visual 
observations described above. The direct molded bearings had significantly lower 
measurements of Ra and Rq (0.5 - 0.9 �m} at 200X than the machined bearings (1 .2 -
2.8 �m}. At 1 00X the Ra and Rq values were larger (by factors of 2 - 3X} than those 
measured at 200X, for both bearing types, because the surface area measured was four times 
as large so that more features were quantified. (However, the Z-increment was 4.0 �m at 
1 OOX, versus 1 .5 �m at 200X, so the precision of the measurement was lower as magnification 
decreased.} For the machined bearings at 200X, the Ra and Rq values were different along 
the two axes (anterior-posterior, Y, and medial-lateral, X} of measurement, showing that 
orientation effects in the surface roughness resulted from machining. For the direct molded 
bearings at 200X, the Ra measurements were similar along these two axes, but the Rq 
measurements were different, showing that there was a lesser orientation effect in the molded 
surface roughness. The direct molded bearings had values of Rsk near zero (-0.30 to +0.22} at 
200X, while the machined bearings had negative Rsk values (-0.63 to +0.01 }. 
Surface roughness was represented by Ra and Rq and confirmed that the direct 
molded bearings had a smoother texture than the machined bearings. Roughness values fell 
within a reasonable range comparable to the size of larger wear debris particles. However, the 
Ra and Rq values did not directly measure the height of surface features - they were averaged 
values calculated from residuals. The average peak-to-valley height of surface features would 
be about a factor of four larger than the Ra or Rq values. Thus the average peak-to-valley 
height would be 2.0 - 3.6 �m for direct molded bearings and 4.8 - 1 1 .2 �m for machined 
bearings. Measurements on individual surface features would sometimes be significantly 
larger than these values. The topography of the direct molded bearings could be smoother 
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than the measured values, as the roughness was near the lower l imit for measurement by 
confocal microscopy. Surface features measured on the machined bearing were within the 
measurement capabilities of this technique. 
Skewness is an indication of the shape of the surface profile, rather than a 
measurement of height variation or roughness. Skewness values were more negative for the 
machined bearings than for the direct molded bearings, which had values near zero. These 
Rsk values also changed in magnitude at different magnifications, with higher {more positive) 
values measured at 1 00X than at 200X for both types of bearings. It was important to match a 
representative surface area with a su itable vertical resolution {Z-increment) for the 
measurement. The theoretical skewness for a perfectly flat surface is zero, and Rq from the 
direct molded surfaces appeared very close to this ideal. When the Z-increment is larger than 
the scale of surface roughness, so that Ra decreases to one-fourth of the Z-increment, then 
the skewness value decreases toward zero. This must be considered in interpreting results 
from the direct molded bearings. Values of Rsk near zero indicated surfaces that were either 
flat or symmetric about the midline of the surface profile, which would be very good for load 
bearing. Negative values of Rsk indicated surfaces with rounded humps pointing upward and 
narrow valleys pointed downward, which would be better for load bearing than surfaces with 
positive values of Rsk, indicating surfaces with narrow peaks pointing upward and rounded 
valleys pointed downward that would be poor for load bearing. Thus the surface profile shapes 
from direct molded bearings were better for load bearing than those from machined bearings. 
Wear debris particles fall within the range of 0.2 - 300 !Jm, with a mean size of 0.5 -
0.6 !Jm {from Section 2.2 .1  ) , which includes the ranges measured for surface roughness of 
machined and direct molded UHMWPE bearings. Thus, the release of debris by abrasive 
wear could be closely related to the surface texture and roughness of the UHMWPE bearings. 
The orientation of the surface profiles on the bearings relative to the reciprocating motion of 
the joint may also have an effect. The roughness of the metal bearing surfaces is typically 
0.05 �m 102, so that the corresponding average peak-to-valley height would be 0.20 �m {at the 
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lower l imit of size for wear debris particles). Grinding between the metal and polymer bearings 
would further reduce the size of the larger wear debris particles released in-vivo, leading to the 
mean wear debris size of 0.5 - 0.6 1Jm . 
8.4 MICROMECHANICS 
Polymer morphology and surface texture of the UHMWPE tibial bearings significantly 
affected m icromechanical behavior and properties, as measured by nanoindentation on the top 
bearing surfaces. Surface texture, particularly roughness, affected the repeatability of 
nanoindentation results from both unsterile and sterile bearings. The direct molded 
specimens, with very low surface roughness, had very repeatable results from multiple indents. 
The machined specimens, with higher surface roughness, had significant differences in results 
between multiple indents. As the indentation depth increased (to several microns in depth), 
the effect of surface roughness decreased and measurements of hardness and modulus were 
related to polymer morphology. 
The effect of surface texture on micromechanical behavior was examined from load -
displacement results (obtained under load control) from multiple i ndents on each bearing type. 
When the entire load range (up to 625 mN) was examined (Figure 1 5, p. 1 23), significant 
differences between direct molded and machined bearings were observed in both the unsterile 
and sterile conditions. I ndents on direct molded bearings gave very repeatable load -
displacement curves, with the maximum displacements varying by only 0.5 - 1 .0 1Jm. I ndents 
on machined bearings gave variable load - displacement curves, with the maximum 
displacements varying by 1 .5 - 2.5 1Jm. These variations in displacement with position on the 
bearing surface (at constant load) could contribute to release of wear debris due to non­
uniform localized stresses and resu lting strains in the polyethylene. 
The four bearing types also showed differences in values of maximum displacement. 
Ranking them in order from largest to smallest overall displacement gave: 
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• Direct molded, unsterilized (specimen 016A) 
• Direct molded , sterilized (specimen 020A) 
• Machined , unsterilized (specimen 01 8A) 
• Machined, sterilized (specimen 01 9A). 
These differences in maximum displacement related to mechanical property differences, as 
shown by values of hardness and elastic modulus, resulting from differences in morphology. 
The two fabrication methods (direct molding vs. isostatic compression molding followed by 
machining) produced different morphologies, with different mechanical properties, in the 
unsterilized bearings. Sterilization by gamma irradiation then modified the polymer 
morphologies, increasing the values of hardness and elastic modulus for each bearing type. 
Sterilization significantly decreased the interface thickness, decreased the amorphous 
thickness, and increased the lamellar thickness. The ranking of bearings based on their 
maximum displacements was consistent with their ranking based on lamellar thicknesses (see 
Figure 22, p. 140), with displacement inversely related to lamellar thickness. 
Micromechanical behavior was evaluated at very low loads to evaluate displacements 
comparable to the size of small wear debris particles (0.2 to 3.0 IJm). Recall that the mean 
size of wear debris is 0.5 - 0.6 1-1m (see Section 2.2 .1  ) . Load - displacement behavior at loads 
from 0 to 1 0  mN was shown in Figure 16 (p. 126). Even at these low loads, the differences in 
reproducibility of displacement response between direct molded and machined implants were 
obvious. At displacements below 0.5 IJm the machined bearings showed variations in their 
d isplacement responses for multiple indents, whereas the direct molded bearings had very 
consistent, repeatable displacement responses. This observation was made for both 
unsterilized and sterilized tibial bearings. Thus, surface texture affected the repeatability of 
displacements even at very low loads. 
At low loads up to 1 0  mN, differences in the absolute magnitudes of displacement 
were not distinct between the four types of tibial bearings. The direct molded bearings had a 
narrower range of displacements at each load than the machined bearings did, but values for 
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the direct molded bearings fell within the range for the machined bearings. Sterilization had a 
small effect on the displacements for the direct molded bearings (decreasing the 
displacements), but did not affect the machined bearings. Thus within this range of low loads, 
the major difference between machined and direct molded bearings was the consistency or 
repeatabil ity of the displacement response with position on the bearing surface. At the same 
load level, an indent on a machined bearing could produce a displacement that was either 
smaller, equal to, or larger than that on a direct molded bearing. Thus, wear on the machined 
surface would be non-uniform due to this variation in mechanical behavior, while that on the 
direct molded surface would be quite un iform. Over mi ll ions of load ing cycles with associated 
abrasion ,  this non-uniformity of displacement on the machined surface could contribute to 
accelerated wear and release of debris. 
Hardness and elastic modulus were calculated to examine micromechanical property 
variations with depth from the bearing surfaces. The variability in displacements from the 
machined bearings affected the values for hardness and elastic modulus. Thus, these 
mechanical property depth profiles varied significantly between multiple indents on the 
machined bearings, and were quite repeatable between multiple indents on the direct molded 
bearings. Al l bearing types had some variation in mechanical properties with in a surface layer, 
due to a combination of surface texture and morphology effects, before properties reached a 
relatively constant value in the bulk, due to morphology. This surface layer extended 2 - 4 J.Jm 
in direct molded tibial bearings and 5 - 1 0  J.Jm in machined tibial bearings. The maximum 
contact depths that could be reached were 20 - 23 J.Jm for UHMWPE, producing indents with 
lateral dimensions of 1 50 - 1 73 J.Jm. I ndents were spaced over 450 J.Jm apart. 
Nanoindentation results can be significantly affected by surface roughness within the area of 
the indent. These surface layer th icknesses matched the average peak-to-valley heights 
calculated from surface roughness measurements by confocal microscopy, as described in 
Section 8.3. In the machined bearings, the thickness of this surface layer corresponded with 
the outer zone of the modified layer observed from polarized l ight microscopy (see Figure 31 , 
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p. 1 67), but in the direct molded bearings no surface layer was visible. The contributions of 
surface roughness and morphology cannot easily be separated within the contact depth range 
of these surface layers. 
Figure 1 7  (p. 1 29) showed calculated results for hardness vs. contact depth 
throughout each loading cycle. For each type of tibial bearing, all the indents reached a 
constant hardness value within the bulk material below the surface. However, this bulk 
hardness value varied between multiple indents on each specimen, and this variation was 
sizeable on the machined tibial bearings (range was 1 5-1 8% of the mean for both unsterilized 
and sterilized). This variation in bulk hardness for machined bearings could relate to 
differences in  crystallin ity, as FTIR results showed variations with depth in the machined 
bearing but a more uniform depth profile in the direct molded bearing. However, the FTI R  
depth profile was measured over thousands of m icrons in depth, rather than tens of microns, 
so the results cannot be correlated directly to nanoindentation results. In comparing hardness 
values between different bearing types (see Table 7, p. 1 34), the differences did not relate 
directly to crystall inity values (compared in Figure 34, p. 1 73). 
The bulk hardness variation in machined bearings more likely resulted from 
segregation of amorphous phase outside the lamellar stacks or domains and between the 
sintered resin particles. Segregated amorphous phase was observed by polarized light 
microscopy (Figure 31 , p. 167) in the unsterile, machined bearing - at a scale comparable to 
the size of resin particles, and would give a significantly lower hardness if an indent were 
centered on an amorphous region . The contact area of an indent {see Figure 7, p. 82) was 
much larger than that observed for segregated amorphous material, so that micromechanical 
properties would result from a combination of amorphous material and lamellar stacks. Thus, 
hardness would vary with position on the machined bearing surface, depending on the m icron­
scale morphology beneath each indent. 
Variation of bulk hardness with position on the direct molded surface was of a small 
magnitude, indicating that large regions of segregated amorphous phase were not present. 
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This suggested that the direct molding process was successful in fully melting and crystallizing 
the UHMWPE, removing the boundaries between the original resin  particles. 
Surface variations in hardness were observed. Variations of hardness in the surface 
layer were different between direct molded and machined tibial bearings. For indents on direct 
molded bearings (both unsterilized and sterilized), the surface hardness usually increased from 
the bulk toward the shal lowest contact depths. Variations in hardness values (with in the 
surface layer) were relatively small between multiple indents on the direct molded tibial 
bearings. Some indents had a localized peak in hardness at contact depths of 2 - 3 1Jm, but 
this did not always result. For indents on machined bearings (both unsterilized and sterilized), 
the variation in hardness near the surface was not consistent between multiple indents. 
Sometimes the hardness increased from the bulk toward the surface, and sometimes it 
decreased. Hardness values near the surface were even more variable than the bulk 
hardness values, for machined tibial bearings. For both bearing types, sterilization slightly 
decreased the variabil ity of hardness at depths with this surface layer, but this effect was 
minor. Surface roughness and morphology both affected surface hardness, and it was not 
possible to separate these effects in interpreting the results. 
Figure 1 8  (p. 1 31 )  showed calculated results for elastic modulus vs. contact depth 
throughout each loading cycle. Results were similar in form to the results from hardness, 
although the modulus curves were noisier than the hardness curves. Modulus curves from 
indents on the direct molded bearings were more consistent and repeatable than from indents 
on the machined bearings. Modulus variations in the surface layer followed the same trends 
as for hardness: in direct molded bearings, the modu lus usually increased as the contact 
depth decreased; in machined bearings, the modulus was highly variable - sometimes it 
increased and sometimes it decreased as the contact depth decreased. I ndents on all bearing 
types reached a constant modulus level below the surface layer, in the bulk material. 
Bulk hardness and elastic modulus values from nanoindentation were summarized in  
Table 7 (p. 1 34). Bulk properties were averaged for each indent, over a l l  contact depths above 
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1 0.0 �m . Then bulk properties for each bearing type were analyzed statistically, using the t 
test, as shown in this table. Results showed that there were statistical ly significant differences 
in micromechanical properties between direct molded and machined bearings, in both the 
unsterilized and sterilized conditions. Direct molded bearings consistently had lower hardness 
and elastic modulus values than machined bearings. Sterilization by gamma irradiation ,  
fol lowed by shelf aging in  a ir  for 2 years, increased hardness and elastic modulus values for 
both bearing types, but this effect was greater for machined bearings than for direct molded 
bearings. Other recent research has also shown that mechanical properties of UHMWPE 
were affected by irradiation and aging in air, increasing the elastic modulus. 244 
Variability in micromechanical properties was also examined using the standard 
deviations for hardness and elastic modulus. Sterilization did not affect this variabil ity within 
each bearing type. Comparison of standard deviations using the F Test showed that the 
variability of both hardness and elastic modulus was statistically different between direct 
molded and machined bearings. 
The ranking of bearing types by either bulk hardness or bulk elastic modulus (from 
minimum to maximum) was: 
• Direct molded, unsterile (specimen 01 6A), 
Hardness = 47.2 MPa, Modulus = 1 .44 GPa 
• Direct molded, sterile (specimen 020A), 
Hardness = 50.6 MPa, Modulus = 1 .61 GPa 
• Machined, unsterile (specimen 01 8A), 
Hardness = 55. 1 MPa, Modulus = 1 .  71 GPa 
• Machined, sterile (specimen 01 9A), 
Hardness = 64.5  MPa, Modulus = 2.08 GPa. 
The average values of hardness and elastic modulus were significantly different between these 
four types of tibial bearings, based on statistical analyses (calculating confidence intervals on 
means using the t test at 95% sign ificance). Mechanical properties were 1 7  - 1 9% higher in 
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machined than in direct molded bearings, unsterilized, and th is difference increased to 27 -
29% after sterilization .  Mechanical properties were increased by 7 - 12% due to sterilization of 
direct molded bearings, and were increased by 1 7  - 22% due to sterilization of machined 
bearings. Sterilization had a larger effect on machined bearings than on direct molded 
bearings. 
These differences in mechanical properties must have resulted from differences in 
morphology. Crystallinity differences between the bearing types were found, but Figure 34 
(p. 1 73) showed that these differences were much smaller in magnitude and did not follow this 
same ranking for all fou r  bearing types. However, Figure 228 (p. 140) and Figure 23 (p. 144) 
showed that differences in lamellar thickness (based on the 3-phase model) followed this 
ranking exactly, even considering all 12 specimens that were analyzed by SAXS (i.e. top, bulk, 
and bottom). Mechanical properties at the micro-scale must have been primarily related to the 
lamellar thickness of the crystalline phase in the polyethylene. This was consistent with 
previous research showing that microhardness resu lted from the combined hardnesses of the 
crystalline and amorphous phases, and that the hardness of the crystalline phase increased 
with lamellar thickness. 245•246 The amorphous hardness would be extremely low relative to the 
crystalline hardness, so that the combined microhardness would depend primarily on the 
lamellar thickness. 
Another factor that could increase the hardness of the machined bearing was the 
modified surface layer, since this was the depth range probed by nanoindentation .  This layer 
was distinctly visible in polarized l ight, indicating that it contained either oriented amorphous or 
crystalline materia l .  Either orientation or increased crystall inity would increase the stiffness, 
and thus the hardness, of the polymer molecules in the surface. This factor may contribute to 
the higher hardness of the machined bearing surfaces. However, the modified surface layer 
was so th in that variations in crystallinity were not measurable by FTIR or DSC (which used 
th in specimens). Quantitative measurements of orientation were not within the scope of this 
research project. 
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9. CONCLUSIONS 
This experimental work has led to the following conclusions: 
• Average crystallinity (as defined by the lamellar thickness without the interface) was 
slightly higher (6 - 9%) in the machined than in the direct molded bearing, in the 
unsterile condition , based on results from DSC and from SAXS (3-phase model) . The 
crystallinity of the sterile, direct molded bearing was slightly higher (2 - 5%) than in the 
unsterile, machined bearing. 
• Crystallinity varied with depth (up to 2,500 J,Jm) in the unsterile, machined bearing, but 
was un iform in the unsterile, direct molded bearing, based on FTI R  analyses. This 
variability was related to segregation of amorphous phase (seen in polarized light) in 
the machined bearing, which was not observed as distinctly in the direct molded 
bearing. 
• Fusion and sintering of the initial resin particles were incomplete in the machined 
bearing, but were more complete in the direct molded bearing. This was observed 
from polarized light microscopy and correlated with results from nanoindentation. 
• Machining of the top tibial bearing surface produced a modified surface layer that was 
25 - 40 J,Jm thick (birefringent in polarized light microscopy). Within this layer, the 
polymer molecules were either oriented or highly crystalline, relative to the adjacent 
region. Mechanical deformation from machining would have caused orientation of the 
amorphous phase, and could have generated enough heat to melt the original 
crystalline lamellae.241 The layer was too thin to detect differences in crystallin ity by 
DSC. 
• Changes were not observed in the large-scale, near-surface morphology of a direct 
molded tibial bearing, by polarized light microscopy. 
• The melting temperature ranges were significantly different between machined 
bearings and direct molded bearings in the unsterile condition, indicating differences in  
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processing conditions or thermal history. Thermal history would control the 
nanometer-scale morphology (lamellar, interface, and amorphous thicknesses) and 
the micron-scale morphology of the polyethylene. The following inferences were 
reached for the unsterilized bearing types: 
o The isostatic compression molding process used a h igher crystal l ization 
temperature but a shorter crystallization time than the direct molding process. 
o Rods fabricated by isostatic compression molding cooled at a slower rate than 
bearings fabricated by direct molding, due to low thermal conductivity and the 
relative thickness of the molded product. 
o These differences in crystall ization conditions created a finer morphology 
(<1 0  !Jm) in the machined bearings and a coarser morphology ( 1 0 - 20 !Jm) in 
the direct molded bearings. 
o The average lamellar thickness was h igher for the machined UHMWPE than 
for the direct molded UHMWPE, in both the surfaces and in the bulk (i.e. 
center of the implant) . This was observed for both unsterile and sterile implant 
bearings. This difference in lamellar thickness correlated directly with 
differences in hardness and elastic modulus measured by nanoindentation . 
o The variation in lamellar thickness was wider for the machined UHMWPE than 
for the direct molded UHMWPE, as more crystal lization occurred during slow 
cooling of the isostatically molded bar. 
o The surface of the direct molded bearing had thinner lamellae, smaller 
variation in lamellar thickness, and lower crystallinity than the bulk, due to 
faster heat transfer to the mold surface during cooling. 
o Machining heated the UHMWPE surface, sim ilar to annealing, and increased 
the thickness of thin lamellae. This effect was more distinct in the direct 
molded bearings, due to the lower average lamellar thickness, than in the 
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machined bearings. It was observed as a narrowing or sharpening of the 
primary melting peaks from DSC. 
o The thickness of the interface zone (between the lamel lae and the amorphous 
phase) was slightly less than the amorphous phase thickness in unsterile 
UHMWPE, for both machined and direct molded bearings. Thus the interface 
was present as a separate third phase, rather than as a thin boundary layer. 
o Interfacial free energy was found to vary l inearly with interface thickness, with 
an intercept of 78 erg/cm2 when the interface was eliminated . Thus, both the 
lamellar thickness and the interface thickness affected the peak melting 
temperature. Interfacial free energy could not be treated as a constant, even 
though the starting molecular weight of UHMWPE was the same for all 
bearing types. 
o Interface thickness and associated interfacial free energy were related to 
crystall ization conditions, particularly temperature and time. Larger interface 
thicknesses resulted from crystal lization at high temperatures, where most of 
the crystal lization occurred within a narrow temperature range (as for the top 
surface of the direct molded bearing). The interface thickness decreased 
when increased amounts of crystall ization occurred during the cooling cycle 
(as for the bulk of the direct molded bearing and the machined bearing). 
• Sterilization by gamma irradiation in air, fol lowed by shelf aging for 2 years, caused 
significant changes in the morphology of the direct molded UHMWPE due to chain 
scission and crystallization at low temperature. These changes occurred in both the 
surfaces and in the bulk. (Similar changes were predicted to occur in the machined 
UHMWPE, but analyses were not completed on those specimens due to equipment 
failure.) The following inferences were reached: 
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o The lamellar thickness (based on the 3-phase model) increased by 4 nm, or 
approximately 10%. This change in lamellar thickness correlated directly with 
changes in hardness and elastic modulus measured by nanoindentation.  
o The interface thickness (based on the 3-phase model) decreased by 8 nm, or 
approximately 60%. This was the largest relative change of any of the 
morphological parameters. The interfacial free energy decreased with the 
interface thickness, consistent with the linear relationship observed for unsterile 
bearings. 
o The amorphous thickness (based on the 3-phase model) decreased by 1 nm, or 
approximately 7%. 
o The total long period decreased from 67 nm to 62 nm, by approximately 7%. 
o A small fraction of thin lamellae formed, which had not been present in the 
unsterile, direct molded bearing. 
• Crystallinity and lamellar thickness increased following gamma irradiation and shelf 
aging, primarily resulting from a 60% decrease in the interface zone thickness 
between the crystalline and amorphous phases. This is believed to result from chain 
scission and crystallization. Relatively little contribution resulted from a 7% decrease 
in the amorphous phase thickness. 
• The effects of irradiation and shelf aging varied with depth from the bearing surfaces, 
due to heterogeneous oxidation reactions. This variation affected chain scissions in 
the interface that led to increased lamellar thickness. It did not affect the formation of 
thin lamellae from crystal lization of short fragments after chain scission. Oxidation 
reactions accelerated chain scission in the surfaces of the bearing relative to that in 
the bulk. Chain scission was accelerated at entanglements within the interface, where 
strain energy was high in the polymer chains. 
• Wear debris particles (typically 0.5 - 0.6 J,Jm in size, see Section 2.2. 1 )  would contain 
stacks of only 6 - 8 lamellae in machined bearings or of 7 - 1 0 lamellae in direct 
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molded bearings. These stack dimensions were calculated from the measured long 
periods and literature values of wear debris size. Thus, the size of wear debris 
particles is reasonable for a domain structure that could be present from stacks of 
lamellae in the UHMWPE. 
• The surface texture (over lateral distances of 200 - 1 000 IJm) of machined tibial 
bearings was significantly different from that of direct molded tibial bearings. 
Mach ined bearings had higher roughness (based on Ra and Rq) and less symmetric 
surface topography (based on RsJ than direct molded bearings. Orientation effects in 
topography were present in both types of bearings, but were of a larger magnitude in 
machined bearings (due to distinct machining l ines). 
• In the machined bearings, boundaries between the resin particles affected the surface 
topography that resulted from machining. This resulted in ridges on the surface with 
peak-to-valley heights of 5 - 1 1  IJm, on average. 
• Surface topography of the direct molded bearings was extremely smooth, approaching 
an ideal flat surface. Vertical steps on the surface had average peak-to-valley heights 
of 2 - 4 IJm or less. 
• The peak-to-valley heights of surface features on both machined and direct molded 
bearings were within the size range typical of wear debris particles (0.2 -300 IJm). 
Although peak-to-valley heights were larger than the average size of wear debris 
(0.5 - 0.6 IJm), grinding of debris particles (formed by abrasive wear) could reduce 
their size to this range. 
• Both surface texture and morphology affected nanoindentation measurements at the 
outer surface of all bearing types. The peak-to-valley height (representing surface 
texture) correlated well with the contact depth to which nanoindentation results were 
variable and inconsistent. Indents had to reach contact depths beyond the peak-to­
valley height to obtain results that were related to morphology alone. 
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• The direct molded bearing surface was much more uniform, in terms of micro-scale 
mechanical properties, than the machined bearing surface. Micromechanical 
interactions, based on load-displacement measurements using nanoindentation, were 
different between these two types of bearing surfaces (both unsterile and sterile). 
Micro-contacts on the direct molded surfaces were uniform and gave very similar 
displacements for the same load. Micro-contacts on the machined surfaces were 
quite variable with position and gave a wide range of displacements for the same load. 
This resulted from differences in quality of fusion (of the original resin particles) 
between the bearing types, because large areas of segregated amorphous phase 
were present in the machined bearings. These trends in load-displacement behavior 
were also translated into variations in the hardness and elastic modulus values. 
• The machined bearing surfaces were stiffer than the direct molded bearing surfaces, 
particularly at higher loads and higher displacements. Displacements into the 
machined bearing were lower than those into the direct molded bearing, under 
identical loading conditions at high loads (-600 mN). At low loads (0 - 1 0  mN), the 
displacements (up to 3 �m) were similar between both types of bearing surfaces but 
varied across a wider range in the machined bearings. 
• The modified surface layer resulting from machining contributed to the variability in 
micromechanical behavior (load-displacement, hardness, and modulus) at the surface 
of the implant bearings, but did not consistently increase or decrease properties near 
the surface. Instead, the properties were observed to vary inconsistently relative to the 
properties of the underlying bulk material. It was believed that the variability resulted 
from combined effects due to surface roughness and variations of polymer 
morphology within this surface layer. The layer was too thin to affect the long-term 
wear performance (beyond 2 - 10 months) of the implant bearings, but it could 
accelerate the initial release of wear debris due to pre-orientation and hardening of 
polymer molecules near the surface. 
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• The machined bearing surfaces had higher mean values of hardness and elastic 
modulus than the direct molded bearing surfaces, in the unsterile condition, based on 
statistical comparison of the properties measured in the bulk ( 1 0 - 23 1Jm below the 
top surface). 
• Sterilization by gamma irradiation, fol lowed by shelf aging in air for 2 years, modified 
the micromechanical properties of the top surfaces of both machined and direct 
molded tibial bearings. The stiffness of the surfaces increased, as reflected by a 
consistent decrease in the displacement under load. The bulk hardness and the bulk 
elastic modulus also consistently increased for each bearing type. Sterilization did not 
significantly affect the variability in micromechanical behavior for each bearing type. 
Mechanical properties increased proportionally more for the machined bearings than 
for the direct molded bearings after sterilization and shelf aging . 
• Rankings of bearing types based on hardness or modulus were inverted relative to 
rankings based on maximum displacement, and were the same as rankings based on 
lamellar thickness. The dependence of micromechanical properties on morphology 
was primarily related to lamellar thickness. Thus, the changes in micromechanical 
behavior following sterilization were primarily due to increases in lamellar thickness 
from chain scission within the interface zone. 
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1 0. PROPOSALS FOR FUTU RE RESEARC 'H 
The effects of machining on the morphology and micromechanical properties of 
UHMWPE need to be studied in more detail . The modified surface layer should be examined 
to determine whether it contains oriented molecules in the amorphous phase or a higher level 
of crystallinity than the bulk. Polarized FTIR using a microscope attachment would provide this 
information. Electron microscopy of etched specimens would provide details of the exact 
morphological structure in this surface layer and how it compares to the bulk. The variation of 
micromechanical properties with depth from the surface needs to be examined at greater 
depths than could be achieved by indenting into the top bearing surface with a nanoindenter. 
Transverse cross-sections could be prepared by cryo-microtomy, then nanoindents could be 
made at different depths from the original bearing surface. This would increase understanding 
of how machining affects the surface micromechanical properties, how this varies with depth, 
and how properties vary with position within the bulk. Thin sections from cryo-microtoming 
could also be examined with light and electron microscopy techniques to correlate morphology 
with micromechanical behavior. 
The morphological structures developed from processing conditions should be 
evaluated, and used to optimize mechanical properties. Of particular interest wou ld be the 
elim ination of segregated amorphous phase, the improvement of fusion between resin 
particles , the homogeneity of structures formed on scales of both hundreds of microns and 
between 1 and 1 00 microns, the size of domains formed by stacks of lamellae surrounded by 
interface zones and amorphous phases, and the thickness of amorphous zones adjacent to 
lamellae. Thus m icroscopy techniques would be used to characterize the UHMWPE 
structures, from the smallest structures examined by transmission or scanning electron 
microscopy to the largest structures examined by light microscopy (particularly polarized light). 
Microscopy results at the smallest scales need to be correlated to measurements of long 
period, lamellar thickness, interface thickness, amorphous thickness, and crystallinity from 
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SAXS, WAXD, FTI R, and DSC. Mechanical properties of interest include not only hardness 
and elastic modulus but also creep, viscoelasticity, and fatigue. Nanoindentation or 
instrumented microindentation would allow investigation of these mechanical properties at the 
micro-scale, comparable to dimensions at which wear debris particles are released. 
The effects of gamma irradiation and aging on polymer morphology and 
micromechanical behavior need to be better understood. Studies are needed to separate the 
effects of irradiation from those of heterogeneous oxidation (which follows irradiation). Many 
studies are currently underway at other institutions to evaluate the effects of irradiation and 
oxidation, but few of these studies characterize morphology in any detailed, quantitative way. 
Changes occurring in the interface zone need to be understood in more detail. Techniques 
such as SAXS, FTIR, and DSC must be combined and run in carefu lly designed experiments 
to obtain conclusive results regarding changes in lamellar, interface, and amorphous 
thicknesses. Results need to be confirmed by electron microscopy. Surface changes due to 
heterogeneous oxidation can be difficult to measure by bulk mechanical tests that are typical ly 
conducted. Again, nanoindentation or instrumented microindentation would provide 
mechanical property data on a scale more appropriate to the chemical and structural changes 
that need to be evaluated. 
Irradiation is known to produce free radicals in polyethylene, and exposure to oxygen 
or air increases the proliferation of these radicals. These radicals are long-l ived in UHMWPE, 
and resulting reactions have been associated with degradation of mechanical properties. 
Thus, alternate sterilization methods need to be considered and evaluated in detail to see if 
they also degrade the polyethylene in some manner. Sterilization by other methods, such as 
ethylene oxide (EtO) gas exposure or plasma exposure, has been used on polyethylene. 
However, chemical and/or mechanical changes in the material have not been studied. 
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